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3Abstract
Three-dimensional (3D) information on blood flow and vessel morphology is important when
assessing cerebrovascular disease and when monitoring interventions. Rotational angiography
is nowadays routinely used to determine the geometry of the cerebral vasculature. To this end,
contrast agent is injected into one of the supplying arteries and the x-ray system rotates around
the head of the patient while it acquires a sequence of x-ray images. Besides information on the
3D geometry, this sequence also contains information on blood flow, as it is possible to observe
how the contrast agent is transported by the blood. The main goal of this thesis is to exploit
this information for the quantitative analysis of blood flow.
I propose a model-based method, called flow map fitting, which determines the blood flow
waveform and the mean volumetric flow rate in the large cerebral arteries. The method uses a
model of contrast agent transport to determine the flow parameters from the spatio-temporal
progression of the contrast agent concentration, represented by a flow map. Furthermore, it
overcomes artefacts due to the rotation (overlapping vessels and foreshortened vessels at some
projection angles) of the c-arm using a reliability map.
For the flow quantification, small changes to the clinical protocol of rotational angiography
are desirable. These, however, hamper the standard 3D reconstruction. Therefore, a new method
for the 3D reconstruction of the vessel morphology which is tailored to this application is also
presented.
To the best of my knowledge, I have presented the first quantitative results for blood flow
quantification from rotational angiography. Additionally, the model-based approach overcomes
several problems which are known from flow quantification methods for planar angiography.
The method was mainly validated on images from different phantom experiments. In most
cases, the relative error was between 5% and 10% for the volumetric mean flow rate and between
10% and 15% for the blood flow waveform. Additionally, the applicability of the flow model
4was shown on clinical images from planar angiographic acquisitions. From this, I conclude that
the method has the potential to give quantitative estimates of blood flow parameters during
cerebrovascular interventions.
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1
Introduction
1.1 Motivation
For diagnosis, treatment planning, and treatment outcome assessment of cerebrovascular dis-
eases, it is beneficial to obtain three-dimensional (3D) information on vessel morphology and
haemodynamics. Possible applications are the following: For a stenosis, the vessel lumen is an
indication for the degree of the stenosis, but the blood flow through the stenosis is the param-
eter which really determines the severity of the stenosis. For an arteriovenous malformation,
it is important to locate the feeding and draining vessels. For an aneurysm, it would be desir-
able to determine the risk of rupture. Important factors for this are the morphology and the
haemodynamics of the aneurysm. Additionally, it is of general interest to quantify blood flow,
as abnormal blood flow rates or abrupt velocity changes indicate a pathology.
Rotational angiography enables 3D information about the vessel morphology to be obtained
during an intervention and is nowadays used routinely at the beginning of aneurysm and AVM
interventions. For a cerebral rotational angiography acquisition, iodine-based contrast agent is
injected into one of the carotid or vertebral arteries and a sequence of x-ray images is acquired,
while the x-ray source and detector, mounted on a c-arm, rotate around the head of the patient.
Some systems also acquire a second sequence without contrast agent injection to enable mask
subtraction.
Besides the information about 3D morphology, the rotational angiographic sequence con-
tains information about haemodynamics, as it is possible to see how the contrast agent is trans-
ported by the blood between successive images in the sequence. This information, however, is
not yet exploited in current angiographic systems. The goal of this work was to extract haemo-
dynamic information, namely the mean volumetric flow rate and the waveform, from rotational
angiography.
The extraction of haemodynamic information from planar angiographic images has been
a topic of research for over 30 years. The basic idea is to determine blood flow by analysing
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variations in the x-ray image intensity due to changes of the contrast agent concentration. It is
a difficult problem for several reasons:
• the images do not show the blood flow, but only how the contrast agent is transported by
the blood;
• the blood flow velocity varies temporally (during the cardiac cycle) and spatially (changes
of the velocity across the blood vessel and changes due to a change in radius or at a
bifurcation);
• the x-ray images only show a projection view of the variations of the contrast agent con-
centrations.
1.2 Statement of contribution
In this thesis, I introduce the concept of the flow map fitting, which is a new method for the
quantification of blood flow. A flow map represents the spatial and temporal progression of the
contrast agent concentration. During the flow map fitting, a simulated flow map is fitted to
the flow map which was extracted from angiographic image data. In this process, the mean
volumetric flow rate and the blood flow waveform are determined. A flow model is used for the
simulation of the flow map. The design of the flow map fitting allows all available information
to be used and missing information to be estimated.
The flow map fitting was designed for flow quantification from rotational angiography. On
the one hand, this has the advantage that the 3D geometry can be determined from the same
sequence. On the other hand, this has the disadvantage that the rotation introduces artefacts
in the flow map because of overlapping vessels and foreshortening of vessels. I have introduced
the reliability map to overcome these problems. The reliability map gives the reliability of each
entry of the flow map. To the best of my knowledge, I have presented the first quantitative
results for flow estimation from rotational angiography.
Although the method was designed for rotational angiography, it can also be applied to
planar angiography. In the cerebral case, the reliability map does not change with time, but it
is still useful to automatically select which vessel segments should be used for flow quantifica-
tion. The reliability map would also be beneficial in the cardiac case: Here, foreshortening and
overlapping changes because of the motion of the heart. All other advantages of the flow map
fitting also hold for the planar case. I have successfully applied my method to clinical datasets,
where the geometry was determined from unsubtracted rotational angiography and the flow
quantification utilized planar angiography.
The idea to use an explicit flow model to support the flow quantification is based on Philips
internal results from Weese and Bredno. I started with their convection model and I have added
the diffusion model, the waveform model, the injection model and the mixing model. I also
incorporated a model of the vessel geometry which allows for tapering and branching vessels so
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that the method can handle information from several vessel segments. For validation, I have
added Womersley profiles and non-uniform mixing at the injection site. Most parts of the model
were previously published; I have collected them and used them in a new way.
A main advantage of my method is that it can use densitometric and kinematic informa-
tion from the angiographic images at the same time. The convection model enables the use of
kinematic information, whereas the model of the mixing at the injection site enables the use of
densitometric information. Relative densitometric information is used to determine the shape
of the waveform. Absolute densitometric information can be used to determine the mean volu-
metric flow rate, but if this is not available, the kinematic information can be used to determine
it. To the best of my knowledge, this is the first method which allows both kinds of information
to be used concurrently.
Further advantages are: The method is very robust against noise and artefacts because
the whole flow map is used at once. This is particularly important in the case of rotational
angiography. The method can be adapted to different scenarios. For example, if information
from an attenuation calibration or information about the timing of the injection is available,
this can be used to support the flow quantification. As a convective dispersion model is used,
the flow estimate should not depend on the distance from the injection site and overestimation
during the inflow phase and underestimation during the outflow phase that has been reported
elsewhere can be prevented. Because of the model of the vessel geometry, variations of the radius
and bifurcations can be handled. Therefore, observations from several vessel segments can be
used.
For the flow quantification from rotational angiography, it is beneficial if the rotational
sequence shows inflow and outflow of contrast agent. This, however, hampers the standard
3D reconstruction. I have proposed a method for 3D vessel reconstruction, which uses flow
information to overcome this problem. To achieve this, I have introduced the concept of the
rotational time intensity curve, which can be used to determine flow information and to decide
whether or not a voxel lies inside a vessel.
1.3 Structure of Thesis
In Chapter 2, an introduction to several topics which are related to this thesis is given: The
clinical motivation, the physics of blood flow and contrast agent transport, other methods to
determine cerebral blood flow and the principles of rotational angiography are introduced. Fur-
ther, a literature review on the extraction of morphologic and haemodynamic information from
angiographic images with an emphasis of the extraction of 3D information is given.
Chapters 3 to 5 introduce the basis for the algorithms presented later. In Chapter 3, the
models for blood flow and contrast agent transport are explained, which are subsequently used for
the computer simulation in Chapter 4 and for the flow quantification in Chapter 7. In Chapter 4,
two different ways for the generation of synthetic, but realistic rotational angiographic images
are explained. These images were used for the development and validation of the algorithms
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described in this thesis. Before x-ray images can be used in a quantitative way, a geometric and
an attenuation calibration must be performed. These are explained in Chapter 5.
Chapters 6 and 7 present the main part of this thesis. In Chapter 6, the reconstruction of the
3D centreline and radii from a rotational angiographic sequence are described. This information
and the results of all previous chapters are used for the flow quantification described in Chapter 7.
In Chapter 8, preliminary results for clinical images are presented. My conclusions and
ideas for future work are presented in Chapter 9.
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Background and literature review
In this chapter, I first introduce medical terms related to cerebrovascular disease, the basics of
x-ray angiography, and the physics of blood flow and contrast agent transport. After that, I
describe which non-angiographic methods exist for measuring cerebral blood flow. Then, I review
the literature on how information on vessel morphology and haemodynamics can be determined
from x-ray angiography with a special emphasis on the extraction of 3D information.
2.1 Cerebrovascular disease
Cerebrovascular disease is the third commonest cause of death in western countries. The ultimate
effect of cerebrovascular disease is to reduce the supply of oxygen to the brain (hypoxia). The
cells most vulnerable to hypoxia are neurons. They become irreversibly damaged after 5-7
minutes of insufficient oxygen supply (Underwood, 2004).
2.1.1 Anatomy
Before the different types of cerebrovascular disease are introduced, an overview of the cerebral
vasculature, or more precisely the main arteries which supply the brain, should be given.
The left common carotid artery branches off the aortic arch directly, whereas the right
common carotid artery and the right and left vertebral arteries are connected to the aortic
arch through the subclavian arteries (see Figure 2.1(a)). The common carotid artery bifurcates
into the internal and external carotid artery (see Figure 2.1(b)). Both vertebral arteries merge
into to basilar artery. The internal carotid and the basilar artery supply the circle of Willis
(see Figure 2.1(c)). The circle of Willis is a circle of arteries and it consists of: left and right
internal carotid arteries, left and right anterior cerebral arteries, left and right posterior cerebral
arteries, left and right posterior communicating arteries, and anterior communicating artery (see
Figure 2.1(d)).
The circle of Willis creates redundancies in the cerebral circulation. If one part of the
circle or one of the arteries supplying the circle becomes blocked or narrowed, blood flow from
2.1. Cerebrovascular disease 27
Common carotid artery
Vertebral artery
Aortic arch
Subclavian artery
(a) Frontal view
Internal carotid artery
External carotid artery
Common carotid artery
Vertebral artery
Basilar artery
(b) Lateral view
Internal carotid artery
External carotid artery
Common carotid artery
Vertebral artery
Basilar artery
Circle of Willis
(c) Frontal-inferior view
Anterior cerebral artery
Middle cerebral artery
Posterior communicating artery
Internal carotid artery
Posterior cerebral artery
Basilar artery
Anterior communicating artery
(d) Inferior view
Figure 2.1: Overview of the main arteries which supply the brain, generated with the help of
the software ‘The visible body’ (Argosy Publishing, 2008).
the other blood vessels can often preserve the supply of the brain. The anterior, middle, and
posterior cerebral arteries lead from the circle of Willis to the brain.
2.1.2 Stroke
The term stroke denotes a sudden event in which a disturbance to the function of the central ner-
vous system occurs due to cerebrovascular disease. A stroke can be ischaemic or haemorrhagic,
as explained below.
2.1.3 Carotid stenoses
A stenosis is a narrowing of a vessel lumen, which in most cases is caused by atherosclerotic
plaque (Underwood, 2004). A common site for a stenosis is the carotid bulb, a characteristic
widening of the internal carotid artery just after the carotid bifurcation. The narrowing can
result in a reduction of blood flow, it can even cause an occlusion of the artery.
The narrowing usually builds up gradually, but it can also happen that a piece of plaque
breaks off and obstructs a smaller artery in the brain. Both result in an undersupply of parts
of the brain with oxygen - an ischaemic stroke.
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(a) Pre-angioplasty. (b) Post-angioplasty.
Figure 2.2: Left internal carotid artery stenosis (Department of Health Western Australia, 2007).
Figure 2.3: Local and diffuse stenosis: The left images shows a local stenosis whereas the right
image shows a diffuse stenosis with a local stenosis. Both correspond to a 50% stenosis measure.
The right stenosis is actually more severe than the left stenosis because the reference radius is
reduced as well (Harrison et al., 1984).
The detected stenosis can be treated with drug therapy or it can be treated with endarterec-
tomy, angioplasty, or stenting. Endarterectomy is a surgical procedure where the atherosclerotic
plaque on the inside of the artery is removed. Angioplasty is the mechanical widening of stenosed
blood vessel, typically by expanding a balloon delivered by a catheter. Stenting is the application
of a metal-mesh tube which extends the vessel. Angioplasty and stenting are often applied to-
gether during an endovascular intervention under angiographic guidance. Angiographic images
of a stenosis before and after angioplasty are shown in Figure 2.2.
For decisions on treatment, knowledge of the severity of the stenosis is crucial. Interna-
tional standards still propose to evaluate stenoses by manual estimation of the relative diameter
reduction from angiographic images and various trials have shown that a stenosis of more than
70% is correlated with a significantly higher risk of stroke (Fox, 1993). For example, in the North
American Syptomatic Carotid Enarterectomy Trial (NASCET, 1991), patients with symptoms
caused by carotid stenosis where either assigned to medical therapy or surgical treatment. The
follow-up after 24 month for patients with a stenosis of 70% or greater showed that 26% of the
medical group had a stroke (13.1% fatal) and only 9% of the surgical group (2.5% fatal).
However, it was shown that studies have a high intra- and inter-observer variability (DeR-
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ouen et al., 1977) and that manual estimations do not correlate very well with post-mortem
measurements (Alperin et al., 1991). Additionally, it is known that for estimation of the sever-
ity of a stenosis the relative diameter change is not sufficient (Brown et al., 1977). In particular
in the case of a diffuse stenosis, the knowledge of the local reduction of the radius is not sufficient
(see Figure 2.3). The stenosis increases the resistance, which can lead to a decreased blood flow
rate. In addition to that, a sudden increase of the radius after the stenosis can lead to turbulent
flow, which in increases the risk of embolus. In both cases, angiographic flow measurements
could provide crucial, additional information.
The stenosis normally increases the resistance of the vessel. A treatment which removes
the stenosis reduces this resistance. This might lead to cerebral hyperperfusion, which can
result in a haemorrhagic stroke. Clinically, cerebral hyperperfusion is arbitrarily defined as
hypertension with symptoms of severe headache, seizures, and confusion. Physiologically, it is
defined as a doubling of intraoperative cerebral blood flow values (Bass, 2004). Angiographic
flow measurements could provide a comparison of the blood flow before and after the intervention
in order to detect cerebral hyperperfusion.
2.1.4 Cerebral aneurysms
An aneurysm is a weak spot in an artery wall which balloons out because of the pressure of the
blood circulating inside the affected artery. More than 90% of all aneurysms occur at bifurcations
in the arterial system (Rubin, 2001).
The risk of an aneurysm is that the internal pressure becomes too high and the aneurysm
ruptures. Asymptomatic aneurysms rupture at a rate of 3% per year; so the risk of rupture in-
creases over time (Edvinsson et al., 1993). However, some aneurysms never rupture. When rup-
ture does occur, the leaking blood increases the pressure on the brain or produces a haematoma,
either of which can result in a haemorrhagic stroke.
Treatment can reduce the risk, but it also carries considerable risks. For the decision on
treatment, it is important to evaluate the risk of rupture. The larger the aneurysm is, the more
likely it is to rupture. Therefore, the 3D morphology of the aneurysm must be determined for
diagnosis. Also the aneurysm’s location as well as previous haemorrhage are important factors
in the prediction of aneurysmal rupture (Caplan, 1998). Haemodynamic factors, however, are
probably crucial for the explanation of growth and rupture of an aneurysm. Insight into the
haemodynamics might lead to improved risk management and treatment planning (Ford et al.,
2005).
For aneurysms with a low risk of rupture, periodic monitoring is often recommended as the
best approach. Aneurysms with higher risk of rupture can be treated with clipping or coiling
(Johnston et al., 1999). Clipping is a surgical procedure where a small clip is placed across the
base or neck of the aneurysm to block the blood flow from entering. Coiling is an endovascular
intervention with angiographic guidance where the aneurysm is filled with tiny platinum coils
to cause a stable blood clot and prevent blood flow from entering. Angiographic images of an
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(a) Pre-coiling. (b) Post-coiling.
Figure 2.4: Cerebral aneurysm (University of Arkansas for Medical Science, 2008).
aneurysm before and after coiling are shown in Figure 2.4.
In the case of an aneurysm treated with coiling or clipping, abnormal haemodynamics can
lead to regrowth (Grass et al., 2002) and the haemodynamics determine the stability of the coils
(Graves et al., 1992). Again, a haemodynamic assessment of the intervention might be helpful.
A haemodynamic assessment could be given by a computational fluid dynamics simulation.
Rotational angiography can be used to determine the patient specific geometry (Steinman et al.,
2003; Castro et al., 2006). Angiographic flow measurements could potentially provide flow
boundary conditions. Flow modelling could help to predict the risk of aneurysm rupture without
treatment or during treatment, and the risk of causing a haemodynamic stroke by transient or
permanent occlusion of the vessels adjacent to the aneurysm during treatment.
2.1.5 Arteriovenous malformations
In the circulatory system, arteries are normally connected to veins by tiny capillary vessels. An
arteriovenous malformation (AVM) is a congenital vascular defect in which an artery is connected
directly to a vein without the intervening capillary network (Leeds and Kieffer, 2000).
As veins are not prepared to bear the pressure which exists in an artery, there is a risk that
these start to haemorrhage, which results in a haemorrhagic stroke. The risk of haemorrhage
for an AVM is 2-4% per year (The Arteriovenous Malformation Study Group, 1999). AVMs are
normally detected while patients are young (10 to 30 years) and in 66% of these cases they lead
to learning disorders (The Arteriovenous Malformation Study Group, 1999).
AVMs are usually treated. Possibilities for treatment include surgical removal, stereotactic
radiosurgery, and endovascular embolization. During endovascular embolization a glue-like sub-
stance is injected under angiographic guidance to block the vessel and reduce the blood flow into
the AVM. For large AVMs, multiple embolization procedures may be required to avoid chang-
ing blood flow patterns in the brain too rapidly or drastically. Surgical removal or stereotactic
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(a) Pre-embolization. (b) Post-embolization.
Figure 2.5: Arteriovenous malformations (Center for Endovascular and Exovascular Therapy,
2008).
radiosurgery is normally carried out after embolization (Hartmann et al., 2007). Angiographic
images of an AVM before and after embolization are shown in Figure 2.5.
For the planning of an intervention on an AVM, it is necessary to know its 3D geometry.
Knowledge of the 3D vessel geometry can be used for guidance during the intervention. Ad-
ditionally, it would be very helpful to reconstruct the flow in the vessel tree as it can indicate
which vessels feed the AVM (Schmitt et al., 2005).
For the assessment of an intervention it is beneficial to know how the flow division at the
carotid bifurcation changes due to the intervention. The AVM treatment changes the down-
stream resistance. This changes the flow division at the upstream bifurcations. Therefore, it
is interesting to monitor how the flow division changes. This could potentially be done by
angiographic means.
2.2 X-ray, angiography, and rotational angiography
X-rays were discovered by Ro¨ntgen in 1895. He discovered accidentally that this form of radiation
could penetrate opaque objects and cast ghostly images on a photographic plate. Soon x-rays
were used to diagnose broken bones. This is only possible because different materials have
different x-ray attenuation coefficients; for example bone has a higher attenuation than soft
tissue.
The current standard method for examining blood vessels is angiography. In 1927 Moniz
introduced cerebral angiography by opacification of the carotid artery in x-ray images with a
contrast agent (Leeds and Kieffer, 2000). After Seldinger (1953) introduced his catheterisation
method, angiography became widely used in clinical practice. In this method, a catheter is
brought into a feeding vessel of the tree or the segment which should be examined and contrast
agent is injected. Then, a sequence of x-ray images is recorded. As the contrast agent, for
example an iodine based solution, has a much higher attenuation than soft tissue or bone, it
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can be distinguished on the x-ray image. When a contrast agent is injected into a vessel, the
vessel lumen becomes visible on the x-ray image. In many cases an x-ray image without contrast
agent, called the mask image, is subtracted from the images with contrast agent. The resulting
images are called digitally subtracted angiographic (DSA) images. In a DSA image, it is easier
to examine blood vessels because they are not overlapped by other structures.
At the same time, the so-called c-arm – a new geometry for x-ray systems – was introduced.
It gets its name from its shape: the x-ray detector and the x-ray tube are connected by a c-
shaped arc. It can be moved around the patient to acquire x-ray images from different directions.
A c-arm system is used during most endovascular interventions today.
Since the 1970s angiographic images can be digitised and processed by computer, making
DSA possible (Ovitt et al., 1980). Since then, the automatic extraction of morphologic and
haemodynamic information about the vessel system has been a major goal of medical image
processing research.
In their original form, x-ray images only give 2D projective information. However, if x-
ray images of the vessel system are available from two or more orientations, it is possible to
reconstruct the 3D geometry of the vessel system. In early applications, the user exploited
biplane images to determine the 3D path of a vessel manually. This tedious procedure is no
longer necessary following the advent of rotational angiography.
For the acquisition of rotational angiography, a long contrast agent injection is given. When
the whole vessel tree is filled with contrast agent, the acquisition of x-ray images starts and
simultaneously the c-arm rotates around the patient. This gives the rotational angiographic
sequence. Under certain circumstances this sequence can be used to reconstruct a CT-like
volume dataset, the 3DRA dataset.
Rotational angiography was first described in the 1970s (Voigt et al., 1975), but it was
not until the late 1990s that it has become used in routine clinical practice. Several technical
problems had to be solved: The reconstruction requires distortion-free projection images and
precise knowledge of the trajectory of the c-arm, but the c-arm was not developed with these
requirements in mind. A calibration procedure to solve this problem and first clinical images were
presented by Koppe et al. (1995). Once these problems had been solved, rotational angiography
became a great success. Today, it is used to guide most aneurysm and AVM interventions.
2.3 Underlying physics and physiology
2.3.1 Physics of blood flow
Several great mathematicians and physicists made the current understanding of blood flow
possible: Newton introduced the concept of fluid viscosity; Euler established the equations of
inviscid fluid motion; Poiseuille’s equation describes flow in a capillary tube; Bernoulli’s equation
is used to determine velocities by means of pressure measurements; and finally the Navier-Stokes
equations give the general equations for fluid motion. Nevertheless, the understanding of blood
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flow is still incomplete (Nichols and O’Rouke, 2005).
Newton postulated that the shear stress between two layers of a fluid is proportional to the
velocity gradient. The constant of proportionality is the dynamic viscosity η. Fluids satisfying
this law, such as water, are called Newtonian fluids. Blood is a solution of solid particles (such as
red blood cells) in a fluid (the plasma). The plasma itself behaves like a Newtonian fluid, but in
contrast, the whole blood does not have a constant viscosity and therefore it is a non-Newtonian
fluid. The viscosity of blood depends on: the haematocrit (proportion of blood volume that is
occupied by red blood cells), the velocity of the blood, and the radius of the blood vessel (Ku,
1997). Nevertheless, it is often assumed that blood is a Newtonian fluid.
Poiseuille’s equation describes steady, incompressible, laminar flow in a straight tube of
infinite length and constant cross section (Hughes, 1979). The relationship between volumetric
flow rate Q, pressure drop along the tube ∂P/∂x and radius R is given by
Q =
piR4
8η
∂P
∂x
. (2.1)
It is important to note that volume flow rate depends on the fourth power of the radius. The
velocity v at a point in the tube depends on its distance r from the centre of the tube
v(r) =
(R2 − r2)
4η
∂P
∂x
. (2.2)
So, the velocity profile can be described as a parabola and the average velocity v across the tube
is
v =
R2
8η
∂P
∂x
=
Q
piR2
. (2.3)
Not all of the conditions for Poiseuille’s equation are fulfilled by the circulation of blood:
As the heart works like a pulsatile pump, the flow in the arteries near to the heart is not steady.
Furthermore, the flow in larger arteries is not always laminar. Whether the flow is laminar or
not, is determined by its Reynolds number,
Re =
vL
ν
, (2.4)
where ν = η/ρ is the kinematic viscosity, v is the mean velocity, and L is the characteristic
length (for a pipe L the diameter). It can be interpreted as the ratio of the inertial forces to
the viscous forces. If the Reynolds number is lower than 2000, the flow usually is laminar. The
Reynolds number in the brain is approximately 100, whereas the Reynolds number in the aorta
is approximately 1000. Physiological flow is mainly laminar, but flow in the aorta or after a
stenosis can be turbulent.
In addition to this, Poiseuille’s equation assumes that the tube is long compared to the
region of interest and the diameter, since the flow profile at the inlet is not fully developed, i. e.
not yet parabolic. The length after which the flow is fully developed is called inlet length LI
and it is given by (Nichols and O’Rouke, 2005)
LI =
2kvR2
ν
, (2.5)
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where k = 0.08 is a derived constant. In most blood vessels, the distances between bifurcations
are too small to fulfil this condition. For example, the inlet length at the right common carotid
artery can be calculated to be about 13 cm (assuming a radius of 4 mm and a mean flow velocity
of 20 cm/s), which is more than the length of the artery.
Finally, blood vessels are not straight tubes due to bifurcations, tortuous vessels, asymmetric
plaque, and tapering radii and compliance. Although blood flow does not fulfil all conditions
for Poiseuille’s equation, the model was still an important step in understanding blood flow
(Nichols and O’Rouke, 2005) and it can be used to get an approximate description of blood
flow.
An extension of Poiseuille’s equation for pulsatile flow was given by Womersley (1955). His
solution can be used to determine the flow profile for pulsatile flow in a straight tube from the
flow waveform. The shape of the profiles is determined by the Womersley number
Wo = R
√
ω
ν
, (2.6)
where R is the radius, ω is the angular frequency of the pulsatile signal and ν is the kinematic
viscosity. The Womersley number can be interpreted as the ratio of the unsteady, pulsatile
forces to the viscous forces. For larger arteries, the Womersley number takes values between 2
and 5.
Bernoulli’s equation, also called flow conservation equation, is based on the continuity
equation, which can be used to determine the impact of a changing cross sectional area on the
velocity. It states that for an incompressible fluid the product of velocity v and cross sectional
area A stays constant in a tube with changing cross sectional area
Q = v1A1 = v2A2. (2.7)
This can be used to evaluate the influence of a stenosis and it is a basic assumption for some
flow extraction algorithms which are explained later. Furthermore, it helps to understand why
the velocity of the blood decreases with the distance from the heart: because the total cross
sectional area of all vessels increases with the distance.
For a more general description of flowing fluids, the Navier-Stoke equations can be used.
These are a set of non-linear partial differential equations which combine the mass conservation
equation and the momentum conservation equation. They are valid for all fluids, but only for
simple cases can an analytic solution be found. Blood flow can be modelled mathematically
using the time-dependent Navier-Stokes equations for incompressible fluids (Xu, 2001):
∇ · v = 0, (2.8)
ρ
[
∂v
∂t
+ v · ∇v
]
= −∇P +∇ · (η∇v), (2.9)
where ρ is the density, v is the velocity, η is the viscosity of the fluid, and ∇P is the pressure
gradient.
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However, as blood flow is non-Newtonian, pulsatile, and determined by a complex geometry,
the Navier-Stokes equations cannot be solved analytically. Nevertheless, it is possible to obtain
approximate numerical solutions, which is the subject matter of the field of computational fluid
dynamics (CFD).
The strategy of CFD is to replace the continuous problem domain with a discrete domain
using a grid. The governing equations are then solved for relevant flow variables at the grid
points in an iterative way. In the case of blood flow through an artery, the relevant flow variables
are blood velocity, blood pressure and wall shear stress.
The first CFD studies used artificial models of blood vessels, which idealised the patient
geometry (Perktold and Peter, 1990; Lou and Yang, 1991). The next generation of CFD studies
worked on post-mortem casts of blood vessels (Perktold et al., 1998). As it is not possible to
study patient-specific haemodynamics using a general geometrical model, more recent studies
have extracted the patient-specific geometry from medical images. In most cases the geometry
is extracted from magnetic resonance imaging (Zhao et al., 2000; Redaelli et al., 2002; Ford
et al., 2005), but three dimensional rotational angiography (Hassan et al., 2003; Steinman et al.,
2003), computer tomography(Groden et al., 2001) and ultrasound (Glor et al., 2004) may also
be used for this purpose.
With a CFD simulation even complex vascular structures can be modelled. Examples
are the following: healthy carotid bifurcations with the characteristic widening at the Internal
Carotid artery (Delfino et al., 1997; Xu, 2001; Redaelli et al., 2002), stenosed carotid bifurcations
(Steinman et al., 2000; Marshall et al., 2004), the circle of Willis (Cebral et al., 2003; Moore
et al., 2005), all major arteries of the cerebral vasculature (Manos et al., 2008), different types of
cerebral aneurysms (Hassan et al., 2003; Steinman et al., 2003; Ford et al., 2005; Cebral et al.,
2005), and arteriovenous malformations (Orlowski et al., 2008).
Even if the geometry is realistic and patient specific, many generalising or simplifying
assumptions must be made to make CFD simulations computationally feasible. For almost
every simulation, it is assumed that the flow is homogeneous, incompressible and Newtonian,
although blood flow is definitely non-Newtonian. Other issues are pulsatility, elastic vessel walls
(Zhao et al., 2000; Cebral et al., 2002), and the accurate determination of the inlet flow. In
many cases the inlet flow was determined from a sex-and age-matched volunteer (Steinman
et al., 2003; Castro et al., 2006). A patient-specific inlet flow can be determined using phase
contrast MR (Xu, 2001; Cebral et al., 2002) or US (Zhao et al., 2000; Hassan et al., 2003).
As there is no gold standard to measure complex flow fields in a high resolution, it is
difficult to validate the results of a CFD simulation. Ford et al. (2005) have introduced a CFD
system that generates a sequence of virtual angiographic images, which can be compared to the
angiography of the patient for validation purpose.
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2.3.2 Physics of contrast agent transport
Besides the physics of blood flow, the physics of contrast agent transport are of interest in
the context of this thesis. The transport of the contrast agent by the blood is determined by
two phenomena: convection and diffusion. Convection is the active transport of contrast agent
due to the movement of the blood and diffusion is the passive transport due to concentration
differences.
In most cases, the transport of a soluble substance in a moving medium can be described
by the convection-diffusion equation (Cebral et al., 2003)
∂C
∂t
+ v∇C = d∇2C, (2.10)
where C is the concentration, v the velocity and d the diffusivity constant. This assumes that
the molecular diffusion coefficient is independent of the concentration, that the density difference
between both fluids is negligible and that there are no chemical reactions between both fluids.
The convection-diffusion equation can also be solved numerically. The solution of the con-
vection diffusion equation depends on the underlying flow. Ideally, this would involve the si-
multaneous, but computationally expensive solution of the coupled Navier-Stokes and transport
equations. Ford et al. (2005) assumed passive scalar transport to decouple the solution of con-
trast agent transport from that of the blood flow as follows: first a solution for the blood flow
is determined and used as input for the solution of the contrast agent transport problem.
For laminar, axially symmetric flow in a tube, the concentration C(r, l, t) of the solute
can be described as a function of longitudinal distance l, radial distance r and time t. The
convection-diffusion equation is then (Aris, 1960)
∂C(r, l, t)
∂t
= d ·
(
∂2C(r, l, t)
∂r2
+
1
r
· ∂C(r, l, t)
∂r
+
∂2C(r, l, t)
∂l2
)
− v(r)∂C(r, l, t)
∂l
(2.11)
with the boundary conditions
∂C(0, l, t)
∂r
=
∂C(R, l, t)
∂r
= 0, (2.12)
C(r, l, 0) = C0(r, l), (2.13)
where v(r) is the velocity, d is the molecular diffusion coefficient, R is the radius of the vessel, and
C0(r, l) is the initial distribution of contrast agent. The first and second term of the right-hand
side of Equation 2.11 describe radial diffusion, the third term describes longitudinal diffusion
and the last term describes longitudinal convection.
In the field of chemical engineering, many approaches were proposed to solve Equation 2.11.
In these approaches usually, the longitudinal distribution of the concentration averaged over the
cross section for a given point in time is determined. In particular earlier solutions considered
special cases by making assumptions about the underlying flow, the Peclet number or the point
in time. The Peclet number
Pe =
R · v
d
(2.14)
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relates the rate of convection of a flow to its rate of diffusion. The point in time is characterised
by the dimensionless time
τ =
d · t
R2
. (2.15)
Ekambara and Joshi (2004) give an overview over many different approaches and state for which
range of Pe and τ these are valid and which additional assumptions were made.
Taylor (1953) was the first to give a solution of the transport of a soluble substance intro-
duced into a fluid flowing in a small tube. For his analytical solution, he assumed that the flow is
steady, parabolic and laminar, that longitudinal diffusion is negligible, and that a specific initial
distribution of the concentrations is given. He gave a solution for the mean concentration over
the cross section, first for convection only and then for convection and diffusion. His solution
can be applied for Pe > 500 and τ > 0.5. Aris (1960) extended the work of Taylor to pulsatile
flow, he included longitudinal diffusion and he extended the applicability range to Pe > 100 and
τ > 0.2.
Bailey and Gogarty (1962) further developed a numerical method to solve the equation by
superimposing convective and diffusive effects alternately. They first solved the convection part
by shifting the concentration values and then they applied radial diffusion. Their approach can
be used for arbitrary initial values of C0 and it was validated for Pe > 600 and τ > 0.1. Takahashi
et al. (1990) extended the work of Bailey and Gogarty: They implemented longitudinal and radial
diffusion and they showed that their approach is valid at all points in time and for arbitrary
Peclet numbers.
In the scope of this thesis, the distribution of the contrast agent concentrations has to be
simulated for many points in time (for each frame). Therefore, a numerical method would be
more applicable than an analytical solution. For the application of contrast agent transport in
a blood vessel the Peclet number is in the order of 104 (assuming D ≈ 10−7 m2/s, R ≈ 10−3 m,
v ≈ 1 m/s) and the dimensionless time is in the order of 10−2 (assuming t ≈ 1 s). Therefore, the
Peclet number would allow the application of all mentioned approaches. Whereas, the point in
time prohibits the application of the analytical solutions of Taylor (1953) and Aris (1960). For
the numerical approaches, Takahashi et al. (1990) state the following: If a numerical method is
valid for τ = τ0, it must be valid for τ < τ0 because of its iterative property. Therefore both
numerical methods should be applicable. Overall, I conclude that a numerical approach should
be used for the work of this thesis.
2.3.3 Influence of the injection on the blood flow
In general, the contrast agent injection can have the following effects on the blood flow (Schro¨der
et al., 1981; Morris et al., 1982; Stoeter et al., 1984; Schalij et al., 1994): First of all, the injection
increases the total volumetric flow rate at the injection site. This effect only takes place during
the injection and it will be called the ‘direct effect’ from now on. Secondly, the higher viscosity
of the contrast agent (compared to blood) can increase the vascular resistance downstream and
therefore decrease the volumetric blood flow rate. The viscosity effect will be apparent for a few
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heart cycles until most of the contrast agent is washed out again. Thirdly, the contrast agent
can act as a vasodilator. This means that the diameter of the downstream vessels increases
and therefore the resistance decreases and the volumetric blood flow rate increases. This is the
pharmacological effect and it takes place over a longer time scale.
The description of the intensity and the timescale of these effects vary substantially within
the literature. The reason for this probably is that they depend on the duration and volumetric
flow rate of the injected contrast agent and on the chosen contrast agent. The most important
differences between contrast agents seem to be the osmolality (Hilal, 1966; Alme´n, 1987) and the
viscosity (Pugh, 1996). An overview of different iodine-based contrast agents and their osmolality
and viscosity is given in Table 2.1. Furthermore, the effects could vary between humans and
animals, between healthy and diseased vessels (Zwaan et al., 1999), and for different organs.
Early studies deployed ionic contrast agents: Kagstrom et al. (1958) used Diatrizoate for
their study and they reported that blood flow remained elevated for 15 min after the injection.
Hilal (1966) conclude that the increase is caused by vasodilatation due to the high osmolality of
their contrast agent. Huber and Handa (1967) showed that the downstream vessels dilate after
injection of contrast agent. As the vasodilatation can cause pain for the patient (Kallehauge and
Praestholm, 1982), substantial effort was made to create non-ionic and low osmolality contrast
agents.
Alme´n (1987) compared contrast agents of different osmolality on dogs. They concluded
that less hypertonic contrast agents, created a lesser and shorter increase in blood flow. However,
they also showed that this is not the only factor for the pharmacological effect as two contrast
agents with the same osmolality, had different effects. Diatrizoate had the greatest and longest
effect: In the first 30 s after the injection, the blood flow was increased by 132% ± 40%,
after 1 min and 3 min it was still increased by 20% ± 24% and 18% ± 18%, respectively.
Metrizamide had the smallest and shortest effect: In the first 30 s after the injection, the blood
flow was increased by 25% ± 16%, after 1 min and 3 min it was only increased by 6% ± 10%
and 1% ± 7%, respectively.
Stoeter et al. (1984) conducted a study with 55 patients with cerebrovascular disease in-
jecting the ionic but low osmolality contrast agent Ioxaglate and saline solution. They report
a threefold response: during the Ioxaglate injection the flow is increased or even turbulent,
followed by 3-8 s of depressed flow and then by 10-15 s of increased flow. Saline solution was
injected at different rates (1 ml/s up to 10 ml/s). The results show an immediate increase of the
flow rate which depends on the flow rate of the injection. For the injection of saline solution,
the flow rate always returned to the baseline value within a few seconds.
Pugh et al. (1992) analysed the reaction of 15 patients towards Iodixanol, which is a contrast
agent which can be made isotonic. Although the contrast agent has the same osmolality as blood,
still an increase of blood flow at 5 to 30 s after the injection was reported.
Contrary results were presented by Zwaan et al. (1999). They analysed the influence of
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Official name Product name Iodine Osmolality Viscosity
concentration @ 37◦ @ 37◦
[mg/ml] [mOsm/kg H2O] [mPa s]
Ionic, high osmolality:
Diatrizoate Angiografin, Hypaque, 300 1500 5.2
Urografin, Renografin
Ionic, low osmolality:
Ioxaglate Hexabrix 320 600 7.5
Non-ionic, low osmolality:
Metrizamide Amipaque 170-300 300-484 Not known
Iopamidol Niopam, Solutrast, 250-370 524-796 3.0-9.4
Iopamiro
Iopromide Ultravist 150-370 330-770 1.5-10.0
Iohexol Omnipaque 140-350 322-844 1.5-10.4
Non-ionic, isotonic:
Iodixanol Visipaque 270-320 290 6.3-11.8
Iotrolan Isovist 240-300 270-290 3.9-8.5
For comparison:
Blood 280 2.3 - 3.0
Table 2.1: Osmolality and viscosity of different contrast agents (mainly obtained from Kipshidze
et al. (2007))
different contrast agents with low osmolality on 55 patients with peripheral arterial occlusive
disease. Like most others, they report an increase of flow during the time of injection, but in
contrast to most other studies, they report a reduction in blood flow for about one minute after
the injection of Iopromide or Iopamidol. They speculate that diseased endothelial cells might be
the reason for vasoconstrictive instead of vasodilating effects. They also report that the blood
flow remained unchanged after the injection of Iodixanol and state that this is probably due to
its isotonic nature.
Several studies concentrated on the viscosity effect. Morris et al. (1982) injected saline
solution of different viscosity. They showed that the magnitude and duration of the decrease
depend on the viscosity of the injection and they conclude that the resistance increases when the
viscous media reaches the microcirculation. Padayachee et al. (1983) reported that ionic contrast
agents with a viscosity only slightly higher than blood produce little or no decrease. Nauert
et al. (1989) reported Iotrolan (high viscosity) produces a significantly higher initial decrease
than Diatrizoate (low viscosity). When Diatrizoate was mixed with gelatine to increase viscosity,
similar results as with Iotrolan were observed. The duration of the viscosity effect is difficult
to analyse: it starts when the contrast agent reaches the microcirculation but until the end of
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injection it is outweighed by the direct effect; it ends when the contrast agent has been washed
out but after 8 s to 12 s after the start of injection it is outweighed by the pharmacological
effect.
Few studies concentrated on the direct effect of the injection. In these studies, arterial
blood is injected to avoid effects of different osmolality and different viscosity. Levin et al.
(1977) injected heparinised blood at a rate much higher than the blood flow to analyse only the
direct effect of the injection. They reported a significant increase of blood flow which sustained
throughout the duration of the injection. They also suggest that the magnitude of the increase
is directly related to the injection rate. Wolf et al. (1978) reported that the relation between
injection rate and flow increase is non-linear. Jacobson et al. (1981) also analysed the direct
effect. They injected arterial blood at a flow rate below, equal, and above the rate of blood
flow. From their graphs it can be read how the blood flow is changed by the injection: The
average control blood flow rate was approximately 4 ml/s. At an injection of 2 ml/s, 4 ml/s,
6 ml/s, and 8 ml/s the flow in the artery increased by 18%, 29%, 33%, and 40% respectively.
This corresponds to 36%, 29%, 22%, and 20% of the flow rate of the injection.
In the work of this thesis, the flow is quantified from observations made during the time of
injection. Therefore, the effects which take place during the time of injection are most important,
but in addition to that, the pharmacological effect of previous contrast agent injections has to
be considered. From the results presented in literature, I conclude that the pharmacological
effects can be neglected if a contrast agent of low osmolality is used and if the time since the
last injection is at least 3 min. The effects of viscosity can be neglected, if a contrast agent of
low viscosity is used or observations are made within few seconds after the start of the injection.
Unfortunately, the contrast agents with low osmolality have a high viscosity. The osmolality
and viscosity increase with the iodine concentration. Therefore, a contrast agent with low to
medium iodine concentration should be used to minimise both the pharmacological and the
viscosity effect, although the lower concentration might reduce image quality. For example,
Isovist 240 (3.9 mPa s, 270 mOsm/kg H2O) or Ultravist 240 (2.8 mPa s, 480 mOsm/kg H2O)
have a similar osmolality and viscosity as blood. The direct effects of the contrast agent injection
cannot be neglected if observations are made during the time of injection. These will be discussed
further throughout this thesis.
2.4 Measuring cerebral blood flow
During the last century many methods and devices to determine blood flow have been proposed.
Ideally, a method to measure blood flow should be non-invasive. Less ideally, the method
is minimally invasive. This is the case if, for example, a catheter has to be introduced or
continuous blood samples have to be taken. Still less ideally, blood vessels are exposed and a
measuring device is put around them. Even less ideally, exposed blood vessels are cut and the
volume of the haemorrhage is measured. Unfortunately, the more invasive techniques tend to
be more accurate (Wyatt, 1984; Colchester et al., 1986).
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This thesis is concerned with blood flow measurements during an endovascular intervention.
Therefore, it is acceptable if the method is minimally invasive, meaning that a catheter has to
be introduced. In the following, different methods are described. A special emphasis is put on
the question of whether the method is applicable in the brain and whether it is applicable during
an endovascular intervention.
2.4.1 Fick’s principle
The first blood flow measurements were based on Fick’s principle. Fick (1870) postulated that
the uptake of a marker substance by an organ per unit of time must be equal to the blood flow
through that organ multiplied by the difference of its arterial and venous concentration. More
generally, Fick’s principle is expressed as
V (t) = Qa(t) · Ca(t)−Qv(t) · Cv(t), (2.16)
where V (t) is the volume uptake rate, Qa(t) and Qv(t) are the arterial and venous blood flow
rate, and Ca(t) and Cv(t) are the arterial and the venous concentration of the marker substance.
If one assumes that the arterial blood flow is the same as the venous blood flow
Qv(t) = Qa(t) = Q(t) (2.17)
then the principle can be used to determine blood flow by
Q(t) =
V (t)
Ca(t)− Cv(t) . (2.18)
Fick applied his principle to estimate the cardiac output and his marker substance was
oxygen. The uptake of oxygen should be estimated from the breathing of the subject. He had
no apparatus to actually measure the required variables. He used values from literature to
compute that the cardiac output is 77ml per heart beat. Grehant and Quiniquand (1886) made
the first experimental test of Fick’s method.
Kety and Schmidt (1945) were the first to apply Fick’s principle to measure cerebral blood
flow. An illustration of their setup is given in Figure 2.6. They used nitrous oxide (N2O) as a
marker substance and Fick’s principle integrated over time
Q =
M(T )∫ T
0
(Ca(t)− Cv(t))dt
, (2.19)
where M(T ) is the quantity of N2O taken up by the brain in the time T since the beginning of the
application of the marker substance. The denominator in Equation 2.19 can be measured from
arterial and venous blood samples; the numerator cannot be determined directly in humans.
Kety and Schmidt assumed that after sufficient time, an equilibrium will be established between
the brain and the venous blood. The cerebral blood flow per unit weight of the brain (CBF) is
then given by
CBF =
s · Cv(T )∫ T
0
(Ca(t)− Cv(t))dt
, (2.20)
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Figure 2.6: Illustration of setup from Kety and Schmidt (1945) for measuring cerebral blood
flow according to Fick’s principle.
where s represents a partition coefficient which is close to 1. Although this method cannot
provide the total flow for a specific artery, it was still an important development and it is the
basis for first pass distribution methods which will be explained in the section about angiographic
flow measurements (Section 2.6).
Fritts and Cournand (1958) evaluated the accuracy of Fick’s method. They observed the
following limitations: In general, the venous blood flow does not equal the arterial blood flow
due to the compliance of the blood vessels; concentrations cannot be measured instantaneously;
the uptake of oxygen on the capillary level does not have to equal the measured uptake at the
mouth, as the lung can act as an oxygen reservoir.
2.4.2 Indicator dilution
Stewart (1893) introduced the idea of indicator dilution. He proposed to inject saline solution
to alter the electrical conductivity of blood. This alteration will travel with the blood and
the arrival can be detected with a galvanometer. The transit time could be measured with a
stopwatch. Hamilton et al. (1928) extended this method. They continuously took samples of
the blood so that they could determine the temporal variation of the indicator concentration,
which when plotted form a so-called dilution curve. From this, they could determine the cardiac
output.
Meier and Zierler (1954) described the theory and assumptions of the indicator solution.
When the indicator is introduced it mixes with the blood. If the blood flow is high, it mixes
with a large amount of blood and the resulting concentration is low. If it can be assumed that
each particle of the indicator passes the recording site exactly once, the total injected amount
M must equal the amount which passes by at the recording site:
M =
∫ ∞
0
c(t)Q(t)dt. (2.21)
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To determine the flow, it has to be assumed that the flow is steady
Q =
M∫∞
0
c(t)dt
. (2.22)
This means that the indicator dilution theory is actually not valid for pulsatile blood flow.
Doriot et al. (1997) showed that it is also not valid if the indicator diffuses in the blood.
Nevertheless, indicator dilution has played an important role in the cardiovascular field and
many people still believe that it is an adequate way to measure blood flow. Several derivations
of the technique have been proposed, like the thermodilution technique or the angiographic
dilution technique.
In the angiographic dilution technique, an iodine-based contrast agent is injected and then a
sequence of x-ray images is acquired. The dilution curve is determined from the x-ray images. In
general, the x-ray images only give relative information about the contrast agent concentration.
If absolute flow should be measured, an accurate attenuation calibration of the x-ray system is
required.
The angiographic dilution technique has an even weaker theoretical basis than the standard
indicator dilution theory: Doriot et al. (1997) conclude in their theoretical analysis that the
indicator dilution theory is not applicable for angiographic techniques because of the way the
contrast agent concentrations are averaged over the cross section. This technique also belongs
to the group of angiographic methods to determine blood flow. However, as its limitations are
already described here, it will not be considered further in the section on angiographic flow
measurements.
2.4.3 Electromagnetic flow meters
The electromagnetic flow meter (EMF) is based on the phenomenon of electromagnetic induction
discovered by Faraday (1832). When a charged particle moves in a magnetic field, an electric
field is induced. Williams (1930) realized that this phenomenon could be used to measure
velocities in a pipe. Fabre (1932) was the first to propose that electromagnetic induction could
be used to measure blood flow. He described a measurement device, but did not present any
evidence that he actually built the device.
If a magnetic field B is established around the blood vessel, a magnetic force FM is applied
to the ions in the blood:
FM = e · v ·B, (2.23)
where e is the electric charge and v is the velocity of the ion. The positive and negative ions are
separated and an electric field with voltage UH is induced. The electric field applies an opposing
force FE to the ions:
FE =
e · UH
d
, (2.24)
where d is the diameter of the vessel. The equilibrium voltage, known as the Hall voltage UH ,
depends on the velocity of the ions and can be used to determine the velocity which is given by
v =
UH
B · d . (2.25)
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(a) Scheme of electromagnetic flow me-
ter.
(b) Exposed artery with electromag-
netic flow meter.
Figure 2.7: Illustrations of electromagnetic flow meter from Kolin et al. (1957).
Kolin (1936) built the first EMF for blood flow measurements and demonstrated the linear
relationship between the volumetric flow rate and the Hall voltage. He applied the method to
measure flow in the carotid artery of a dog. An illustration of his device is shown in Figure 2.7.
Many practical issues associated with creating the magnetic field around the artery and mea-
suring the Hall voltage had to be solved, but today the method is very accurate and has a good
temporal resolution. Concerning the accuracy Wyatt (1968) reported the following: When prop-
erly calibrated, the EMF can be 2% accurate. Two manufacturers offer pre-calibrated devices
with an accuracy of 10%. Partial breakdown of the insulation can lead to serious errors in the
EMF measurements.
Unfortunately however, it is too invasive to be widely used in clinical practice. In particular,
as the device must be put around the vessel, it cannot be used during endovascular interventions
but only during open surgery. Because of its accuracy and its good temporal resolution, it is
often used to determine the ground truth during experiments with phantoms.
2.4.4 Ultrasound
Ultrasound imaging uses reflected sound waves to image tissue structures in a patient. The sound
wave is produced by the transducer and transmitted into the body. It is partially reflected at
boundaries between different tissues when these tissues have different acoustical impedance.
Some of these reflections return to the transducer and can be used to form an image. In B-mode
ultrasound, a linear array of transducers simultaneously scans a plane through the body that
can be viewed as a two-dimensional image on screen. This will be called grey-scale imaging in
the following.
Measuring blood flow velocities with ultrasound became feasible when Satomura et al.
(1960) suggested that the Doppler effect could be used. If the ultrasound wave is reflected from
a particle, like a red blood cell, which is moving with the blood, the frequency of the reflected
ultrasound wave changes. This change, the so-called Doppler shift, can be used to determine
the velocity of the blood.
The ultrasound transducer emits an ultrasound wave with the emission frequency fE,T .
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(a) Doppler spectral waveform. (b) Colour Doppler Image.
Figure 2.8: Flow analysis based on the Doppler effect.
The wave hits a blood particle, which is moving relatively to the transducer with a speed vB
and the velocity component in direction of the ultrasound beam is vB · cos(α). If the particle is
moving away from the transducer, the wave is received with a smaller frequency fR,B < fE,T
by the blood particle and reflected with the same frequency fE,B = fR,B . It is received by the
ultrasound transducer with the frequency fR,T < fE,B . The Doppler frequency fD is given by
fD = fE,T − fR,T = 2fE vB
c
cos(α), (2.26)
where c is the speed of sound in the medium. The velocity of the blood particle can be determined
by rearranging Equation 2.26 to give:
vB =
fDc
2fE cos(α)
. (2.27)
The Doppler frequency can be measured. The determination of the insonation angle α, however,
is more difficult, as it will be discussed in the following. If the ultrasound transducer emits
perpendicular to the vessel, the shift is reduced to zero and no measurements are possible.
The blood flow velocity varies within the blood vessel. Therefore, the Doppler signal is
a combination of signals with different frequencies. A spectral analysis is used to recover the
different velocities. The velocities also vary during the cardiac cycle. The Doppler spectral
waveform represents both variations. An example is given in Figure 2.8(a).
The Doppler velocity measurements can be combined with grey-scale imaging of the blood
vessel. This is called Duplex ultrasound. A further advance is Colour Doppler imaging. It
combines grey-scale imaging with a two dimensional mapping of flow information. Stationary
structures are assigned a grey value, whereas moving structures are assigned a colour value
according to the velocity and orientation detected by the Doppler. Typically, red indicates
motion in one direction, whereas blue indicates motion in the opposite direction. The magnitude
of the velocity is indicated by the saturation of the colour. The range has to be selected by
the user. Overall the blood flow acts as a contrast agent and it improves the imaging of blood
vessels. An example image is shown in Figure 2.8(b).
Planiol and Pourcelot (1973) reported first blood flow measurements in the carotid arter-
ies with ultrasound. Since then, ultrasound is increasingly used to examine the extracranial
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carotids, particularly to examine stenoses in the proximal internal carotid. The different types
of ultrasound examinations are applicable in different situations (Carroll, 1991): Grey-scale
imaging provides more accurate quantification of low-grade stenoses and it can also be used
for plaque characterisation. Doppler spectral analysis provides more accurate information for
high-grade occlusive stenoses. The better the agreement between both assessments, the more
reliable is the diagnosis. Colour Doppler can explain discrepancies between both assessments
and it is the best way to find the point of maximal stenosis (Polak et al., 1989). At a more
recent consensus conference it was concluded that for the quantification of a carotid stenosis all
three examinations should be conducted (Grant et al., 2003).
The application of ultrasound in the brain is largely limited by the skull because the bones of
the skull block the transmission of ultrasound. However, regions with thinner walls or small gaps
– so-called insonation windows – can be used for transcranial ultrasound. The first transcranial
Doppler (TCD) measurement was reported in 1982, when the blood flow velocities in the middle
cerebral artery were measured through a window in the temporal area (Aaslid et al., 1982).
Today many of the larger cerebral vessels can be examined with TCD, including the circle of
Willis and the vertebral and basilar arteries. The main limitation of TCD is the sonographer’s
inability to determine the insonation angle. In clinical practice, the insonation angle is assumed
to be relatively small so that the introduced error should be small. However, errors up to 50%
in the velocity measurement have been reported (Krejza et al., 2001).
Transcranial colour Doppler (TCCD) allows outlining and visualization of the vessel. This
allows reliable identification of the insonated vessel and measurement of the insonation angle.
Then, the angle corrected velocity can be determined (Baumgartner et al., 1994; Seidel et al.,
1995). The intra-observer variability of this method was reported to be between 5% and 13%
(Baumgartner et al., 1994).
Measuring blood flow velocities with ultrasound is a non-invasive, bedside method. It has
very small risk and side effects for the patient and it is relatively inexpensive. Disadvantages
of ultrasound are the limited spatial resolution of the ultrasound images and for transcranial
measurements the drop-out rate because of insufficient acoustic bone window in 20% of the
patients (Seidel et al., 1995). Further problems are various artefacts, which might lead to
a misinterpretation (Hedrick et al., 2004), a lack of standardized procedures (Grant et al.,
2003), and substantial variability in equipment from machine to machine, from manufacturer
to manufacturer and between older and newer equipment (Grant et al., 2003). Although blood
flow velocities can be determined quite accurately, the determination of the volumetric blood
flow rate is more problematic because an accurate diameter estimation is required.
During our clinical study, we used TCCD measurements for comparison. Although TCCD
measurements can be obtained during an intervention, this proved to be tedious. It was very
difficult to have the sonographer present during the intervention: in several cases it was impos-
sible and in other cases the measurements had to be done 30 min before the intervention. Also a
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considerable amount of user interaction was required to determine quantitative flow information
from the ultrasound images. Additionally, repeated measurements on the same patient gave
30% difference in the resulting volumetric mean flow rate. The reason for this was probably the
lack of precision of the diameter estimation.
2.4.5 Magnetic resonance angiography
It was known long before the advent of magnetic resonance imaging (MRI) that flow can change
the MR signal. Suryan (1951) noted a variation of the MR signal with the velocity of a fluid.
From the start of MR imaging, it was noted that blood flow produces artefacts in MR images:
for example, fast moving flow produces a signal void. These artefacts can be used to image
blood vessels (MR angiography) or to quantify blood flow. Two main techniques are possible:
time of flight (TOF) MRI and phase contrast (PC) MRI.
The first in vivo flow measurements using MRI were done by Singer (1978) using the TOF
technique. For the TOF technique, a thin slice perpendicular to the blood flow direction is
subjected to excitation pulses. The signal of the spins decreases with an increasing number of
excitation pulses until a saturation level is reached. The contrast in the image is based on the
saturation of stationary tissue and fully magnetised spins in the flowing blood. More details
on flow measurements with the TOF technique are given by Smith (1990). Today TOF-MRI is
mainly used for vessel imaging.
In 1988 the foundations of the current method for measuring blood flow with MRI were
laid: Walker et al. (1988) proposed to use PC MR angiography. The PC technique is based on
a phase shift in the signal between stationary tissue and moving tissue. In normal images this
can be seen as artefact. The phase shift is proportional to the blood velocity and it depends
on the applied field gradients. To determine the phase shift, two measurements are taken: a
reference measurement and a flow encoded measurement. Unfortunately, only one component
of the velocity vector can be determined with one measurement. By acquiring flow encoded
measurements in three orthogonal directions, a complex 3D flow field can be determined. The
signal directly represents the velocity of the blood flow.
Non-invasive volumetric blood flow measurements are possible with PC-MR, but there are
still some problems: PC methods are sensitive to a user specified range of velocities. The user
chooses a velocity encoding value (venc) taking into account the expected value of the peak
systolic velocity. Blood velocities higher than venc will cause a phase wrapping and might
be misinterpreted in the image. However, the higher venc is chosen the lower is the signal
to noise ratio (Marshall et al., 2004), which is a problem for low velocities during diastole.
Misalignment between the true direction of flow and the direction of flow encoding introduces
errors in the flow measurements (Mostbeck et al., 1992). Partial volume effects introduce errors
for flow measurements in smaller vessels (Mostbeck et al., 1992). One normal flow measurement
using this technique takes about 5 min (Marshall et al., 2004). Complex 4D visualisations are
possible (Frydrychowicz et al., 2007), but the long acquisition time and the required motion
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control still pose a problem for the clinical routine. PC-MR is used increasingly for diagnosis,
but it is rarely used to guide interventions as interventional MRI is not yet widespread. It is
questionable whether it might replace the x-ray guidance during endovascular interventions and
it will certainly take a long time until it will be available at smaller clinical sites.
2.4.6 X-ray angiography
The measurement of blood flow using x-ray angiography will be explained in detail in Section 2.6.
Measuring blood flow with angiographic images is minimally invasive. The main disadvantage
is the radiation exposure during the examination. Therefore, angiographic sequences should
be used for the flow estimation, which are acquired anyway during an intervention. Its main
advantage is that angiographic systems are readily available in intervention rooms and that
it is used during all cerebrovascular interventions. Additionally, it has a superior spatial and
temporal resolution and signal-to-noise ratio compared to other image modalities(Shpilfoygel
et al., 2000). Nevertheless, no method for quantifying blood flow based on angiographic images
has been established in the clinical routine yet.
2.5 Extraction of morphological information from angio-
graphic images
The main goal of this thesis is to develop a method for the quantification of blood flow from
rotational angiography. As most algorithms for blood flow quantification from angiographic
images, including the one which is proposed in this thesis, assume that the vessel geometry is
known, methods for the extraction of morphological information are reviewed in this section.
Since the introduction of digital medical images, researchers have been interested in obtain-
ing representations of the vessel geometry from these images. Kirbas and Quek (2004) presented
a comprehensive review of vessel extraction methods that are currently available concluding that
there is no generic method that fits all tasks. Which method is suitable depends on the image
modality and the required output. Here, I will concentrate on methods for angiographic images
and on the question of how 3D information can be determined from projection images.
The geometry of a blood vessel can basically be described in two different ways: either by a
voxel- or surface-based representation of its lumen or by its centreline and either radius or cross-
sectional area (CSA). To determine volume blood flow from the blood velocity, the knowledge
of CSA or the radius is required and to establish an analytic representation of the vessel tree,
the knowledge of the centreline is helpful. Thus, for the purpose of flow extraction, this review
is focused on the centreline-radius representation.
Most methods to extract the vessel centreline and radius were developed in the field of
quantitative coronary angiography (QCA). The goal of a QCA system is to assess the severity
of a coronary artery stenosis. Brown et al. (1977) presented the first QCA system. It was
followed by the QCA system from Reiber et al. (1978). The components of these systems
and many similar systems will be discussed below. Although most of the methods presented
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here, were intended for the evaluation of coronary arteries, they are also applicable for cerebral
arteries.
2.5.1 Centreline
The definition of the term centreline is problematic. In particular at a bifurcation or at a non-
elliptical vessel the centreline is not well defined. Brown et al. (1977) gives one possibility for the
definition of a centreline determined from angiographic images: The centreline is mathematically
defined such that its perpendicular at any point intersects both vessel edges at equal distance
from itself . There are different approaches to determine it:
• manually by the user (Brown et al., 1977; Reiber et al., 1978; Kooijman et al., 1982;
Hawkes et al., 1985; Selzer et al., 1989; Fleagle et al., 1989; Bu¨chi et al., 1990; Movassaghi
et al., 2004);
• automatically, in a clearly defined region of interest (Spears et al., 1983; LeFree et al.,
1985; Wankling et al., 1990);
• automatically from a given start point and possibly several end points (Hoffmann et al.,
1986; Eichel et al., 1988; Sun, 1989; Alperin et al., 1989; Haris et al., 1999);
• fully automatically (Nguyen and Sklansky, 1986; Guo and Richardson, 1998).
In the method of Brown et al. (1977), the user had to trace the borders of the vessel and then
the centreline was computed according to the definition above. This is the system which required
most user interaction. In the system from Kooijman et al. (1982), points on the centreline were
selected manually. Then, the complete centreline was determined by interpolation. Particularly
for tortuous vessels, where the distance between subsequent points must be small, this could
still be a tedious procedure. Additionally, the results might not be reproducible. A method
to improve the reproducibility is to recompute the centreline after the border detection (Selzer
et al., 1989).
In the system from Spears et al. (1983), the user had to define a small rectangular region of
interest around a small vessel segment. Then, the vessel edge points were determined automat-
ically and the centreline was computed according to the definition above. In the method from
LeFree et al. (1985), the user had to select a circular region which had to be centred around the
lesion. Then, circular profiles of decreasing radius were used to determine the angular position
of the centreline. In the approach from Wankling et al. (1990), a rectangular region of interest
had to be given and the vessel segment was rotated such that its long axis is horizontal. The
centreline was determined by connection of the pixels with maximum intensity of each column.
The main limitation of methods in this category is that they are normally restricted to quite
small regions of interest.
One possibility to determine the centreline between two given points is to use an iterative
tracking algorithm. Such tracking algorithms typically find the path of maximum intensity in
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an image or they are based on continuity constraints of vessel position, curvature, diameter or
image intensity.
Hoffmann et al. (1986) developed the “double-square-box region-of-search” method: the
perimeter of a box around the current point is searched for the maximum value. If the direction
deviates by less than 25◦ from the current direction, the point is selected as the next centreline
point. Otherwise, the procedure is repeated for a smaller box.
Eichel et al. (1988) proposed a method called sequential edge linking. As input, the start
point and the initial direction are provided. All potential paths are associated with a metric
value (based on the probability of whether each element of the path is an edge element) and
were stored in a stack data structure. In each step of the method, the best path was removed
and extended in three possible ways. The metrics of the descendent paths were calculated and
they were inserted into the stack according to the value of the metric. The main limitation of
this method was that it was computationally expensive. This should be less of a problem today.
General problems with tracking algorithms are as follows: The tracking might stop too early
(for example at a stenosis); or the tracking might cross over to another vessel; or the tracking
might leak into an area without any vessels. Sun (1989) tried to improve tracking by exploiting
spatial continuity of the vessels centreline, orientation, diameter and density. The radius and
orientation of the current centreline point is used to extrapolate the vessel centreline. In the
‘look-ahead’ distance, which corresponds to the current radius, a density profile is determined
along a scanline perpendicular to the current orientation. Matched filtering is used to determine
the next centreline point and radius from the density profile. Sen et al. (1999) evaluated different
methods to restrict the tracking and they found that backward tracking (from distal to proximal)
improved the results substantially. There are numerous variations of these iterative tracking
methods, but all known methods fail in the case of a severe stenosis (Wink et al., 2004).
Front propagation or minimal cost path methods have the potential to cope with this prob-
lem. Sethian (1996) proposed the fast marching method, which is a fast wavefront propagation
method and is a special case of the level set method (Malladi and Sethian, 1995). In contrast to
other level set methods, the fast marching algorithm uses the assumption that the propagation
speed is always positive to determine the propagation very efficiently. The propagation is anal-
ogous to the propagation of a wavefront in a supporting medium: The wavefront propagates
outwards from a point source with a speed depending on the supporting medium. Deschamps and
Cohen (2002) applied this method to the segmentation of blood vessels. The centreline of the
blood vessel can be determined by backtracking on the results of the fast marching algorithm.
This results in a minimum cost path that connects the start and end points, which are normally
identified manually by a user. The costs are given by the inverse of the speed function. If the
cost function is constant in an area, the path with the smallest Euclidean distance is found.
This will have the effect that the minimum cost path does not go through the centre of a large
and curved vessel. Deschamps (2001) proposed a centering strategy to solve this problem. In
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original versions of the algorithm, the speed function was determined directly by the image
intensities. Wink et al. (2004) proposed to use the vesselness, as described by Frangi et al.
(1998), to improve the speed function. Later, they stated that situations such as the proximity
or crossing of vessels cause problems for these methods and proposed to penalise radius changes
to reduce this problem.
Fully automatic solutions generally involve two steps: First, potential centreline points
are detected over the complete image, which are then combined to determine the vessel tree
structure. Fully automatic methods are often not as reliable as methods which use a start point.
Additionally, the root of the vessel tree should be known with certainty for the purpose of flow
quantification. Therefore, fully automated methods will not be considered further here.
2.5.2 Radius and cross sectional area
For the estimation of the radius or the CSA from angiographic images, there are also several
different approaches available:
• manual tracing of the vessel contour (Brown et al., 1977; Harpen and Lecklitner, 1984);
• methods based on automatic edge detection (geometric methods) (Kooijman et al., 1982;
Spears et al., 1983; Hawkes et al., 1985; Mancini et al., 1987; Fleagle et al., 1989; Selzer
et al., 1989; Bu¨chi et al., 1990; Beier et al., 1992);
• densitometric methods (Crawford et al., 1977; Kruger, 1981; Colchester and Brunt, 1983;
Nichols et al., 1984; Colchester et al., 1986; Hawkes et al., 1992);
• model-based methods (Shmueli, 1983; Fujita et al., 1987; Pappas and Lim, 1988; Alperin
et al., 1989).
In the first QCA system from Brown et al. (1977), the user had to trace vessel contours
manually. This was a very tedious process, which took at least 10 min for one image. Also, the
results depended on the user detecting the vessel edges reliably. Nevertheless this approach was
used in numerous clinical systems (Hermiller et al., 1992).
Most later systems are based on automatic edge detection. In most cases, the centreline or
at least the local vessel direction is given beforehand. This information is used to determine the
image intensity profile, also called densitometric profile, along a scanline perpendicular to the
local vessel direction. The borders of the vessel are determined from the edges of this profile.
The vessel radius is given by half of the distance between the right and the left border. The
edge detection can be based on the first derivative, the second derivative or a combination of
both. Beier et al. (1992) reported that using the first derivative systematically overestimated
the radius, whilst using the second derivative systematically underestimated the radius. But
they also stated that it is not necessary to determine both derivatives as a combination of
the first derivative with an adequate correction is much faster and leads to a similar accuracy.
Kooijman et al. (1982) reduced the influence of noise by averaging each scanline with its adjacent
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scanlines. Spears et al. (1983) fitted a polynomial to the profile and determined the derivatives
from the polynomial. Selzer et al. (1989) introduced an exponential weighting to reduce the
influence of nearby vessels. Fleagle et al. (1989) did not use scanlines, instead they determined
2D derivatives of the complete image. To determine the CSA, an assumption about the shape
of the vessel is required. If the CSA is determined from a single radius, the vessel cross section
must be assumed to be circular and the CSA is determined from the squared radius. Thus, any
errors in the radius estimation are exaggerated. Brown et al. (1977) used two radius estimations
from perpendicular views assuming an elliptical vessel cross section.
An alternative approach to characterize the vessel lumen is the densitometric approach
which was first outlined by Kruger (1981). In this approach, it is necessary to have background
subtracted images, and image intensities should be calibrated so that a linear relationship exists
between the image intensities and the amount of iodine in the blood vessels. When the blood
vessel is parallel to the detector plane, the integral of the densitometric profile depends linearly
on the concentration of iodine in the blood vessel and the CSA of the blood vessel. If this
is repeated at several locations along the vessel with the same contrast agent concentration,
the relative increase or decrease of the CSA can be calculated and, in particular, a relative
stenosis measure can be determined. Absolute diameters can be determined by comparing with
densitometric profiles of calibration tubes of known size and equal contrast agent concentration.
The problem of this is that in general the contrast agent concentration is not known. This
is addressed by the approach of Hawkes et al. (1992). They calibrate for the product of the
iodine concentration and an attenuation calibration factor using the assumption of circular cross
section at a healthy vessel segment. The resulting calibration factor is used to determine the
cross sectional area of a diseased segment which must be nearby to have the same concentration
of contrast agent. The radius is normally determined from the CSA under the assumption of a
circular cross section.
Shmueli (1983) proposed a model-based approach for the vessel radius estimation from
DSA images. Pappas and Lim (1988) extended this method for non-subtracted images by also
modelling the background. The vessel is modelled by a general cylinder with elliptical cross
section and the background is modelled by a low order polynomial. The model is used to
compute an ideal densitometric profile. The parameters of the model, in particular the radius of
the cylinder, are fitted to the measured densitometric profile in an iterative manner. Fujita et al.
(1987) proposed a variation which also takes the point spread function of the x-ray system into
account and which is known as the iterative deconvolution method. The actual densitometric
profile is compared to model profiles, which are generated by convolution of a cylinder profile
with the point spread function. The radius of the cylinder is then adapted until the difference
between both profiles is minimised.
The main advantage of edge-based approaches compared to densitometric approaches is
that they depend less on the concentration of contrast agent and that the image intensities do
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not have to be calibrated. From densitometric flow measurements it is known that the contrast
agent concentration in the vessel varies temporally and spatially. These variations are used for
the flow quantification. Therefore, the assumption of constant contrast agent concentration is
questionable. In general, the image intensities are not linearly proportional to the attenuation
due to beam hardening and scatter. This results in the effect that vessels behind bones appear to
be less dense than others. It is possible to account for these variations with an analytical model
or with an attenuation calibration. However, it still limits the clinical applicability. Another
limitation of the densitometric approaches is that the vessel should not be foreshortened in the
projection image. Moderate foreshortening can be corrected if the vessel orientation is known.
This, however, is not always the case. The main limitation of edge-based approaches is that
the vessel edge is often not clearly defined in the image because of the inherent blurring by
the x-ray system. This is not an issue for densitometric approaches. Another advantage of the
densitometric approach is that the vessel CSA can also be computed correctly for vessels with
irregular cross sectional areas. This is particular important at a stenosis.
Doriot et al. (1992) compared the accuracy of the edge-based and the densitometric ap-
proaches. They concluded that the densitometric approach is more accurate for quantification
of the cross sectional area from a single view. For biplane views, results were similar for both
approaches. Hoffmann et al. (2002) evaluated the accuracy of all three automatic approaches.
They concluded that for larger vessels good results could be obtained with all three approaches,
but for smaller vessels only the densitometric and the model-based approaches gave accurate
results. The main limitation of both studies was that they were based on static phantoms and
not on contrast agent injections into a circulation. So they could not evaluate the effects of
variations in the contrast agent concentrations. This should be mainly a problem for the densit-
ometric approach. However, during my experiments, I have also seen that the edge-based radius
estimation gave lower results when the contrast agent was injected into a circulation compared
to constant filling with approximately the same concentration of contrast agent. Additionally,
Hoffmann et al. did not consider different orientations of the vessel. Dorsaz et al. (1995) re-
ported high discrepancies in densitometric measurements from biplane views. These could be
reduced but not resolved, if a correction for orientation was introduced.
2.5.3 Obtaining absolute vessel size and 3D vessel geometry
Without any additional information or calibration, it is not possible to determine the absolute
size of a vessel from single plane angiographic images because no information about the mag-
nification is available. It is also not possible to reconstruct the 3D vessel geometry from single
plane angiographic images because no information about the depth of the vessels is available.
The following approaches tackle the problem of absolute radii:
• usage of the catheter as scaling device (Brown et al., 1977; Kooijman et al., 1982; Mancini
et al., 1987; Selzer et al., 1989; Fleagle et al., 1989);
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• densitometric methods with an attenuation calibration as explained in the previous section.
The following approaches tackle both problems
• point-based reconstruction (Kim et al., 1982; Bresler and Macovski, 1984; Wollschlager
et al., 1985; Hawkes et al., 1985; Kitamura et al., 1988; Fencil et al., 1988; Metz and
Fencil, 1989; Guggenheim et al., 1991; Wahle et al., 1996; Blondel et al., 2002; Movassaghi
et al., 2004; Blondel et al., 2006);
• 3D fast marching based on 2D information (Young et al., 2003; Law et al., 2003);
• CT-like reconstruction (Feldkamp et al., 1984; Niki et al., 1993; Koppe et al., 1995; Schmitt
et al., 2005).
Brown et al. (1977) proposed to use the catheter as a scaling device to determine absolute
vessel size. For a catheter of known size, the radius is determined from the x-ray image. The
‘real’ radius and the ‘image’ radius are used to compute the magnification factor. Many edge-
based systems use this method. Unfortunately, the magnification factor is only correct for vessels
which lie in the same plane as the catheter, and for each centimetre which the vessel is “out-
of-plane”, the error in the radius increases by 1.5% (Wollschlager et al., 1985). When the exact
magnification is known, the depth of the object could also be determined using the theorem of
intersecting lines.
For a point-based reconstruction, corresponding points in at least two x-ray views from
different orientations or locations must be given. If the precise orientation and location of the
x-ray system is known for both views, the 3D points can be reconstructed using the epipolar
constraint. This is illustrated in Figure 2.9. In most approaches, first the 2D centreline is
determined with techniques discussed above and then corresponding points from both projection
images are searched for. If the correspondences for all centreline points are given, the complete
3D centreline can be reconstructed. When the 3D position and orientation of the segment are
known, the magnification and therewith the absolute vessel dimensions (radii and length) can be
determined. This method is most often applied for biplane views. However, it was also applied
to triplane views (Blondel et al., 2002), multiple views (Movassaghi et al., 2004; Blondel et al.,
2006), stereoscopic views (Fencil et al., 1988) and nearby views (Lee and Poston, 1997).
The problem of finding corresponding points unambiguously is often not trivial. In many
systems, corresponding points are identified by the user (Hawkes et al., 1985; Kitamura et al.,
1988; Metz and Fencil, 1989; Wahle et al., 1996). When the geometry of the x-ray system is
already known, the selection of corresponding points in the second view can be supported by
displaying the epipolar line, which indicates all possible positions of the second point. When
the centreline in one image is given, the corresponding points in the second image can be
searched for on the epipolar line (Guggenheim et al., 1991; Blondel et al., 2002; Movassaghi
et al., 2004). But often more than one vessel crosses the epipolar line (Blondel et al., 2002). Kim
et al. (1982) tracked the leading edge of a bolus in biplane images to determine corresponding
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Figure 2.9: Epipolar geometry.
points. If nearby views or stereoscopic views are used, the correspondences can be determined
automatically by a cross correlation (Fencil et al., 1988). In this case however, the depth of the
vessels is less well defined. In systems with three or more views, it is also easier to determine
corresponding points automatically and unambiguously. Blondel et al. (2006) used two views
to determine a potential reconstruction and the remaining views to evaluate the quality of
the reconstruction. This is repeated for different selections of the two views. In the end, the
reconstruction with the best evaluation is chosen. This process is called multi-ocular matching.
The precise orientation and location of the x-ray system can be determined from a geometry
calibration. MacKay et al. (1982) proposed to use a calibration cube with 15 steel balls, which
are easily detected in the x-ray images. The best geometric parameters are determined so
that the distances between the 2D projection points of the known 3D centrepoints of the steel
balls and the 2D image coordinates of the steel balls are minimized. If the configuration of
the x-ray system only changes in a reproducible way, the calibration can be done beforehand.
Some systems only need recalibration after maintenance or after a duration of approximately
six months to ensure reproducibility (Movassaghi et al., 2004). However, if the user manually
selects the system configuration to obtain the best view of the vessel of interest, the geometry
calibration must be repeated for each patient. For this, the patient has to be removed from the
field of view and the calibration object is imaged instead. As this disturbs the clinical workflow,
methods have been developed to determine the calibration directly from the medical images.
Metz and Fencil (1989) proposed a method to determine the relative geometry of a biplane
system by manually identifying eight landmark points (e.g. bifurcation points or stenotic lesions)
from the medical images. Wahle et al. (1996) reduced this to five required points. The clinical
applicability of this approach is also limited as landmarks cannot be extracted with very high
accuracy and reproducibility, and errors in the landmark selection will lead to errors in the 3D
reconstruction. Navab et al. (1996) proposed to use a calibration cylinder which could be placed
around the head of the patient.
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A more recent approach for the 3D reconstruction is able to avoid the correspondence
problem. To achieve this, Young et al. (2003) proposed a special version of the fast marching
algorithm. The fast marching wavefront is propagated in 3D, but the 3D speed function is
based on the 2D image intensities. The geometric parameters have to be known beforehand.
To determine the speed value at a 3D point, its projection points are determined for all images
and for each projection point a measure of vesselness is determined. The speed value at the
3D point is given by the product of all 2D measures. Young et al. (2003) used the vesselness
filter to determine the 2D measure and they applied this method to multiple views. Law et al.
(2003) used a local thresholding technique and applied it to biplane views. They successfully
reconstructed the right coronary artery. However, it can be argued that biplane views are not
sufficient if the image contains more complex vessel trees like in the cerebral vasculature. The
main advantages of the fast-marching-based reconstruction is that it works in 3D; if the 3D point
is known, the 2D points can be determined unambiguously and the correspondence problem can
be avoided. For the geometric calibration, the same considerations as above apply.
Another way to extract 3D information from 2D images is based on the volume reconstruc-
tion from rotational angiography. This is mainly used for the examination of cerebral vessel
malformations. From a sequence of 2D images acquired on a rotational trajectory, a CT-like
volume – the 3DRA dataset – is reconstructed. Special reconstruction algorithms have been de-
veloped to take account for the cone beam geometry. Most methods are based on the Feldkamp
algorithm (Feldkamp et al., 1984), which assumes that the attenuation of every voxel is constant
in time and that the precise orientation and location of the x-ray system are known. Similar
calibration methods to those described above are used to determine the geometric parameters.
In the 3DRA dataset, the vessel tree can be segmented (Niki et al., 1993; Schmitt et al., 2005).
As the 3DRA dataset is not used in the main part of this thesis, methods are not explained in
more detail.
For the work of this thesis, the rotational angiographic sequence is used for both blood flow
quantification and geometry reconstruction. For the blood flow quantification, it is desirable
that the sequence shows how the contrast agent enters the vessel (inflow phase) and how the
contrast agent leaves the vessel (outflow phase). This, however, poses a problem for many 3D
reconstruction methods. It is impossible to solve the point correspondence problem if the vessel
is not filled with contrast agent in one of the two selected images. The selection of the two
images is difficult if it is not known beforehand in which images the vessels are enhanced. The
CT-like reconstruction assumes that the attenuation of all voxels is constant. However, during
the inflow phase and outflow phase, this condition is not met. For this thesis, a method based
on the fast marching algorithm was developed.
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2.6 Extraction of haemodynamic information from angio-
graphic images
For over 30 years researchers have tried to extract information about blood flow from angio-
graphic images. To achieve this, contrast agent is injected during the acquisition of the x-ray
sequence. As the first images of the sequence normally do not show any contrast agent, they can
be used for background removal by log-subtracting them from the later images obtained with
contrast agent. The resulting digitally subtracted angiographic (DSA) sequence is then used to
extract the flow information.
Different types of information about blood flow can be extracted, including relative flow
information (increase or decrease with respect to a reference measurement), mean velocity, mean
volumetric flow rate, the blood flow waveform (usually averaged over several cardiac cycles), or
the instantaneous volumetric flow rate. The latter is the most desirable, but many methods can
only determine one of the others.
After the injection, the contrast agent mixes with the blood and is transported by the
blood. The contrast agent concentration varies over time and along the vessel. The attenuating
material in the contrast agent is iodine. The line integrals of the iodine density along the x-
ray beams determine the image intensities in the DSA image. All existing approaches for flow
measurements from angiographic images are based on analysing changes in the x-ray image
intensity due to changes of the contrast agent concentration.
A convenient way to represent these variations is given by the so-called “flow map”, intro-
duced by Colchester et al. (1986) (although they referred to it as a “parametric image”). A flow
map is represented as an image in which the intensities depend on the density of iodine, and
where the horizontal dimension is time t and the vertical dimension is length l along the vessel.
It represents the contrast agent propagation through the vessel. When the flow changes, the
flow map changes as well. This is illustrated in Figure 2.10.
Individually, each row of the flow map represents a time intensity curve (TIC), whereas each
column represents a distance intensity curve (DIC). The first and last TIC are presented in the
second column of Figure 2.10. Different DICs are presented in the third column of Figure 2.10.
The flow map contains two different types of information: kinematic and densitometric
information. The densitometric information is captured by the magnitude of the intensities of
the flow map, whereas the kinematic information is captured by the gradients of the pattern of
the flow map.
Pulsatile blood flow introduces a characteristic pattern in the flow map, and the shape of
the pulsatile waveform determines the shape of the pattern. Therefore, information about the
waveform can be determined from relative densitometric information.
In general, the flow map contains only relative information about the iodine density because
different non-linear effects in the x-ray imaging chain interact making it difficult to determine
quantitative information about the iodine density. If this is possible, the concentration of con-
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(a) Low flow (from simulation).
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(b) High flow (from simulation).
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(c) Steady (non-pulsatile) flow (from simulation).
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(d) Low pulsatility (from experiments).
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(e) High pulsatility(from experiments).
Figure 2.10: Influence of flow properties on the flow map. Flow maps are shown on the left-
hand side. The centre column shows the first and last TIC. The shift between the first and the
last TIC depends on the volumetric flow rate. The right-hand side shows different DICs. The
contrast of the pattern inside the flow map depends on the pulsatility.
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trast agent in a vessel can be determined from the x-ray image. Provided the flow rate of the
injection is known, the mean volumetric flow rate of the circulation can be determined from the
contrast agent concentration.
The contrast agent transport velocity determines how the pattern changes along the length
of the vessel. This is the kinematic information. The velocities vary temporally because of the
pulsatile waveform, and they vary spatially because of the flow profile and vessel radius changes.
This makes it difficult to interpret this information meaningfully. To reduce the complexity of
the kinematic information, many methods make simplifying assumptions. In particular, they
either ignore spatial or temporal variations (or both).
If a method ignores the flow profile, the following problem arises: The flow appears to be
faster during the inflow phase, whereas it appears to be slower during the outflow phase. The
reason for this is the (almost) parabolic flow profile: fast flowing contrast agent in the centre
of the vessel appears in the flow map first, and slow flowing contrast agent next to the vessel
border leaves the flow map last. From this point onwards, this effect will be referred to as the
parabolic flow effect.
Methods presented in the literature use different information from the angiographic se-
quence, make different assumptions, and determine different information from the angiographic
sequence. Most methods can be associated with one of the following categories:
• methods based on TICs at different sites along a vessel (Rutishauser et al., 1967;
Yerushalmi and Itzchak, 1976; Silverman and Rosen, 1977; Ho¨hne et al., 1978; Kruger
et al., 1983; Fencil et al., 1989; Schmitt et al., 2002, 2005; Bogunovic and Loncaric, 2006);
• methods based on DICs at different points in time (Swanson et al., 1988; Seifalian et al.,
1989; Hoffmann et al., 1991; Shpilfoygel et al., 1998; Bladin et al., 1996; Rhode et al.,
2005);
• methods based on iso-contours of the flow map (Colchester et al., 1986; Brunt et al., 1992);
• methods based on optical flow (Fitzpatrick, 1985; Efron et al., 1978; Amini et al., 1993;
Imbert et al., 1995; Huang et al., 1997a; Rhode et al., 2001);
• methods based on the indicator dilution theory (Korbuly, 1973; Lantz et al., 1980);
• and methods based on the first pass distribution theory (Marinus et al., 1990; Hangian-
dreou et al., 1991; Molloi et al., 1993, 1998, 2004).
All categories are considered in the following.
2.6.1 Methods based on time intensity curves
Methods based on TICs estimate how long the bolus needs to travel from one vessel site to
another. To achieve this, a TIC is determined at least at two sites of the vessel and the bolus
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arrival time (BAT) is estimated for each site. The mean velocity is derived from the mean
transit time between two sites, given by
v =
|p2 − p1|
A(p2)−A(p1) , (2.28)
where |p2 −p1| represents the distance along the vessel centreline between both sites and A(p)
is the BAT at site p. If more than two TICs were determined the process is repeated. Several
BAT definitions have been investigated, including:
• the time of the peak of the TIC (Ho¨hne et al., 1978; Forbes et al., 1985; Tenjin et al., 1998;
Bogunovic and Loncaric, 2006);
• the time of the leading half peak of the TIC (Silverman and Rosen, 1977; Kwan et al.,
1986; Tenjin et al., 1998; Bogunovic and Loncaric, 2006);
• the time of the trailing half peak of the TIC (Tenjin et al., 1998);
• the time of the peak gradient of the TIC (Crepeau and Silverman, 1973);
• the time of the minimum gradient of the TIC (Schmitt et al., 2002);
• the time when a certain threshold is first exceeded (Yerushalmi and Itzchak, 1976);
• and the time corresponding to the centre of gravity of the area under the TIC (Rutishauser
et al., 1967).
Relative BATs can be defined using the maximum cross correlation of two TICs (Silverman and
Rosen, 1977; Fencil et al., 1989) or by template matching (Schmitt et al., 2005). Definitions
which use the complete TIC have been shown to be slightly more successful (Shpilfoygel et al.,
2000), and fitting a gamma variate curve (Kruger et al., 1983) or a polynomial (Kwan et al.,
1986) to the TIC beforehand improves the stability of the determination of the BAT.
TIC-based methods are fast, easy to implement and they can work on multiple vessel
segments. Another advantage is that the centreline of the vessel does not have to be known.
However, to get absolute flow estimates, the distance along the centreline and the radii must be
known.
Unfortunately, TIC-based methods are also known to give unreliable results in the case of
pulsatile flow (Colchester et al., 1986; Hoffmann et al., 1991; Shpilfoygel et al., 2000) and it is not
possible to extract a time dependent blood flow waveform, since the method implicitly assumes
that the flow is steady. In many publications, steady flow was used during the experimental
validation and therefore good results could be reported. However, for pulsatile flow, results
of TIC-based methods have been found to vary up to 100% (Hoffmann et al., 1991). Forbes
et al. (1985) reported that their method was 40% accurate in 75% of all cases; Fencil et al.
(1989) reported an average error of 25%. For most BAT definitions, the resulting velocity
estimate depends on the temporal shift of the leading flank of the bolus. Therefore, the method
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determines the velocity directly after the start of the injection. If this is systole, the flow will
be overestimated; if this is diastole, the flow will be underestimated.
The accuracy of the mean flow measurement could be improved by gating the measurement
in a way that the average is computed over exactly one heart cycle or by averaging the mea-
surement over many heart cycles (Shpilfoygel et al., 2000). Another possibility is to use a very
short injection during systole and a very short injection during diastole (Kedem et al., 1978).
These methods implicitly assume plug-flow, and because of the parabolic flow effect, the
following systematic problem occurs: Using a BAT definition based on the leading flank will
result in an overestimation of the flow, whereas using a BAT definition based on the trailing
flank will result in an underestimation of the flow. This is probably one reason why definitions
which use the complete TIC have been shown to be slightly more successful.
A more recent model-based approach to deal with pulsatility and TICs was proposed by
Bredno and Groth (2005). In this approach two TICs are extracted: one at the beginning
and one at the end of the vessel segment of interest, called TICin and TICout, respectively. A
flow model is then used to predict the appearance of the TICout using the TICin as an input.
The mean volumetric flow rate, the pulsatility, and the flow profile are further inputs. These
parameters are adapted to improve the fit of the measured TICout and the predicted TICpredict.
The least squared error was chosen as the cost function minimised during the fitting process.
Although this method is based on TICs, it does not have to assume steady flow. However,
only the pulsatility factor is estimated during the optimisation and not the shape of the pulsatile
waveform. The flow model can assume an arbitrary profile between plug flow and parabolic
flow. Therefore, variations of the appearance of the TIC during inflow and during outflow can
be explained by the model and do not pose a problem.
All methods based on two TICs ignore most of the information available in the data: In
particular, they only use kinematic information and they ignore all the information which is
available about the contrast agent concentration between the start and the end point.
2.6.2 Methods based on distance intensity curves
Methods based on DICs, estimate how far the bolus has travelled between two successive frames.
The first approaches to determine blood flow from DICs used different features to track the
leading edge of the bolus (Spiller et al., 1982; Parker et al., 1987). These methods have the
disadvantage that the flow is only determined during the inflow phase and therefore it is sys-
tematically overestimated because of the parabolic flow effect. Spiller et al. (1983) determined
systolic and diastolic blood flow by tracking the leading edge of injected boluses. They have
reported a systematic overestimation of 20%.
What is remarkable about the work of Parker et al. (1987) is that they used explicit in-
formation about tapering and branching of the vessel tree. For each branch and each frame,
they determined the volume of passage V , defined as the volume of the current branch and all
its descendants which has been passed by the leading edge of the bolus. The instantaneous
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volumetric flow rate was defined as
Q =
δV
δt
. (2.29)
They could use observations from several branches and that is why they could make observations
during more than one heart cycle although they used only the leading edge of a single contrast
agent bolus. They also reported a phasic change in the flow during the cardiac cycle (the
pulsatile waveform) and that the flow is ‘somewhat high’. Unfortunately this approach has not
been developed further; later DIC-based methods assumed a constant radius again.
Swanson et al. (1988) were the first to propose the velocity may be determined from the
best shift between two DICs obtained at two consecutive frames. Seifalian et al. (1989) and
Hoffmann et al. (1991) proposed similar methods. In their approaches, the best shift s0 is given
by the minimum of the sum of squared differences of the two DICs. The instantaneous velocity
v(t) is then given by
v(t) =
s0
tk+1 − tk . (2.30)
If the shifts between all DICs from adjacent times steps are estimated, a waveform can be
extracted.
In Figure 2.10 it can be seen that the features in the DICs are very weak. Therefore,
this approach is very sensitive to noise. Shpilfoygel et al. (1998) suggested to fit a parabola to
the difference function. The best shift is given by the minimum of the parabola. For the same
reason, Rhode et al. (2002) used polynomial functions to model the DICs prior to determining the
optimal shift between successive curves. Furthermore, Rhode et al. proposed a flow waveform
shape model based on principal component analysis to constrain the determination of the optimal
shifts.
Because of the parabolic flow effect, these methods overestimate the flow during the inflow
phase and underestimate the flow during the outflow phase. Brunt et al. (1992) and Hawkes
et al. (1994) reported that, in the case of high flows, the results for the first half of the cardiac
cycle were poor because of the absence of contrast agent.
Hawkes et al. (1994) stated that there is a trade off between the maximum measurable blood
velocity, vessel path length and the acquisition frame rate. If the contrast agent bolus moved
completely through the observed vessel area between consecutive frames, the method would fail.
Their experiments showed that an overlap of 50% between successive frames was required. At
a frame rate of 25 frames/sec and a maximum velocity of 1 m/s, they would require a vessel
length of at least 8 cm. The problem is that the vessel is not allowed to taper or to branch on
this distance. Rhode et al. (2005) stated that the vessel length could be the limiting factor for
a clinical application.
Despite all these problems, many promising results have been reported in literature. The
main advantages of DIC-based methods are that they can handle pulsatile flow well and that
they use all kinematic information which is available for one segment in the image sequence.
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2.6.3 Methods based on iso-contours from the flow map
Colchester and Brunt (1983) were the first to propose the usage of the flow map – they called
it “parametric image” – to overcome problems of the TIC-based methods. They proposed to
determine the velocity from the slope of iso-concentration contours in the flow map as given by
v =
ds
dt
= tan θ, (2.31)
where s is distance along the vessel, t is time and θ is the inclination of the iso-contours. The
user could manually divide the iso-contours into segments and fit a straight line to each segment.
This gives multiple velocity estimates at different times and different positions down the vessel.
The main limitations of this approach were that the selection process was subjective and very
time consuming (Brunt et al., 1992).
Wicks (1989) and Brunt et al. (1992) presented the method in more detail and also presented
an automatic way to determine the slope of the iso-contours by determining the gradient image
of the flow map, and determining θ from the direction of the gradients. Brunt et al. (1992) stated
that Equation 2.31 is only valid if dispersion is negligible, but because of the parabolic profile
and diffusion this is not necessarily true. They also reported that the method is susceptible to
noise. The automatic way to determine the iso-contours is equivalent to the 1D optical flow
problem. Therefore, it is further discussed in the next section.
2.6.4 Methods based on optical flow
Optical flow was developed in the field of computer vision to determine the motion of rigid
objects. For an image sequence I(x, y, t), the basic optical flow equation
dI
dt
=
∂I
∂x
∂x
∂t
+
∂I
∂y
∂y
∂t
+
∂I
∂t
(2.32)
relates the temporal object brightness changes dI/dt to the spatial images brightness changes
∂I/∂x and ∂I/∂y, the temporal images brightness changes ∂I/∂t and the object velocities dx/dt
and dy/dt. Equation 2.32 can be rewritten as
dI
dt
= Ix · v + Iy · u+ It. (2.33)
In general, it is not possible to solve this equation for u and v without making assumptions
about the underlying motion.
Many optical flow methods then assume that the brightness of one point of the object does
not change (Efron et al., 1978; Horn and Schunck, 1981; Huang et al., 1997b; Rhode et al., 2001):
dI
dt
= 0. (2.34)
The simplified optical flow equation is then given by
1 = Ix · v + Iy · u+ It = 0. (2.35)
This means that the brightness changes in the image must be due to motion of the object. The
derivatives can be determined from the image sequence. This results in one equation with two
unknowns u and v. To solve the equation a second constraint for the velocity is required.
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Horn and Schunck (1981) further assumed that neighbouring points of rigid objects must
have similar velocities. This led to the velocity smoothness constraint for the motion of rigid
bodies. One way to express the velocity smoothness constraint is to minimize the square of the
gradients of the velocity:
2 = u2x + u
2
y + v
2
x + v
2
y. (2.36)
They proposed an iterative method to compute the velocities by minimizing the following func-
tion: ∫ ∫
(1 + α2) dxdy, (2.37)
where the integral is evaluated over the whole image and α is a positive weighting parameter.
Cornelius and Kanade (1984) adapted this work and made it more applicable for blood flow
measurements. They allowed smooth brightness changes of the object and applied the velocity
smoothness constraint only within regions that are separated from the rest of the image by
recognizable boundaries (for example, within a blood vessel). They minimized the following
function ∫
Ω
(3 + α2 + β4) dΩ (2.38)
with
3 =
(
dI
dt
− Ix · v − Iy · u− It
)2
4 =
[
∂
∂x
(
dI
dt
)]2
+
[
∂
∂y
(
dI
dt
)]2
,
where the integral is evaluated over a region Ω and β is another weighting parameter. Cor-
nelius and Kanade (1984) applied their method to the motion estimation of the heart from
angiographic images. Mongrain et al. (1990) generalised this work and used it to determine the
blood velocity profiles in coronary arteries.
Efron et al. (1978) reduced the 2D optical flow problem to the 1D optical flow problem by
assuming that the blood flows only parallel to the centreline. The velocity is then given by the
1D optical flow equation
v =
It
Ix
. (2.39)
In this case, the temporal and spatial derivatives can be determined from the flow map and
the velocity can be determined directly. This approach includes the implicit assumption of plug
flow. The solution of the 1D optical flow problem is equivalent to the automatic computation
of the iso-contours in the flow map.
From my point of view, the main problem of the application of optical flow is that the basic
assumption of optical flow – that the object brightness does not change – is not fulfilled for x-ray
images of an iodine-based contrast agent injection. Iodine-based contrast agent is a solution and
it is not possible to track individual particles. Because of diffusion and the parabolic flow effect
the bolus changes its appearance as it travels along the vessel.
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Optical flow methods mainly use the kinetic information from the x-ray images. However,
for Equation 2.32 to be applicable, the image intensities should depend linearly on the contrast
agent concentration. This would require an attenuation calibration. Most of the approaches
referenced here do not include an attenuation calibration.
Huang et al. (1997b) reported that the velocity at the leading edge is determined by the
central, more rapid flow and thus represents the peak flow. Measurements made after the peak of
the bolus should represent average flow, but unfortunately the spatial and temporal derivatives
become too small to achieve reliable results. A possible reason for this is that they used steady
flow in their experiments. Figure 2.10(c) shows that the spatial derivatives in the flow map with
steady flow are zero after the vessel is completely filled with contrast agent.
Rhode et al. (2001) did not use the leading and trailing edges because there the velocity
would be overestimated or underestimated due to the parabolic flow effect. Instead, they used
the pattern introduced by pulsatility to compute reasonable spatial and temporal derivatives. To
overcome the problem of small spatial derivatives, they proposed to weight velocities according
to their spatial derivative and then average along the vessel. They later stated that the method
is still sensitive to noise when the spatial derivatives were small (Rhode et al., 2005).
Another effect of the dispersion of the bolus is that flow estimates depend on the distance
from the injection site. Rhode et al. (2005) reported an almost linear dependence of the flow
estimate on the distance. The mean error was zero for a distance of 10 cm. For smaller distances
the flow was underestimated and for higher distances it was overestimated.
Imbert et al. (1995) incorporated a parabolic flow profile in the optical flow equation. They
assumed that the vessel is parallel to the image plane and that the 2D flow in the projection
image has a parabolic flow profile. The 2D flow was modelled as
v = vmax
(
1− (y − y0)
2
R2
)
and u = 0, (2.40)
where R is the radius, y0 is the centre of the vessel and vmax is the maximum flow in the vessel.
The optical flow equation then becomes
Ix · vmax
(
1− (y − y0)
2
R2
)
= −It. (2.41)
The derivatives were determined from the image and R, y0, and vmax, were determined by a
least squares fitting. They reported almost perfect results on simulated images. However, their
phantom seems to be based on 2D parabolic flow. Therefore, it perfectly fits their assumptions.
For the projection of a 3D parabolic flow profile, different velocities would be superimposed and
a real vessel is not always parallel to the image. Including a parabolic profile seems to be a good
idea, but further improvements are necessary to make it applicable to 3D flow. Imbert et al.
also stated that small spatial derivatives pose a problem for the method.
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2.6.5 Methods based on the first pass distribution theory
The first pass distribution (FPD) theory is based on Fick’s principle:
M(T ) =
∫ T
0
Qa(t) · Ca(t)dt−
∫ T
0
Qv(t) · Cv(t), (2.42)
which states that the amount M of a marker substance in an organ equals the amount that
has been delivered minus the amount that has already left. Qa(t) and Qv(t) are the arterial
and venous blood flow rate, and Ca(t) and Cv(t) are the arterial and the venous concentration
of the marker substance. Non-angiographic methods based on this principle were explained in
Section 2.4.1.
The FPD theory is further based on the assumption that there exists a time interval TF
in which the marker substance has not left the organ or the perfusion bed. When T < TF the
venous concentration is zero and the Equation 2.42 reduces to
M(T ) =
∫ T
0
Qa(t) · Ca(t)dt. (2.43)
For steady flow, this equation can be solved for Qa. In the case of pulsatile flow, Qa(t) is
replaced by the average volumetric mean flow Q and Ca(t) is replaced by the average input
concentration C and then the following approximating equation can be obtained
Q =
M(T )
C · T . (2.44)
Sapirstein (1956) used the assumption of zero venous drainage to determine the distribution
of the cardiac output of rats. For this, they used a radioactive isotope of potassium which is
well absorbed by the tissue. Before the start of the venous drainage, the rat was sacrified and
they determined the distribution of their marker. Mullani and Gould (1983) have presented the
model as described above. They used the radioactive rubidium and a PET system to measure
myocardial blood flow. Marinus et al. (1990) and Hangiandreou et al. (1991) presented first
angiographic versions of the FPD method.
For angiographic FPD-based methods, an iodine-based contrast agent is injected into an
artery with a well-defined perfusion bed. Then, a sequence of x-ray images is acquired where
the perfusion bed must lie completely in the field of view. From the subtracted images obtained
before the start of the venous drainage, the required information about the accumulated amount
of iodine M is determined. Two different techniques exist to determine the input concentration
C.
Hangiandreou et al. (1991) and Molloi et al. (1998) just assumed that C is known. In Molloi
et al. (2004), this is justified with the following explanation: The contrast agent is injected with
a rate above the peak expected flow rate so that it replaces blood. Then, the input concentration
of iodine C is assumed to be constant and equal to the concentration of iodine in the contrast
agent. In my opinion, this is problematic because if the blood is replaced by contrast agent, the
flow of the contrast agent is measured and not the blood flow.
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The second approach was introduced by Marinus et al. (1990), who determined the input
concentration from the segment of the vessel which is nearest to the injection site. With this
method, they can also determine the time-dependent variations of the input concentration. This
inlet segment, however, must not overlap with the perfusion bed.
FPD-based methods use only the densitometric information which is available in the an-
giographic image, therefore, the image intensity has to be proportional to the amount of iodine
on the x-ray path. This can be achieved by calibration, but this limits the clinical applicability
of the method. Molloi et al. (1993) proposed to use a dual-energy x-ray system to get quantita-
tive information about the mass of iodine. Later they proposed a calibration procedure to get
quantitative information from normal x-ray images.
Kinematic information is ignored by FPD-based methods. So, if the calibration is inac-
curate, the flow quantification is also inaccurate and this cannot be detected. The derivation
of the FPD model shows that it is only approximately correct for pulsatile flow. Additionally,
it can only give accurate results if no contrast agent leaves the field of view. This limits the
application to vessels with a small perfusion bed. It is not applicable to fast flow in arteries,
where the contrast agent transverses the field of view over a few frames. Another disadvantage
of this method and other densitometric methods is that only the flow at the injection site can
be determined. An advantage compared to the kinematic methods above is that no assumptions
about the velocity distribution across the vessels have to be made.
2.7 Extraction of 3D haemodynamic information from an-
giographic images
At the beginning of my PhD, all known angiographic flow estimation methods had in common
that they extracted information about the blood flow from planar, non-rotating angiographic
sequences. As these are projection images, it is not possible to measure absolute blood flow as
absolute vessel dimensions cannot be determined and foreshortening cannot be corrected.
Colchester et al. (1986), Brunt et al. (1992), Hawkes et al. (1994), Bladin et al. (1996), and
Rhode et al. (2005) all reconstructed the vessel geometry from a biplane system and used this
to determine the magnification factor, the angle between vessel and the x-ray beam, and the
actual length of the vessel. The magnification factor and the angle are used for correction of
the vessel profile, and the real length is needed to determine of the absolute blood flow rate.
Parker et al. (1987) presented a similar approach with ECG-gated, single plane images from
two different orientations. Huang et al. (1997b) presented an approach with single plane images
from three different orientations. Fencil et al. (1989) used a stereoscopic system to correct the
magnification error for flow measurements. All approaches enable the determination of absolute
flow measurements, but, as explained in the last section, this reconstruction requires a lot of
user interaction and, in some cases, it might not be possible to determine the vessel geometry
without ambiguities.
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Schmitt et al. (2002) used 3DRA for the 3D geometry reconstruction and then mapped
the 2D flow information on it. Therefore, they needed two scans, a flow scan and a rotational
scan. As there is a time gap between both scans, this attempt requires patient movement
compensation.
All methods which were mentioned so far determine the flow information from planar an-
giographic sequences. More recently, Chen et al. (2006) and Appaji and Noble (2006) indepen-
dently had the idea of determining flow information from rotational angiography. The main
advantage is that the same sequence can be used for the 3D vessel reconstruction and the flow
quantification. Both approaches are analysed in detail below.
Chen et al. (2006) proposed to measure blood flow using cone beam CT (using a flat panel
detector mounted on a CT-gantry) with an injection of contrast agent. They divided the images
into three categories: wash-in, equilibrium and wash-out phase. The wash-in images were used
for bolus tracking and the equilibrium images were used for the 3D volume reconstruction.
They used the bolus frontier points as feature points for the 3D flow reconstruction similar to
a biplane reconstruction; always two 2D feature points were used to reconstruct the 3D point.
Their approach has several problems, however:
• It is very difficult to determine the bolus frontier points reliably enough to be used as
feature points as the bolus disperses. They did not explain which criterion they used.
Especially, because of artefacts due to the rotation of the c-arm system, such as foreshort-
ening and overlapping vessels, a trivial criterion is not sufficient. This will be illustrated
in Section 6.2.3.
• The next problem is known from the 2D methods described above: Bolus arrival times are
not suitable for reconstructing a quantitative flow measure in the case of pulsatile flow.
For both validation setups (computer simulation and phantom experiment) they only used
steady flow.
• In the computer simulation, they determined the motion of a sharp, undiluted bolus edge.
This simplified the determination of the BAT.
• In the phantom experiment, they did not compare the results to a ground truth measure-
ment.
Appaji and Noble (2006) proposed the following two-step method for reconstructing flow
from rotational angiography: first, they estimated a 2D flow field from consecutive frames
using an optical flow method and then they corrected for the motion of the rotating c-arm
using the reconstructed volume and the calibration information. This method has the following
limitations:
• Artefacts, like foreshortening or overlapping vessels, due to the rotation are not adressed.
It is difficult to see how the method could handle overlapping vessels or brightness changes
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due to foreshortened vessels. The phantom used by Appaji and Noble was designed in such
a way that no overlapping occurs.
• Their validation on synthetic data may be regarded as too simplistic: They simulated
motion of particles through a straight tube without simulating diffusion, pulsatile flow,
and, most importantly, without simulating the rotation of the c-arm. Using an emulsion
of contrast agent particles instead of a diluted contrast agent bolus dissolved in blood
simplifies the optical flow problem: in the case of an emulsion, motion is visible during
the complete sequence; whereas, in the case of a solution, motion is only visible during the
inflow and outflow (for steady flow).
• Their validation with the real phantom had limitations as well: They had no ground truth
(like an EMF measurement) to compare their results to, and they only compared how well
the estimated direction of the flow field fits the direction of the vessel. They concluded
that the fit is best if the direction of the vessel is used to constrain the flow direction.
• General limitations of optical flow, like over- and underestimation due to convective dis-
persion, sensitivity to noise, and the dependence on the distance from the injection site
have not been addressed.
In summary, although there is now a reasonably body of work published on flow recon-
struction from rotational image sequences, there are still many unsolved problems. In particu-
lar, problems like vessel foreshortening and overlapping vessels have not been addressed and no
quantitative results have yet been presented in the literature.
2.8 Conclusions
A lot of research has already been done on vessel reconstruction and flow estimation from angiog-
raphy. However, little research has been done on flow estimation from rotational angiography,
and in particular, no quantitative results have yet been presented. Furthermore, the vessel re-
construction from rotational angiography with inflow and possibly outflow of contrast agent has
not received much attention.
The main issues of the flow extraction from angiography are:
• under- or overestimation of the flow due to effects of convective dispersion,
• sensitivity to noise,
• the long length required for vessel segments to be considered, and
• how to determine 3D vessel geometry.
For rotational angiography, additional problems are:
• vessel overlapping, and
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• changing vessel foreshortening.
All of these issues will be discussed further in this thesis and solutions will be proposed that
specifically adress these issues.
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3
Flow model
3.1 Introduction
The overall goal of this thesis is the extraction of haemodynamic information from rotational
angiography. For flow quantification, a model-based approach is proposed. The underlying
model is explained in this chapter.
In Section 2.3.1, computational fluid dynamics (CFD) were introduced. A CFD model can
be used to describe blood flow in arteries, including bifurcations, stenoses, and aneurysms. In
principle, a CFD model would be appropriate to support the flow quantification. In practice
however, the usage of a CFD model is not yet applicable for this task as on a standard PC
a pulsatile CFD simulation still takes between hours and days. Real time CFD computations
can be achieved by parallelising the computations on very powerful computer clusters (Manos
et al., 2008). However, for the flow quantification the model has to be applied iteratively (in
the inner loop of an optimisation), so that even massively parallel processing units do not offer
the required computational power. Therefore, some assumptions were made to obtain a simpler
and less computationally expensive model which can be used in an iterative way to support the
flow quantification.
Hawkes et al. (1988) proposed the use of a simple flow simulation to validate their flow
quantification method. Huang et al. (1997a) and Rhode et al. (2005) used a similar model for
validation. My model is based on their work, but it is not only used for validation but to support
the flow quantification.
The proposed model can predict the concentration of iodine after an injection of contrast
agent into a pulsatile flow field through a tube or a vessel. This model involves the following
components:
• model of the shape of the waveform,
• model of the contrast agent injection,
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• model of the mixing of blood and contrast agent at the injection site,
• model of the geometry of the vessel tree,
• model of the contrast agent propagation through the vessel tree.
All parts of the model and the necessary assumptions are explained in this chapter. It is based
on concepts explained in Section 2.3.1. In Chapter 4 the model is used to simulate rotational
angiography images for validation. In Chapter 7 the use of the model for flow quantification is
described.
3.2 Model of the shape of the waveform
The waveform model is used to describe the changes in the volumetric blood flow rate during the
cardiac cycle. When modelling the waveform, it is assumed that the waveform can be described
by a periodic function. This is reasonable for patients without cardiac arrhythmia over the time
scale of a typical rotational angiography acquisition.
The instantaneous volumetric blood flow rate QB(t) is given by
QB(t) = QB · w(t), (3.1)
where QB is the mean volumetric flow rate and w(t) is a normalised, periodic function given by
the waveform model. The shape of the waveform is described by
w′(t) = α+ cos(2pi · f(t)), (3.2)
where α is a scalar constant which characterises the baseline flow and f is a piecewise linear,
monotonic function given by
f(t) : [0, 1]→ [0, 1]
with f(0) = 0, f(γ) = δ, f(β) = 0.5, f(1) = 1. (3.3)
At all other points, f is linearly interpolated. The scalar parameters β, γ, δ specify the shape of
the waveform. The function w′(t) must be normalised and made periodic which is achieved by
w(t) =
w′(t/TH)∫ TH
0
w′(t/TH)dt
, (3.4)
where TH is the period of the heart cycle. The influence of the different parameters on the
waveform model is illustrated in Figure 3.1.
This waveform model is called 4-parameter warped cosine model. In the section about
variations of the flow model (Section 3.7), two further waveform models will be described. In
the direct comparison experiment (Section 7.3.2), this waveform model gave the best results and
it was used for all other experiments.
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Figure 3.1: Examples of the effect of varying the parameters of the waveform model defined by
Equation 3.2 and Equation 3.3.
3.3 Model of the contrast agent injection
For the contrast agent injection, it is assumed that the injection flow at the outlet of the injector
can be described by a rectangular function and that the flow circuit behaves in an analogous way
to an electrical network. Then, the catheter is equivalent to a resistor plus a capacitor for the
contrast agent. Therefore, the injection curve corresponds to the charging curve of a capacitor,
and the injection flow rate QI(t) can be described by
QI(t) =

0, t < TS
Q˜I · (1− e−(t−TS)/TL), TS ≤ t ≤ Ts+ TD
Q˜I · (1− e−TD/TL) · e−(t−(TS+TD))/TL , t > TS + TD,
(3.5)
where Q˜I is the maximum flow, TL is the characteristic time of the lag, TS is the start time of
the injection and TD is the duration of the injection. An example of the injection flow rate as
a function of time is given in Figure 3.2(a).
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3.4 Model of the mixing of blood and contrast agent
From the blood flow rate QB(t) at the time of injection and the injection flow rate QI(t), the
total flow rate QT (t) is given by
QT (t) = QB(t) +QI(t). (3.6)
It should be noted that the blood flow QB(t) might be disturbed by the injection. If one
considers the equivalent electrical analogue, the relationship between the physiologic flow and
the disturbed flow can be described by
QB,phys(t) = QB(t) +m ·QI(t), (3.7)
where m ∈ [0, 1] is a resistance factor, which depends on the relationship between the flow
resistances downstream and upstream of the injection site. If the downstream resistances are
small, the injection hardly disturbs the blood flow. This is the case in the experimental setup
adopted in this study. In the human circulation the downstream resistance is high because of
the small radii of the capillary bed. In this case, the injection will disturb the blood flow. The
lower the injection flow rate is, the smaller the disturbance will be.
For mixing, it is assumed that the contrast agent mixes uniformly with the blood at the
injection site. From x-ray images of the catheter tip, this can be seen to be a reasonable
assumption. The contrast agent concentration C0(t) at the site of injection is then given by
C0(t) =
QI(t)
QT (t)
. (3.8)
It is important to note that the concentration changes during the cardiac cycle. During
systole, when the blood flow is highest, the concentration is low; whereas during diastole, when
the blood flow is lowest, the concentration is high. This is particularly important because it
explains the characteristic pattern that appears in the flow map. In Figure 3.2(b), an example is
given of the concentrations which are determined using the blood flow and injection flow shown
in Figure 3.2(a) and Equation 3.8.
3.5 Model of contrast agent propagation
The transport of a soluble substance in a moving medium is determined by convection and diffu-
sion. The convection-diffusion equation and different approaches for solving it were introduced
in Section 2.3.2. The approach which is chosen here is based on the method of Bailey and Goga-
rty (1962) for solving the equation by superimposing convective and diffusive effects alternately.
The convection model is based on work from Hawkes et al. (1988) and Rhode et al. (2005), but
the formulation has been extended to include a diffusion model.
If a vessel is divided into N laminae (see Figure 3.3), the radius in the middle of lamina
n ∈ {1, 2, . . . , N} is given by
rn =
n− 1/2
N
R (3.9)
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Figure 3.2: Prediction of contrast agent concentration at the injection site (Waechter et al.,
2008b).
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Figure 3.3: Vessel divided into laminae
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Figure 3.4: Velocity profile.
and the cross sectional area of lamina n is given by
an = pi ·
( n
N
R
)2
− pi ·
(
n− 1
N
R
)2
. (3.10)
r ∈ {r1, r2, . . . , rN} indicates the radius of an arbitrary lamina. The velocity distribution over
the laminae depends on the flow profile p(r). A profile, given by
p(r) = 1− (r/R)k, 2 ≤ k <∞, (3.11)
can approximate a profile between plug flow (k →∞) and parabolic flow (k = 2) as illustrated
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in Figure 3.4. The velocity in the lamina with radius r is now given by
v(r, t) = vmax(t) · p(r), (3.12)
with vmax(t) =
QT (t)∑N
n=1 p(rn) · an
.
The transport of contrast agent along a vessel is described by the concentration map C(r, l, t)
where r is radial distance, l is longitudinal distance and t is time. It represents the progression of
contrast agent concentration along each lamina. At the start of simulation, there is no contrast
agent in the vessel, therefore C(r, l, 0) is initialised to zero.
r
l
r
l
C(r, l, t - ∆t) C(r,l,t)
C0(t - ∆t)
C0(t)
Figure 3.5: Changes in the concentration map due to convection.
The convection of the contrast agent is determined as follows: For each lamina, the concen-
tration values are shifted according to the velocity in the lamina. The shift s(r, t) over a time
interval ∆t is given by
s(r, t) = v(r, t) ·∆t. (3.13)
Changes in the discrete concentration map due to convection at time t during the short
interval ∆t are simulated by (see Figure 3.5)
C ′(r, l, t) =
 Cin(r, t) l < s(r, t)C(r, l − s(r, t), t−∆t) l ≥ s(r, t), (3.14)
where Cin(r, t) is the contrast agent concentration at the inlet of the segment. s(r, t) is discretised
and the residual is taken into account for the next iteration.
The changes in the concentration map due to diffusion of the contrast agent are given by
C(r, l, t) = C ′(r, l, t) +D ·∆t ·
(
∂2C ′(r, l, t)
∂r2
+
1
r
∂C ′(r, l, t)
∂r
+
∂2C ′(r, l, t)
∂l2
)
, (3.15)
where the partial derivatives are computed using central difference quotients. At the radial
boundaries, no diffusion should occur, in particular at r = R as this is the border of the
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vessel. This is expressed by the boundary condition of the convection-diffusion equation (see
Equation 2.12). If a spatial derivative is zero, there is no concentration gradient and therefore
no diffusion in the corresponding direction. To respect the boundary condition, C ′ is padded at
the radial boundaries to give a zero derivative. Iterative application of the convection step and
the diffusion step gives the progression of the concentration of contrast agent described by the
concentration map C(r, l, t).
3.6 Extension to vessel trees
In the description of the contrast agent concentration propagation model above, I assumed for
simplicity that the vessel consists only of one segment with a constant radius. In reality, however,
the vessels will branch and the radius will vary along the length of the vessel.
The vessel tree consists of branches Bi which are limited by the start point, by a bifurcation
point, or by an end point of the vessel tree. Each branch consists of one or more segments Sj
depending on the variations of the radius. Each segment is described by a set of centreline points
and radii. If l represents the length along the vessel segment and Lj is the total length of the
vessel segment, its centreline is given by a set of Kj 3D points Pj(l), l ∈ {li | li = i · Lj/Kj , i ∈
{1, 2, . . . ,Kj}} and for each point the corresponding radius is given by Rj(l). Each segment
corresponds to one concentration map Cj(r, l, t).
3.6.1 Changes in radius
If the radius varies substantially, for example at a stenosis, a branch can be divided into several
segments. However, the radius might still vary slightly within a segment. The laminae then
correspond to a relative position in the vessel and their radii are given by
rn,j(l) =
n− 12
N
Rj(l). (3.16)
This concept is illustrated in Figure 3.6(a), which shows the representation of the vessel as it is
determined during the vessel reconstruction (centerline radius representation).
If the radius of a vessel segment changes, the velocity changes as it depends on the square
of the radius. The flow simulation, however, does not allow changes in velocity along the vessel
within one segment. Therefore, an effective radius is determined. If this effective radius is used
to determine the velocities, the velocity in lamina n corresponds to the mean of the velocity
along a streamline with varying distance rn(l). Using Equation 3.10 and 3.12 the velocity can
be expressed as
vj(n, l, t) =
QT (t) · p′(n)
Rj(l)2
, (3.17)
where p′(n) is based on p(r), but does not depend on the radius Rj(l). The mean velocity in
segment Sj along the streamline n is given by
vj(n, t) =
1
Kj
Lj∑
l=0
vj(n, l, t) =
QT (t) · p′(n)
Kj
·
Lj∑
l=0
1
Rj(l)2
, (3.18)
3.6. Extension to vessel trees 78
Rj(l)
S1
S2
S3
(a) Centreline radius representation.
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(b) Effective radius representation.
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Rout,1 = Rin,2
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(c) Inlet and outlet radius representation.
Figure 3.6: Illustration of laminae for different representations of the vessel.
The effective radius Reff,j is then given by
Reff,j =
√
QT (t) · p′(n)
vj(n, t)
=
√
1
1
Kj
∑Lj
l=0
1
Rj(l)2
. (3.19)
The effective radius can be used to determine the effective velocity for each lamina n and each
segment Sj according to
veff,j(n, t) =
QT (t) · p′(n)
R2eff,j
. (3.20)
The velocities will be discontinuous at the borders of the segment, but the conservation of flow
will be respected. The effective radius representation is illustrated in Figure 3.6(b).
For the simulation of angiographic images, each segment is described by its inlet and outlet
radius and the radii in between are linearly interpolated. Successive segments must have the
same radius at their interfaces. This ensures that the radius is continuous. The effective radius is
determined using Equation 3.19. This representation of the vessel is illustrated in Figure 3.6(c).
3.6.2 Bifurcations
A bifurcation is divided into three branches: the mother branch Bi and two daughter branches
B2i and B2i+1. Each branch can be divided into multiple segments if the radius varies. If the
mother branch is the first branch, the total flow is given by the total flow at the injection site:
QT,i(t) = QT (t). Otherwise, it is determined recursively. Assuming that the flow division χ is
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independent of time, the flow in the daughter branches is given by
QT,2i(t) = χ2i ·QT,i(t), (3.21)
QT,2i+1(t) = χ2i+1 ·QT,i(t), (3.22)
with χ2i = (1− χ2i+1). (3.23)
This approach ensures that Bernoulli’s flow conservation equation (see Equation 2.7) is obeyed,
which means that the flow at the inlet has to equal the sum of the flows at all outlets. Now,
the velocities can be determined for each segment according to Equation 3.20 using the effective
radius Reff,j of the segment and using the volume flow QT,i of the branch.
The flow model assumes that the flow profile and the contrast agent concentrations are
axially symmetric. After a bifurcation, however, the flow profile is skewed and the contrast
agent concentrations are not axially symmetric. After a certain distance the normal flow profile
is restored (Nichols and O’Rouke, 2005). Therefore, the observations directly after a bifurcation
will not be used for the flow quantification.
3.6.3 Determination of concentrations for a vessel tree consisting of
several segments
Each segment Sj corresponds to one concentration map Cj . If the segment is the first segment
(j = 1), the concentrations at the inlet are given by the concentrations at the injection site:
Cin,1(rn,1, t) = C0(t). Otherwise, they are determined from the concentrations at the outlet of
the previous segment. If segment Sj is fed by segment Sj−1, the concentrations at the inlet of
segment Sj are given by
Cin,j(rn,j , t) = Cout,j−1(rn,j−1, t)
=
Lj−1∑
l=Lj−1−s
Cj−1(rn,j−1, l, t−∆t)
s
, (3.24)
where s = s(rn,j−1, t) is the shift in lamina n of segment Sj−1 given by the convection from
Equation 3.13. For this, it is necessary that all segments are divided into the same number
(N) of laminae. The concentrations in lamina n of segment Sj is always determined from the
concentrations in lamina n of segment Sj−1, no matter what the radius is. As the volume
flow is conserved between segments, the mass of contrast agent is conserved as well. With this
information, the contrast agent propagation can be determined for the complete vessel tree.
3.7 Extensions for the evaluation of the model
The model described in Section 3.1 to 3.6 was used for most parts of the thesis. For the part of
the evaluation which is based on computer simulations, I have introduced modifications to the
model, which are described below.
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Figure 3.7: Example waveform from database of Marshall et al. (2004).
3.7.1 Blood flow waveform
For the generation of validation datasets, the blood flow waveform was not determined by
the waveform model. Instead, four characteristic waveforms were chosen from the waveform
database compiled by Marshall et al. (2004). The database consists of blood flow waveforms
from the common carotid artery, the internal carotid artery, and the external carotid artery,
which were determined from healthy volunteers using MRI. The waveforms were chosen in such
a way that the variation in the database is captured: the first one is characterized by a slow
decrease after systole; the second one has a small bump after systole; the third one is more
pulsatile and has a severe bump after systole; the last one has a sharp peak during systole. The
four examples are shown in Figure 3.7.
3.7.2 Other waveform models
As mentioned in Section 3.2, two further waveform models were evaluated besides the 4-
parameter warped cosine model. They are referred to as 2-parameter warped cosine model
and Laplace model.
The 2-parameter warped cosine model is a simpler version of the 4-parameter warped cosine
model, where the parameters γ and δ have been removed.
The Laplace model is a well validated approach for modelling a blood flow waveform.
Skidmore and Woodcock (1978) proposed the third order Laplace transform to fit a 3 parameter
model in the frequency domain to waveforms determined by ultrasound. This model is supposed
to be able to describe 90% of all observed physiological waveforms. It is also possible to fit the
inverse Laplace transform
w′1(t) =
γ(α2 + β2)
(γ − α)2 + β2
[
e−γt + e−αt
(
γ − α
β
sinβt− cosβt
)]
(3.25)
in the time domain and this approach was chosen.
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3.7.3 Womersley profile
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Figure 3.8: Womersley profiles for the waveforms from Figure 3.7.
The ideal solution for the flow profile in the case of pulsatile flow is given by the Womer-
sley solution (Womersley, 1955). For some validation cases, the constant velocity profile was
replaced by a Womersley profile. According to Cebral et al. (2005), the Womersley profile can
be determined as explained in the following: First, the blood flow QB(t) is decomposed into its
Fourier modes given by
QB(t) =
M∑
m=0
Qme
imωt, (3.26)
where M is the number of modes and ω is the angular frequency obtained from the period of
the cardiac cycle. The Womersley profile is then given by
p(r, t) = v(r, t)/vmax(t) (3.27)
with
v(r, t) =
2Q0
piR2
[
1−
( r
R
)2]
+
M∑
m=1
Qm
piR2
1− J0(βmr/R)J0(βm)
1− 2J1(βm)βmJ0(βm)
 eimωt, (3.28)
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and with
βn = i3/2Wo
√
m = i3/2R
√
mω
ν
(3.29)
where R is the radius, ν is the kinematic viscosity, J0 is the zeroth order Bessel function and
J1 is the first order Bessel function. The shape of the profiles is determined by the Womersley
number Wo, which can be interpreted as the ratio of the unsteady, pulsatile forces to the viscous
forces. A Womersley number of about 5 is characteristic for the carotid arteries. The Womersley
profiles for the waveforms from Figure 3.7 are shown in Figure 3.8.
3.7.4 Mixing at the injection site
In the model described above, mixing is assumed to be uniform. However, the distribution of
contrast agent at the injection site can vary across the cross section. Here, the variations across
the cross section are described by
pI(r) = (1− r/R)k, 0 ≤ k ≤ 1. (3.30)
For k = 0, the distribution is uniform; for k = 1, the concentration decreases linearly with the
distance from the centre. The contrast agent at the inlet is then given by
C0(r, t) = x · C0(t) · pI(r), (3.31)
with
x =
∑N
n=1 s(rn, t) · an∑N
n=1 pI(rn) · s(rn, t) · an
,
where C0(t) is the mean concentration at the injection site as given by Equation 3.8.
3.8 Discussion
In this chapter, a model for the simulation of contrast agent transport in a vessel tree was
described. This model uses many assumptions. In summary, the assumptions of the model
without the extensions for validation are:
• The blood flow is periodic and the waveform can be represented by the waveform model.
• The contrast agent injection can be represented as a rectangular function with a lag.
• The mixing at the injection site is uniform.
• The flow circuit behaves in a way that is analogous to an electrical network.
• The vessels can be presented by tubular segments.
• The flow is laminar and axially symmetric.
• The flow profile is constant in time and between parabolic flow and plug flow.
• The contrast agent distribution is axially symmetric.
• The influence of compliance is negligible on the observed distance.
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These assumptions hold well for steady flow of a Newtonian fluid in long, straight and rigid
tubes, because in this case the flow can be described by Poiseuille’s equation as explained in
Section 2.3.1 (parabolic flow). Pulsatile flow, limited vessel length, and non-Newtonian viscosity
introduce variations in the flow profile. These are approximated by allowing the flow profile to
be between plug flow and parabolic flow. Compliance changes the shape of the waveform. Over
small distances these changes are negligible, over longer distances they will have to be considered.
A possible way to model these changes is given by 1D vascular networks as described by Sherwin
et al. (2003).
For a bifurcation, a tortuous vessel, a stenosed vessel or a suddenly widened vessel, these
assumptions do not hold. The main problem is that the flow profile and the contrast agent
concentration are no longer axially symmetric in this case. However, an approximate model
might be sufficient for flow quantification. In the validation section of Chapter 7, I will evaluate
the applicability of the model using computer simulations and, more importantly, using images
from an experimental flow circuit. There, the model will be analysed and it will be further
discussed whether this model is sufficient for blood flow quantification.
The waveform model might be too restrictive for clinical use. If this is the case, it could be
replaced by a principal component model as proposed by Rhode et al (2005). For this model, a
characteristic set of waveforms is required to determine the mean waveform and the main modes
of variation using the principal component analysis, this is called training. The advantage of
this model is that it is more flexible than the model chosen for this work. The disadvantage
is that the model can only represent the variations which are present in the training database.
Therefore, it is not advisable to train a model on waveforms obtained from an experimental
setup and later use it for clinical cases. For the model which was selected for this work, the
expressive power is chosen by the range of the parameters. In the validation section of Chapter
7, the applicability will be analysed and further discussed.
For the flow quantification, the resistance factor is an important parameter. It will vary
within the circulation, the nearer the injection side is to the heart, the nearer to one the resistance
factor will be. When known values from literature are used for the upstream and downstream
resistances, it can be found that the resistance factor should be very near to one for most parts
of the arterial circulation. This means that the blood flow would be decreased in such a way
that the total flow remains unchanged. This, however, does not agree with observations from
literature as described in Section 2.3.3, which report that the flow is increased in the time
interval of the injection.
A possible reason for this discrepancy could be that compliance and inertia were ignored
in this simple model. Theoretically, the compliance of peripheral vessels could take up some
of the extra volume due to the injection and therefore reduce the disturbance. Additionally,
inertia could reduce the backflow directly upstream of the injection site and also reduce the
disturbance of the blood flow. To further analyse their effect a lumped parameter simulation
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of the circulation was conducted. However, with physiological values for all model parameters,
this more complex model also gave unchanged total flow during the time of injection. Further
analysis is required to better understand and model the influence of the injection. For the time
being, the simple model with a heuristically chosen resistance-factor will be used.
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4
Generation of synthetic but realistic image data
4.1 Introduction
A major problem for research which is based on x-ray images is that it is very difficult to obtain
patient data. The reason for this is exposure to x-ray radiation, which can be harmful for the
patient and the clinician. This is particularly problematic if a non-standard protocol should
be used. It is necessary to show that the new method works before an ethics committee will
approve a trial. This, however, is difficult if no appropriate image data are available. Therefore,
one part of my work was the generation of synthetic but realistic image data. These data were
used to develop the methods of this thesis and for validation.
Two different methods were used for image generation: computer simulations and phantom
experiments. Both setups give rotational angiographic sequences with inflow and outflow of
contrast agent with known flow conditions.
Most of the components required for the experimental setup were provided by Philips
Medical Systems (Best, The Netherlands) and similar setups have been described in the literature
(Colchester et al., 1986; Rhode et al., 2005). The computer simulation of rotational angiography
is based on the software Radonis from Philips Research Europe (Hamburg, Germany). For the
simulation of blood flow and contrast agent transport, the model described in Chapter 3 was
used.
4.2 Computer simulation of rotational angiographic se-
quences
4.2.1 Overview
The computer simulation consists of the following steps: First, the contrast agent propagation
through a given vessel tree is simulated. The results are mapped to a volume and merged with a
CT dataset of the corresponding part of the body. The resulting dataset is used as input for the
x-ray simulation of the contrast agent (CA) scan. The original CT dataset is used for the x-ray
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Figure 4.1: Overview of the virtual angiography algorithm.
simulation of the mask scan. Both scans are log-subtracted to obtain the subtracted rotational
angiographic sequence. An overview is given in Figure 4.1. All steps are explained in detail
below.
4.2.2 Vessel geometry
The vessel geometry was based on the visible human CT dataset (Ackerman et al., 1995). The
centrelines of the main vessels of the head and the neck were segmented manually by selecting
points in orthogonal views of the CT dataset. The characteristic radii of the vessel segments
were determined from the literature (Hillen et al., 1988) (see Table 4.1). A surface model of the
resulting vessel tree, including common carotid, internal carotid, external carotid, vertebral and
basilar arteries and the Circle of Willis, is shown in Figure 4.2.
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Artery Radius [mm]
Common carotid 4
External carotid (proximal) 2.8
External carotid (distal) 2
Internal carotid (at sinus) 4.4
Internal carotid (proximal) 3
Internal carotid (distal) 2
Middle cerebral 1.75
Posterior communicating 0.5
Posterior cerebral I 1.5
Posterior cerebral II 1.5
Anterior cerebral I 1.25
Anterior cerebral II 1.25
Anterior communicating 0.5
Basilar 2
Vertebral 1.5
Table 4.1: Radii of vessel tree (determined from Hillen et al. (1988) and Kolachalama (2006))
(a) Frontal view of vessel tree. (b) Vessel tree together with skull from
CT dataset.
Figure 4.2: Vessel geometry based on the visible human dataset used for computer simulated
rotational angiography (Waechter et al., 2008c).
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4.2.3 Simulation of contrast agent propagation
For the simulation of the contrast agent propagation, the model described in Chapter 3 was
used.
The velocity profile across the vessel was chosen to be between plug flow and parabolic
flow. Characteristic waveforms were determined from the database provided by Rhode et al.
(2005) and characteristic volume flows were determined from the literature (Likittanasombut
et al., 2006; Oktar et al., 2006). The flow fractions at the bifurcation were set proportional to
the cross sectional areas of the daughter branches.
The contrast agent injection was assumed to be intra-arterial and the injection site could
be placed at an arbitrary location in the vessel tree. The injection duration was varied and the
flow of the injection was either equal to the mean blood flow or half of the mean blood flow.
The simulation as described in Chapter 3 gave the spatial and temporal development of the
concentration of contrast agent Cj(r, l, t). From the concentration of contrast agent, the con-
centration of iodine was determined, assuming that the contrast agent Ultravist-370 (Schering,
Berlin, Germany) was used, which has an iodine concentration of 370 mg/ml. From this, the
additional attenuation µj(r, l, t) due to the iodine was determined.
4.2.4 Mapping to a volume
From the analytical representation of the vessel tree, three 3D data structures were determined:
the object volume VO, the radius volume VR, and the length volume VL. If a voxel v is part of
a vessel segment
• VO(v) contains the number of the segment to which the voxel belongs,
• VR(v) contains the radial distance of the voxel to the centreline of the corresponding
segment,
• VL(v) contains the length along the centreline of the corresponding segment.
Each volume is represented by a 3D array. Using these three volumes the attenuation values were
mapped to a volumetric representation Vµ of the vessel tree at time step t using the following
relationship:
Vµ(v, t) = µj(r, l, t) (4.1)
with
j = VO(v), r = VR(v), l = VL(v).
4.2.5 X-ray simulation
The x-ray simulation was done with the software package Radonis (Philips Research Europe,
Hamburg, Germany). This software models noise and beam hardening (Brooks and Chiro, 1976),
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and, as the CT dataset of the visible human was used to provide background attenuation, noise
and beam hardening were realistic.
The x-ray input spectrum, the current, the radiation time, the detector size, and the geo-
metric configuration of the c-arm, could all be specified. All values were chosen to represent a
rotational angiography protocol on an Allura system (Philips Medical Systems, Eindhoven, The
Netherlands).
The simulated x-ray tube consisted of 95% tungsten (W) and 5% rhodium (Rh), and the
spectrum was filtered with 0.1 mm copper and 5 mm aluminium. The voltage was 75 kV.
This infomation was used to determine the input spectrum using the software X-Sim (Philips
Research Europe, Hamburg, Germany). The spectra are shown in Figure 4.3. The current was
125 mA or 250 mA and the radiation time was 5 ms.
During the simulation, the concentration of iodine and of water (or soft tissue) is determined
for each voxel. Then, the line integrals of attenuation are determined using the attenuation
spectra of water and of iodine. The attenuation spectra, shown in Figure 4.4, were determined
from the NIST database (Hubbell and Seltzer, 1996).
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Figure 4.3: Spectra of x-ray tube.
The software package Radonis allows the geometric configuration of the simulated x-ray
system to be set. This feature was used to implement a rotational trajectory. The simulated
x-ray system rotated 205◦ in 4 s, during which time 120 images were acquired.
To introduce patient movement artefacts, the CT dataset was slightly rotated or translated
for the mask scan. Additionally, the table position could be varied. For every defined acquisition
protocol, one scan with contrast agent and one scan without contrast agent were simulated. Both
scans were then log-subtracted, meaning
IDSA = elog(ICA)−log(IMask), (4.2)
to obtain the simulated rotational angiography.
Example output images are shown in Figure 4.5: Figure 4.5(a) shows a subtracted an-
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Figure 4.4: Attenuation Spectra (determined from Hubbell and Seltzer (1996)).
giographic image after an injection in the common carotid artery; Figure 4.5(b) shows a sub-
tracted angiographic image after an injection in the vertebral artery; Figure 4.5(c) shows a
non-subtracted angiographic image; Figure 4.5(d) shows a subtracted angiographic image with
motion artefacts; Figure 4.5(e) shows every 10th image of a rotational angiographic sequence.
An overview of selected parameters is given in Chapter 6, where these images are used for
the validation of the vessel reconstruction.
4.3 Experimental setup for rotational angiographic images
4.3.1 Overview
The experimental setup was used to acquire real x-ray images following a contrast agent injection
into a phantom. An overview of the setup is given in Figure 4.6. Pictures of all components
are shown in Figure 4.7. An overview of all variable parameters for the datasets from the
experimental setup is given in the Appendix A.1.
A phantom was connected to a pulsatile flow pump and a fluid was pumped through a
circuit. The pulsatile flow pump consisted of a continuous pump (Cole Parmer Instrument
Company, Chicago, USA), which generated the required mean flow, and a cylinder (Parker
Hannifin, Cleveland, USA), which created a pulsatile waveform. The fluid in the circuit was
either saline solution or a blood mimicking fluid. The blood mimicking fluid has a viscosity
similar to blood and consists of saline solution (70%) and Glycerine (30%) (Dean, 1992). The
ground truth flow was measured with an electromagnetic flow meter (EMF)(Skalar Medical,
Delft, The Netherlands).
The rotational x-ray system (Allura Xper with an FD20 detector and a MRC tube, Philips
Medical Systems, Eindhoven, The Netherlands), the contrast agent injector (MarkVProVis,
Medrad, Indianola, USA), and the contrast agent (Ultravist-370, Schering, Berlin, Germany)
were all the same as those found in a typical clinical environment.
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(a) Digitally subtracted an-
giographic image with injec-
tion in common carotid.
(b) Digitally subtracted an-
giographic image with injec-
tion in vertebral artery.
(c) Angiographic image with-
out digital subtraction.
(d) Digitally subtracted an-
giographic image with mo-
tion artifacts.
(e) Every 10th frame from of a rotational angiographic sequence.
Figure 4.5: Computer simulated rotational angiography using the visible human dataset
(Waechter et al., 2008c).
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Figure 4.6: Overview of the experimental setup.
4.3.2 Phantom geometries
For the experimental setup, phantom geometries of different complexity were used as follows:
1. a straight rigid tube with a radius of 2 mm,
2. a straight rigid tube with a radius of 3 mm,
3. a glass bifurcation with the dimensions of a normal carotid bifurcation, including the
carotid bulb where the base of the internal carotid artery characteristically widens imme-
diately after the bifurcation,
4. a glass bifurcation with the dimensions of a normal carotid bifurcation including a smaller
carotid bulb and the tortuous part of the internal carotid artery,
5. a glass bifurcation with the dimensions of a stenosed carotid bifurcation,
6. a compliant bifurcation made from flexible silicone tubing with a radius of 3 and 2 mm,
7. a compliant spiral made from flexible silicone tubing with a radius of 2 mm,
8. an anthropomorphic cerebrovascular vessel phantom consisting of the internal carotid
artery and one half of the Circle of Willis made from flexible silicone,
9. an anthropomorphic cerebrovascular vessel phantom consisting of the both internal and
external carotid arteries and the complete Circle of Willis embedded in a rigid silicone
block.
X-ray images of all phantoms are shown in Figure 4.8. Phantoms 3 to 5 were constructed
with the help of the glass workshop of Philips Research Europe (Aachen, Germany). Phantoms
6 and 7 were made by the author. Phantom 8 was contributed by Kawal Rhode (Guys Hospital,
London, United Kingdom) and Phantom 9 was rented from Elastrat (Geneva, Switzerland). The
fabrication method used to construct the anthropomorphic phantoms is described in Gailloud
et al. (1997).
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(a) Pump to generate steady flow. (b) Cylinder to generate pulsatile waveform.
(c) Electromagnetic flow meter. (d) Plexiglass cylinder with straight tube.
(e) X-Ray system with phantom. (f) Injector.
Figure 4.7: Components of experimental setup for rotational angiography with inflow and out-
flow of contrast agent.
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(a) 2 mm radius tube (phan-
tom 1).
(b) 3 mm radius tube (phan-
tom 2).
(c) Carotid - with bulb (phan-
tom 3).
(d) Carotid - with tortuous in-
ternal carotid (phantom 4).
(e) Carotid - with stenosis
(phantom 5).
(f) Simple bifurcation (phan-
tom 6).
(g) Spiral (phantom 7). (h) Half of the circle of Willis
(phantom 8).
(i) Complete circle of Willis
(phantom 9).
Figure 4.8: X-ray images of the phantoms.
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Phantoms 1 to 5 and 8 were placed in turn in an elliptical, perspex cylinder filled with
water. This cylinder was constructed with the help of the workshop of Philips Research Europe
(Aachen, Germany). The inlets and outlets of the cylinder are configurable according to the
geometry of the phantom. The cross sectional area corresponds to the shape and size of a human
head. The cylinder is shown with phantom 8 mounted inside in Figure 4.9.
The elastic phantoms 6 and 7 were embedded in an agar-based, soft-tissue mimicking ma-
terial inside a plastic cylinder. The soft tissue mimicking material was created as described by
Madsen et al. (2005). Embedding phantom 8 in this soft tissue mimicking material was also
attempted, but this failed because one of the vessel segments collapsed and during the attempt
to reopen it, one of the aneurysms ruptured.
For all geometries, the material surrounding the phantom generated realistic noise, beam
hardening, and scatter during the x-ray acquisitions. For each geometry, a mask scan, obtained
without using a contrast agent injection, was acquired first.
Figure 4.9: Elliptical cylinder with anthropomorphic cerebrovascular phantom fixed inside
(Waechter et al., 2008c).
4.3.3 Configuration of the flow system
The mean flow rate in the circuit was varied between 100 ml/min and 300 ml/min depending
on the cross sectional area of the main branch of the phantom. Higher flow rates were not
possible due to limitations of the pump. Different pulsatile waveforms and a pulsatility factor
were selected. The duration of the cardiac cycle was set to 0.8 s.
The injection flow was either set to the mean flow of the circulation or to half of the mean
flow of the circulation. The injection duration was 3 s. The injection was started manually
immediately after the start of the x-ray acquisition.
4.3.4 Configuration of the x-ray system
An acquisition protocol was configured to give a constant voltage and current (peak 70 kV and
250 mA, respectively). This is a deviation from the standard 3DRA protocol, in which the
amperage and voltage can be adjusted during the acquisition according to the thickness of the
patient. This, however, is not desirable for a quantitative evaluation of the x-ray images.
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Figure 4.10: Examples of EMF signal.
The x-ray tube consists of 95% tungsten and 5% rhodium. The x-ray system contains a
0.1 mm copper filter and a 1 mm aluminium filter. Additionally, a 1.5 mm aluminium filter
was applied. The case of the x-ray tube can be approximated by a 2.5 mm aluminium filter.
120 images were obtained in a pulsed mode with a frame rate of 30 fps and a radiation time of
5 ms per image. The rotation range was 205◦ and the average rotation speed was 55◦/s. The
acquisition time was 4 s.
4.3.5 Usage of the EMF
The ground truth instantaneous volumetric flow rate was recorded using an EMF and at the same
time the control signal of the x-ray system (ControlX) was recorded (see Figure 4.10(a)). The
second is useful for the synchronisation of the rotational image sequence and the electromagnetic
flow meter.
From the EMF signal before and after the injection, a mean waveform was determined.
This mean waveform was used to separate the EMF signal during the injection into flow due to
the pump of the circulation and flow due to the injector (see Figure 4.10(b)).
The EMF was validated in the following way: A steady flow was configured using the EMF
signal to choose the mean flow rate and the fluid which passed through the system in a fixed
period of time was collected. Then, the fluid was weighed and the ground truth volume flow
rate determined. This was done for different flow rates before the main experiments in order
to analyse the linearity of the EMF measurements. The results are shown in Figure 4.11(a).
Each time after the fluid in the circulation was exchanged, the procedure was repeated using
the mean flow of the following set of experiments. The results are shown in Figure 4.11(b). It
can be seen that the ratio between the EMF measurements and the ground truth measurements
varied throughout the experiments. The mean flow error (see Equation 7.12) of the EMF was
3% ± 3% compared to fluid collection. The variance was higher if the fluid in the circulation
was blood mimicking fluid instead of saline solution.
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Figure 4.11: Analysis of EMF signal.
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5
Geometry and attenuation calibration
5.1 Introduction
Without any calibration, x-ray images give only relative information. A geometry calibration
enables the measurement of absolute length and diameter of the vessel, whereas an attenuation
calibration enables the measurement of absolute iodine concentrations.
If a 3D point is given, it must be possible to determine its 2D projection points in the
rotational sequence, which are required for the geometry reconstruction and for the flow re-
construction. The relation is given by the projection function. As the detector does not have
a perfect circular orbit, the parameters of the projection function have to be determined by
performing a geometry calibration. This is the subject of the first part of this chapter.
Additionally, for flow reconstruction, it is beneficial to obtain quantitative information
about the concentration of iodine in a vessel. The amount of iodine on the x-ray beam path
determines the x-ray image intensity, but the relationship is complex. An attenuation calibration
can turn x-ray image intensities into line integrals of iodine density. This is the subject of the
second part of this chapter.
5.2 Geometry calibration
5.2.1 Coordinate systems
To determine the projection of a voxel onto an image plane, four coordinate systems should
be considered: the image coordinate system i, the detector coordinate system d, the focus
coordinate system f , and the global coordinate system g. All coordinate systems are shown in
Figure 5.1 and indicated by a superscript.
The voxel volume is given in global coordinates. The origin of the global coordinate system
is the isocentre of rotation og = piso and its orientation is given by the set of unit vectors
{ngx,ngy,ngz}. The detector coordinate system rotates with the detector. Its origin is the centre
of the detector od = pdet and its orientation is given by the set of unit vectors {ndx,ndy,ndz},
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ndx
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Figure 5.1: Coordinate systems of c-arm.
where ndz points away from the focus and n
d
x and n
d
y describe the plane of the detector. The
focus coordinate system rotates with the focus. Its origin is given by the focus point of = pfoc,
but its orientation is given by the orientation of the detector. The image coordinate system is
a 2D system. Its origin is at the upper left corner of the detector. Its orientation is determined
by the orientation of the detector: ndy and n
i
y have the same orientation, whereas n
d
x and n
i
x
have opposite orientation.
5.2.2 Transformation between coordinate systems
In the following description, homogeneous coordinates are used. The transformation from Carte-
sian to homogeneous coordinates is given by

x
y
z
 7→

x
y
z
1
 . (5.1)
In homogeneous coordinates the transformation from coordinate system a to b can be expressed
as a multiplication by a 4× 4 matrix
pb = Tb←a · pa (5.2)
with
Tb←a =
 R t
0 1
 , (5.3)
where R is a 3 × 3 rotation matrix and t is the translation vector that together define a rigid
body transformation from coordinate system a to coordinate system b.
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For every orientation of the rotating system, the calibration data gives the position of
isocentre pdiso(t) and focus p
d
foc(t) in detector coordinates and 3 rotation angles αx(t), αy(t) and
αz(t) around the three axes, respectively. The set of all time-dependent geometric parameters
will be indicated by G(t). Additionally, the size of the detector sx and sy and the number of
pixels nx and ny must be known.
The translation from the origin of the detector coordinate system at time t to the origin of
the global coordinate system is given by
tg←dt = p
d
iso(t)− pddet. (5.4)
The rotation R is composed of 3 rotations, first around the Y-axis, then around the (rotated)
X-axis and last around the (twice rotated) Z-axis. Each rotation can be described by a rotation
matrix
Rg←dt = Rz(αz(t)) ·Rx(αx(t)) ·Ry(αy(t)) (5.5)
=

c(αz) s(αz) 0
−s(αz) c(αz) 0
0 0 1
 ·

1 0 0
0 c(αx) s(αx)
0 −s(αx) c(αx)
 ·

c(αy) 0 s(αy)
0 1 0
−s(αy) 0 c(αy)
 ,
where c denotes cosine and s denotes sine. The transformation from detector to global coordi-
nates is then given by
Tg←dt =
 Rg←dt tg←dt
0 1
 . (5.6)
The next required transformation is the transformation from detector coordinates to focus co-
ordinates. As mentioned above, the orientation is the same. Therefore, the rotation matrix is
the identity matrix I. The translation from the origin of the detector coordinate system at time
t to the origin of the focus coordinate system at time t is given by
tf←dt = p
d
foc(t)− pddet. (5.7)
The transformation from detector to focus coordinates is then given by
Tf←dt =
 I tf←dt
0 1
 . (5.8)
For both transformations described above the inverse transformations are given by the inverse
of the transformation matrices, i.e.
Td←gt =
(
Tg←dt
)−1
, (5.9)
Td←ft =
(
Tf←dt
)−1
. (5.10)
The last required transformation is the transformation between detector coordinates and image
coordinates. The transformation from detector to image coordinates consists of the reflection,
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Figure 5.2: Projection of voxel to detector plane.
the scaling, the translation of the origin, and the limitation to x and y components:
Ti←d =

−nx/sx 0 0 nx/2
0 ny/sy 0 ny/2
0 0 0 1
 . (5.11)
It is important to note that this transformation assumes that the point lies on the detector. The
transformation from image to detector coordinates is given by
Td←i =

−sx/nx 0 sx/2
0 sy/ny −sy/2
0 0 0
0 0 1
 . (5.12)
Both these transformations are time independent.
5.2.3 Projection
To determine the projection of a voxel v with the global coordinates pgvox at time t, the following
steps have to be performed: First, the global coordinates are transformed to focus coordinates
as follows:
pfvox(t) = T
f←d
t ·Td←gt · pgvox. (5.13)
In focus coordinates, the projection point can be found by a scaling with the magnification
factor λ as illustrated in Figure 5.2:
pfproj(t) =
 λ · I 0
0 1
 · pfvox(t), (5.14)
with
λ =
pfdet,z(t)
pfvox,z(t)
, (5.15)
where pfdet,z(t) and p
f
vox,z(t) are the z-coordinates of the respective points. The projection point
pfproj(t) is now given in focus coordinates. In the following, the projection point is required to
be in image coordinates as given by
piproj(t) = T
i←d ·Td←ft · pfproj(t). (5.16)
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Figure 5.3: X-ray image of geometry calibration phantom, the dodecahedron and the central
axis are displayed as an overlay.
The projection function Π, which is used in the following chapters, is defined for a voxel v
with global coordinates pgvox as
Π(v, G(t)) :=
piproj,x(t)
piproj,y(t)
 , (5.17)
where piproj is determined as described above and G(t) describes the geometric parameters of
the c-arm at time t. The detector used for the experiments was a flat detector, so it was not
necessary to consider distortion.
5.2.4 Calibration
To determine the projection of the voxel v, the geometric parameters G(t) of the c-arm have to
be known. Every configuration of the rotating system is described by the following parameters:
the position of isocentre pdiso and focus p
d
foc in detector coordinates and 3 rotation angles αx,
αy and αz around the three axes, respectively. These parameters vary as the c-arm rotates.
Due to gravitational and inertial forces, the c-arm and its supporting stand are deformed during
the rotation. Therefore, the rotation is not perfectly circular and the position of the focus in
relationship to the detector varies. As the variations are reproducible, however, a geometric
calibration can be used to determine the calibration parameters (Wiegert, 2006; Movassaghi
et al., 2004).
For the geometry calibration, images of a dodecahedron-shaped calibration phantom are
acquired (Philips Medical Systems, Best, The Netherlands). A dodecahedron has 20 corners, in
each a bronze calibration ball is placed. All calibration balls have the same distance from the
centre, which is 85 mm. Three additional calibration balls are placed on the central axis. All
calibration balls have a radius of 1.5 mm, except the one in the centre, which has a radius of
2 mm. An example x-ray image of the calibration phantom is shown in Figure 5.3.
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(a) Projection of centre points of calibra-
tion balls (Projection points are marked with
white dots).
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(b) Distance between projected centre points
and detected calibration balls (mean distance
per frame).
Figure 5.4: Results from geometry calibration using my projection function (Equation 5.17).
The software CaliburXP (Philips Medical Systems, Best, The Netherlands) was used to
determine the calibration parameters for every configuration. An overview of the calibration
method used by CaliburXP was given by Koppe et al. (1995). Besides the exact geometry
of the calibration phantom, CaliburXP requires the exact pixel size and initial values of the
calibration parameters. The software uses the initial values of the calibration parameters to
project the centre point of the calibration balls onto the detector plane. In the neighbourhood
of the projection points in the image, the calibration balls are detected. At least 15 of the 23
calibration balls should be detected for a successful calibration. The calibration parameters are
optimised to minimise the distance between the projection points and the centre points of the
detected calibration balls.
5.2.5 Evaluation setup and results
The following setup was used to evaluate the geometry calibration and my implementation of
the projection function: The 3D coordinates of the centre points of the calibration balls can be
obtained from CaliburXP. These are projected to all frames using the calibration parameters
from CaliburXP and my projection function. At the projection points, the calibration balls
are detected and the distance of the projection points to the centre points of the detected
calibration balls is determined. Figure 5.4(a) shows the projection points using the parameters
from CaliburXP and my projection function. Figure 5.4(b) shows the resulting deviations.
5.2.6 Discussion
The remaining errors after the calibration are quite small: the mean distance between projected
centre points and detected calibration balls is slightly higher than half a pixel. That should be
accurate enough for my applications. These errors can be partly due to differences between my
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detection of the calibration balls and the internal detection from Calibur.
5.3 Attenuation calibration
5.3.1 Introduction
In Section 2.6, it was explained how absolute densitometric information can be used for flow
quantification. An attenuation calibration enables the determination of the absolute density of
iodine using a contrast agent image and a mask image. This section gives more information
about the attenuation calibration.
For a monochromatic x-ray spectrum the theoretical relationship between an x-ray image
and the attenuating material is given by Lambert-Beer’s Law:
I1 = I0e−
∫
µ(x)dx, (5.18)
where I0 is the x-ray intensity emitted by the tube and I1 is the intensity after the attenuating
material characterised by µ(x). Theoretically, the line integral of attenuation is given by
Λµ =
∫
µ(x)dx = − ln
(
I1
I0
)
. (5.19)
However, for many reasons, the measured line integral deviates from the ideal line integral.
The main reason is beam hardening, which is the phenomenon that polychromatic X-rays become
more penetrating (harder), as they propagate through matter. Another reason is scattered
radiation. The influence of beam hardening can be reduced by introducing a copper or aluminium
filter, whereas the influence of scatter can be reduced with an anti-scatter grid. However, in
both cases, the reduction is not sufficient. I have tried an analytical preprocessing which used
a model of beam hardening and scatter, but I did not get satisfactory results. Therefore, a
preprocessing step based on an attenuation calibration is described here.
5.3.2 Attenuation calibration samples
For the attenuation calibration, samples with different concentrations of contrast agent are
required. As a container, small tubes which have the size of a medium-sized artery were chosen
as shown in Figure 5.5. These were made from glass with an internal radius of 2 mm and a wall
thickness of 1 mm. Altogether, nine calibration tubes were made: The first was filled with pure
water and the others with increasing concentrations of contrast agent mixed with water. The
chosen concentrations were: 12.5%, 25%, 37.5%, 50%, 62.5%, 75%, 87.5%, and 100%.
Before making the samples, it was observed that the contrast agent separated after the
bottle was opened. It was assumed that the contrast agent reacts with oxygen. Therefore, the
mixing and filling were done in the protective atmosphere of a glove box.
For the mixing, fixed units of water and contrast agent were collected in a small container.
To ensure that all units had the same volume, an automatic pipette was used. Before the
mixture was filled into the tube, it was well shaken in the container.
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Figure 5.5: Tubes with different concentra-
tions of contrast agent.
Figure 5.6: Setup with one tube and the ellip-
tical cylinder. The cylinder produces scatter
and increases beam hardening.
During the flow experiments, it was observed that contrast agent was settling on the bottom
of the tubes. To remove gradients in the concentration after storage of the samples, small steel
balls were put into each tube to ensure good mixing when the tubes are shaken.
5.3.3 Phantom setup
To ensure realistic scatter and beam hardening, a simple head phantom was placed in the field
of view. This phantom consisted of a water-filled perspex cylinder, which had an elliptical cross
section with the dimensions of the human head. The axis of the cylinder was aligned with the
rotation axis. Because of this shape, beam hardening and scatter varied during the rotation, as
it is the case during clinical scans.
For the first scan (the mask scan), the calibration tube filled with pure water was placed
next to the cylinder as shown in Figure 5.6. Then, for the contrast agent (CA) scans, one
calibration tube filled with a different concentration of contrast agent was always placed next
to the cylinder (see Figure 5.7(a). To obtain the DSA scan, the mask scan was subtracted from
the CA scan (see Figure 5.7(b)).
5.3.4 Measuring line integrals of attenuation
The x-ray system used for these experiments was an Allura Xper with a FD20 detector and a
MRC tube configured as described in the previous chapter. For this system, images are already
offset-, gain-, and defect-corrected by the system. Additionally, white compression is applied
to allow for more efficient processing of the images. For later quantitative processing, images
were uncompressed by applying the inverse white compression denoted by W−1. In Figure 5.8,
examples of different inverse white compression functions are shown.
After inverse white compression, images are normalized by dividing by I0. As the current
and voltage are constant throughout the acquisition, the maximum of the measured image
intensities can be used as an estimation of I0. If all images contain direct radiation, each image
is divided by its maximum to correct for small variations in the tube amperage. Finally, the
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(a) Image from CA scan. (b) Image from DSA scan.
Figure 5.7: X-ray images from tube and cylinder.
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Figure 5.8: Different examples of inverse white compression functions.
measured line integral of attenuation is given by
Λµ = P (Im) = − ln
(
W−1(Im)
I0
)
, (5.20)
where Im is a measured intensity of the x-ray image, as it is output from the x-ray system.
5.3.5 Attenuation map
For each DSA scan, the attenuation map of the calibration tube was determined. The attenua-
tion map was determined in the same way as the flow map for a vessel segment (see Section 2.6
and Section 7.2.1). In the case of the flow map, the intensities mainly changed because the con-
centrations of contrast agent changed. In the calibration tubes, however, concentrations were
constant. Therefore, the intensities should be constant in the attenuation map.
However, Figure 5.10 indicates that they were not constant. The measurements were con-
stant along the centreline but they varied with the angle of rotation, which is why from now on,
all measurements are presented after averaging along the centreline.
Figure 5.11(a) shows variations in the attenuation in the DSA scan during the rotation for
different concentrations of contrast agent. During the rotation, the intersection length of the
x-ray beam and the cylinder varies as shown in Figure 5.11(b). Therefore, the attenuation in
the mask scan varies as shown in Figure 5.11(c). This results in variations in beam hardening
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20 40 60 80 100 1200
0.5
1
1.5
2
Frame []
Λ µ
 
[1
/cm
2 ]
100%
75%
25%
50%
0%
(a) Variations of attenuation during rotation for
tubes with different concentrations of contrast
agent(from DSA scan).
Tube
Directions of x-rays going through tube
Intersection of x-ray with cylinder
Cylinder
(b) Variations of the intersection length
of the x-ray beam with the cylinder.
20 40 60 80 100 1200
2
4
6
Frame []
Λ µ
 
[1
/cm
2 ]
(c) Variations of attenuation during rotation for
cylinder and water-filled tube (from mask scan).
Figure 5.11: Variation of measured attenuation during rotation.
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Figure 5.12: Variation in the line integral of attenuation from the mask scan (red) and from CA
scans (green) for different concentrations of CA during the rotational scan.
and scatter, which are responsible for the unwanted variations in the DSA scan. These figures
show the need for an attenuation calibration to obtain quantitative angiography.
5.3.6 Generation of LUTs for attenuation calibration
The look-up table (LUT) for the attenuation calibration maps a measured line integral of at-
tenuation of the mask scan Λµ,Mask and a measured line integral of attenuation of the CA scan
Λµ,CA to the ideal line integral of iodine density Λρ.
For all CA scans and the mask scan, the attenuation map was determined which gives
the variation of the line integral of attenuation during the rotation (see Figure 5.12). The line
integral of iodine density Λρ was determined for each tube by
Λρ = C · ρI · r, (5.21)
where C is the concentration of contrast agent in the tube, ρI is the density of iodine in the
contrast agent (in this case 370 mg/ml), and r is the radius of the tube. From all scans, samples
of the format (Λµ,Mask,Λµ,CA,Λρ) are determined (see Figure 5.13). Then, the thin plate spline
(Meinguet, 1979) which approximates all data points best was determined (see Figure 5.14).
This thin plate spline defines the LUT.
If IMask(x, y, t) is the measured mask sequence and ICA(x, y, t) is the measured CA sequence,
the calibrated, rotational, angiographic sequence is given by
Iρ(x, y, t) = LUT(P (IMask(x, y, t)), P (ICA(x, y, t))). (5.22)
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Figure 5.13: Relation of line integral of attenuation from mask scan and from CA scan for
different line integrals of iodine density.
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Figure 5.14: LUT for the line integral of iodine density of CA.
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5.3.7 Evaluation setup and results
To validate the calibration procedure and to analyse how many calibration samples are required,
LUTs were determined for different subsets of calibration tubes:
• (100%, 87.5%, 75%, 62.5%, 50%, 37.5%, 25%, 12.5%, 0%),
• (100%, 75%, 50%, 25%, 0%),
• (100%, 75%, 25%, 0%),
• (100%, 50%, 0%).
All LUTs were then used to determine the line integral of iodine density from all rotational
sequences of the different tubes and the cylinder. The mean and the standard deviation were
determined for each LUT and for each calibration tube.
In the first case above, exactly the same datasets were used for the determination of the
LUT and for the validation, which is why a“leave-one-out”study was conducted, whereby always
one calibration tube was left out during the determination of the LUT. This LUT was then used
to determine the line integral of iodine density for this calibration tube.
The results for the LUT which made use of all calibration tubes are shown in detail in
Figure 5.15(a). It presents the results for frames in which the background attenuation is greater
than one. The frames in which the calibration tubes were not occluded by the cylinder were
removed because this would not happen in a flow scan as the phantom is inside the cylinder.
Figure 5.15(b) shows the mean of the measurements of the line integral of iodine density. The
densities vary slightly during the rotational scan. However, the mean is very near to the ground
truth concentration.
The results for different subsets are shown in Figure 5.15(c) to 5.15(e). The characteristic
variations during the rotational scan can be corrected even with a low number of samples in
the calibration subset. The deviation in the results increased by only a small amount. The
mean error, however, was increasing as the number of samples in the subset was decreased. The
results for the leave-one-out study are given in Figure 5.15(f).
A summary of all results is given in Table 5.1. For each sample and each LUT, the relative
mean error is given and for each LUT the relative root mean square error (RMS) was determined.
5.3.8 Discussion
If the attenuation calibration is used for a densitometric method for flow quantification, it is
important that the attenuation calibration is not biased. The bias is measured by the relative
mean error.
The relative mean error should be as small as possible for each individual sample. The
relative mean errors were between 0.1% and 19.1%. To evalute each LUT, the RMS error
was determined for each LUT. This showed that only the LUT which was created with the
smallest subset was substantially less accurate. Therefore, at least 4 samples should be used
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(b) Results from LUT based on all
subset of samples.
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(c) Results from LUT based on first
subset of samples.
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(d) Results from LUT based on sec-
ond subset of samples.
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(e) Results from LUT based on third
subset of samples.
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(f) Results from leave-one-out study.
Figure 5.15: Results from calibration with different LUTs; Mean and standard deviation of
measured values (blue) in relation to the ground truth (red) for different concentrations of
contrast agent.
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Line integral of iodine All Subset 1 Subset 2 Subset 3 Leave-one-out
density [mg/cm2] [%] [%] [%] [%] [%]
148 -2.6 -2.7 -2.7 -1.7 -5.2
130 -0.1 0.5 0.5 2.1 -0.1
111 1 2.5 2.6 4.8 1.3
93 3.5 5.8 5.9 8.9 4.7
74 -2.3 0.5 0.7 4.9 -3.3
56 4.2 7.5 7.7 13.9 5.9
37 5.7 9.3 9.5 19.1 8.3
19 -4.8 -4.4 -4.5 11 -8.9
RMS 3.5 5.1 5.2 10.0 5.5
Table 5.1: Summary of results, the relative mean error is given for all experiments.
for attenuation calibration. The leave-one-out study showed that interpolation gave satisfactory
results. Extrapolation, however, did not give accurate results.
It is important to note that it is also possible that the concentrations of the samples slightly
deviate from the assumed concentrations and that these errors became apparent as the number
of samples was decreased.
During the attenuation calibration, the thickness of the background material (mainly the
water-filled cylinder) was varied between 0.6 cm (water-filled tube) and 20 cm (water-filled tube
and long axis of elliptical cylinder). This was achieved by changing the intersection length of
the x-ray beam and the cylinder during the rotation. The resulting LUT will be applicable
for background objects which consist mainly of water and are of smaller or equal size to the
cylinder, but not for objects of larger size.
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6
Using flow information to support vessel
reconstruction
6.1 Introduction
The overall goal of this work is to extract blood flow information from rotational angiography.
To be able to get absolute flow estimates, the 3D geometry of the vessel system must be known.
It can, for example, be obtained from the 3DRA reconstruction.
Most information about the blood flow is contained in the image sequence if the inflow of
contrast agent is visible in the rotational angiographic sequence. Images with this property,
however, are not well suited to standard 3DRA reconstruction algorithms. These algorithms
assume constant attenuation for every voxel and, as the concentration of contrast agent varies,
especially during inflow and outflow, this condition is not met.
This can give rise to the following artefacts: Smaller vessel segments can disappear and
vessels can appear to have an elliptical cross section although they actually have a circular cross
section. These artefacts are described in more detail in Waechter et al. (2008c).
The following section describes my algorithm for reconstructing vessels from a rotational
angiographic sequence, which explicitly uses information about blood flow and contrast agent
propagation to make the reconstruction feasible for cases with inflow and possibly outflow of
contrast agent during the acquisition.
6.2 Method
This method is based on the fast marching algorithm, which was introduced in Section 2.5. In
summary, the fast marching algorithm is a wavefront propagation method where the speed of
the wavefront depends on a positive speed function.
The fast marching algorithm is used to determine the order in which voxels are analysed.
For each voxel v, that is visited by the algorithm, a speed value S(v) is determined. Ideally,
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only voxels inside a vessel or next to a vessel are visited. To achieve this, the speed function
should only be high for voxels inside a vessel.
The propagation starts from a seed point and is terminated when all end points are reached.
These points are manually selected in two orthogonal projection views. To aid the user, the
epipolar line is displayed in the second view. Then, from each set of 2D points, a 3D point is
reconstructed using the epipolar constraint. The manual selection and the reconstruction take
a few seconds for each 3D point. The total time depends on the number of end points but is
usually less than 1 min.
The core part of this method is the definition of the speed function. It is based on the
rotational time intensity curve (R-TIC) and the bolus arrival time (BAT) and is a product
of three terms: The first is a measure for how likely it is that the current voxel is inside a
vessel; the second imposes a constraint which enforces continuity of the BATs; and the third
is a measure of the distance to the centre of the vessel. The mathematical formulation of the
method is explained in the following subsections resulting in the definition of the speed function.
Figure 6.1 shows an overview of the algorithm.
When the propagation of the fast marching algorithm has reached all end points, the result
can be used to determine a 3D path which connects the seed and any given end point. As
the wavefront propagates, its arrival times are determined for each traversed voxel (N.B. these
arrival times should not be confused with the bolus arrival times). As the speed function is
strictly positive, the wavefront arrival times decrease monotonically from any end point of the
vessel tree towards the seed point, where the arrival time is, by definition, zero. For this reason,
a simple greedy search (Cormen et al., 1990) can be used to determine the minimum cost path
from the end point to the seed point where the cost is defined inverse to the speed. This path
describes the 3D vessel centreline.
6.2.1 Rotational time intensity curve
The input data for this method consist of a subtracted, rotational, angiographic sequence of M
projection images I(x, y, t), acquired at the time steps t ∈ {ti | ti = i · TA/M, i ∈ {1, 2, . . . ,M}}
at different geometric configurations G(t) of the rotating c-arm, where TA is the duration of the
image acquisition. A geometric calibration, as described in Section 5.2, is used beforehand to
determine G(t).
The R-TIC at a voxel with position v, is given by
R(v, t) = I(Π(v, G(t)), t), (6.1)
where Π(v, G(t)) is the projection function as defined in Section 5.2.3. The determination of
the R-TIC is illustrated in Figure 6.2.
The contrast agent concentration within a voxel determines its attenuation, and the atten-
uation along the x-ray beam determines the intensity within an x-ray image. Therefore, the
values of the R-TIC put an upper limit on the concentration within the corresponding voxel
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Figure 6.1: Overview of the reconstruction and segmentation algorithm.
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Figure 6.2: Determination of an R-TIC: The current voxel is projected onto all projection planes,
each corresponding to a different orientation of the x-ray system; the image intensities at the
projection points form the R-TIC (Waechter et al., 2008c).
at each time step. In contrast to the TIC, the R-TIC has a changing perspective due to the
rotation of the x-ray system. This results in two different errors in the R-TIC, namely errors
due to foreshortening and errors due to overlapping vessels.
In the literature, the term foreshortening is generally used to describe the effect where a
vessel appears shortened in the projection image when the local direction of the vessel is not
perpendicular to the direction of the x-ray beam (Chen et al., 2002; Wink et al., 2003). When
foreshortening of an enhanced vessel occurs, an intensity change occurs in the projection image.
The vessel appears to be denser because the x-ray beam traverses a longer path through the
vessel. Foreshortening is a general problem, which introduces broad additional peaks into the
R-TIC (see Figure 6.3).
Overlapping vessels are multiple vessels which lie on the x-ray beam path from the source
through the current voxel to the detector. They only arise for some configurations of the rotating
c-arm, where they lead to sharp additional peaks in the R-TIC (see Figure 6.3).
6.2.2 Vessel enhancement
The enhancement measure E(v, t,∆t) of a voxel v quantifies how well the voxel v can be en-
hanced due to the contrast agent in the interval starting at time t with duration ∆t. It is based
on the R-TIC and is defined in a way to emphasize the duration rather than the magnitude of
enhancement. The reason for this is that a voxel which is near to a large vessel might seem
enhanced for a short duration because this large vessel is between the voxel and the x-ray beam
(see Figure 6.3(c)). However, it is likely to be inside a vessel, if the voxel is enhanced for the
complete duration of the contrast agent injection.
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Figure 6.3: Examples of rotational time intensity curves (Waechter et al., 2008c).
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Figure 6.4: Determination of the enhancement. The interval ∆t is divided in k subintervals of
size m (Waechter et al., 2008c).
To achieve the emphasis on the duration, the interval [t, t+∆t] is divided into k subintervals
of size m (see Figure 6.4). Only if the R-TIC is high in each subinterval, should the enhancement
be high. The enhancement over the interval ∆t = m · k is then defined as:
E1(v, t,∆t) = m
√√√√m−1∏
i=0
k−1
min
j=0
{R(v, t+ i+ j ·m)}. (6.2)
If the values of the R-TIC are low in one subinterval, all the minima are low and the overall
enhancement, given by the geometric mean, will be low as well. The required duration ∆t is
limited by the duration of the contrast agent injection ∆tInj , or by the end T of the sequence,
as follows (∆t is omitted to improve readability later on):
E2(v, t) =

E1(v, t,∆tInj), if t+ ∆tInj < T
E1(v, t, T − t), if t+ ∆tInj ≥ T.
(6.3)
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Figure 6.5: Examples where conventional definitions of the bolus arrival time (BAT) fail due to
errors caused by the rotation of the c-arm: BAT1: Time of peak opacification, BAT2: Time of
leading half peak opacification, BAT3: Time of peak gradient (Waechter et al., 2008c).
If the voxel lies inside a vessel, the values of the R-TIC stay high after the arrival of the contrast
agent bolus for at least the duration of the contrast agent injection. Therefore,
S1(v) = E2(v,A(v)) (6.4)
is a measure for the ‘vesselness’, where A(v) is the BAT as defined in the next section. S1
provides the first term of the speed function.
6.2.3 Bolus arrival time
For planar angiography, there are several definitions of BAT as explained in Section 2.6.1 of
the literature review. However, because of the errors introduced into the R-TIC due to c-arm
rotation, none of these definitions were found to be robust for rotational data. The problem
becomes apparent when considering the examples shown in Figure 6.5 where overlapping vessels
and foreshortening lead to errors in the BAT estimation using three example definitions.
The BAT criterion proposed in this thesis is a combination of three criteria and is based on
the following assumptions:
1. before the BAT, the contrast agent concentration is zero;
2. around the BAT, there is a large increase of contrast agent concentration;
3. after the BAT, the contrast agent concentration stays high for a period given by the
duration of the injection.
This results in the following three criteria:
1. before the BAT, the value of the R-TIC should be below a threshold s0;
2. the first derivative of the R-TIC, denoted by ∂R∂t , at the BAT should be large and positive;
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Figure 6.6: Bolus arrival times estimated with criterion proposed in this thesis (Waechter et al.,
2008c).
3. the enhancement E2(v, t), as defined in Equation 6.3, after the BAT should be as large as
possible.
Combining these criteria, a measure V(v, t) of how likely it is that for voxel v the BAT occurs
at time t can be defined as
V(v, t) =

∂R(v,t)
∂t · E2(v, t), if R(v, t− h) < s0
0, if R(v, t− h) ≥ s0,
(6.5)
where the threshold s0 is determined by the noise level and h is a small time step to indicate
a time before the BAT. Then, the BAT, denoted by A(v), is assumed to be the time when the
value of V(v, t) has a maximum, given by
A(v) = arg max
t∈{1:T}
(V(v, t)). (6.6)
Figure 6.6 shows the estimated BAT for the examples of Figure 6.5 in which conventional criteria
from the literature fail.
The method described above makes the assumption that neighbouring voxels which belong
to the same vessel must have similar BATs. As the fast marching algorithm considers voxels
on a propagating wavefront, every voxel besides the seed voxel has a preceding voxel. If the
current voxel, v, belongs to the same vessel as the preceding voxel, P (v), the absolute difference
between their BATs, given by
D(v) = |A(v)−A(P (v))|, (6.7)
should be small. The corresponding term for the speed function is given by
S2 = e−α·D(v). (6.8)
where α is a constant which determines how fast the speed function decreases as the difference
in BAT increases.
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Figure 6.7: Illustration of the problem of minimum cost path extraction using a speed function
which is constant inside the vessel: in this example, it can be seen that the centreline and the
minimum cost path do not coincide (Waechter et al., 2008c).
This condition prevents a voxel near to a vessel with an early BAT to be assigned as a voxel
inside the same vessel with a late BAT. Additionally, it allows for the so-called ‘kissing vessel’
problem to be addressed, since consideration of the difference in the BAT provides a means of
distinguishing kissing vessels with different BATs (Tomandl et al., 1999). S2 provides the second
term of the speed function.
6.2.4 Centring strategy and radius extraction
The terms of the speed function defined so far are more or less constant within a vessel. In areas
where the speed function is constant, the minimum cost path is the path of minimum Euclidean
length. For curved vessel segments, the minimum Euclidean length path does not pass through
the centre of the vessel. This problem, described in detail by Deschamps (2001), is illustrated
in Figure 6.7. To overcome this problem, the definition of the speed function should contain a
term which penalises larger distances from the centreline.
For the method described here, a precise definition for a 3D centreline is required. As the
3D centreline is determined from the projection images, the 3D centreline definition is derived
from a 2D centreline definition. The 2D centreline of a vessel in an angiographic projection
image is defined such that, at any point on the centreline, the distances to both vessel edges
in the direction normal to the centreline are equal (Brown et al., 1977). Based on this, the 3D
centreline is defined as the path between the seed point and the end point, which results in
the smallest error when projected back to the image planes and compared with the original 2D
centrelines.
As all information about the vessel is contained in the projection images, for every voxel
v, the neighbourhood of the projection points Π(v, G(t)) in the rotational angiography images
is analysed for every i-th frame during the interval when the segment is enhanced. For every
selected frame, the edge elements near to the projection point are determined and two parallel
lines are fitted to the edge elements to get the 2D borders of the vessel. From this, the local
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Figure 6.8: Estimation of the 3D radius from a single estimate of a 2D radius obtained from a
projection image (Waechter et al., 2008c).
vessel direction, the 2D radius R2D(v, t) and the 2D distance D2D(v, t) of the current projection
point to the centre of the vessel are determined.
From every 2D radius estimate, an estimate of the 3D radius can be calculated using
information about the geometry of the c-arm system, the co-ordinates of the corresponding 3D
point, and the assumption that, locally, the vessel has the shape of a cylinder. The position of
the 3D point determines the magnification of the 2D radius as illustrated in Figure 6.8. The
same relationship is used to estimate the 3D distance to the centreline from every 2D distance
estimate. The final estimates of the 3D radius R3D(v) and the 3D distance D3D(v) are then
given by the median of all estimates. The median was chosen to decrease the influence of outliers
due to overlapping vessels, which might otherwise result in an overestimation of the radius in
some frames.
The estimates of the 3D radius are later used to determine the local radius of the vessel for
each centreline point. The 3D distance is used to define a measure of vessel centricity:
S3(v) = e−βD3D(v), (6.9)
where β is a constant which determines how fast S3 decreases as the 3D distance from the centre
increases. S3 provides the third term of the speed function.
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6.2.5 Definition of the speed function
The speed function for the fast marching algorithm can now be defined as
S(v) = S1(v) · S2(v) · S3(v), (6.10)
where S1, S2, and S3 are defined in Equations 6.4, 6.8, and 6.9, respectively. Inspection of this
speed function reveals that S(v) has a high value when the enhancement measure is high, its
BAT is similar to the BAT of the preceding voxel, and it is near to the centre of the vessel. The
results of the fast marching algorithm can then be used to determine the 3D vessel centreline
as explained at the beginning of Section 6.2.
6.3 Evaluation setups and results
For the evaluation of the centreline and radius extraction method, rotational angiographic images
generated by the setups described in Chapter 4 were used.
The computer simulation was used to simulate 60 volume datasets corresponding to various
physiological flow conditions and injection protocols. For each, rotational angiography image
acquisitions were simulated using a range of different acquisition protocols, table positions, and
patient movement conditions. Up to eight rotational angiography sequences were obtained for
each dataset. Overall, 420 rotational angiographic sequences were obtained. These datasets
were used to analyse the influence of x-ray acquisition, blood flow, and contrast agent injection
parameters. An overview of all parameters is given in Table. 6.1. In the case of the computer
simulation, the ground truth centreline and radii were given by the description of the geometry.
For the experimental setup, the first anthropomorphic phantom (phantom 8, see Fig-
ure 4.8(h)) was used. First, a mask sequence (without contrast agent injection) was acquired,
followed by two flow sequences with short contrast agent injections (4 s) and one sequence with
a long injection (6 s). The mask sequence was used for background removal so that from each
flow sequence a DSA sequence is obtained. The DSA sequences were used for the testing of the
proposed algorithm and the last sequence was used to determine the ground truth centreline. As
this sequence did not show inflow or outflow of contrast agent, the standard 3DRA reconstruc-
tion produced by the Allura system could be used. The ground truth was determined manually
by selecting points firstly from two orthogonal projections (see Figure 6.9) of the rotational
angiography sequence and secondly from the standard 3DRA reconstruction (see Figure 6.10).
For each sequence and method, two manual segmentations were performed.
For each dataset from both setups, the start and end points of the vessel tree were manually
selected from orthogonal views and the duration of the contrast agent injection was determined.
Then, the proposed method was used to reconstruct the 3D centreline and the 3D radius at each
point along the centreline. For each set of start and end points, the connecting ground truth
centreline was selected. Then, for every point of each determined centreline, the absolute dis-
tance to the next point of the corresponding ground truth centreline and the absolute difference
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Table 6.1: Parameters for the computer simulated rotational angiography.
Parameter Unit Value
Blood flow:
Average Blood Flow [ml/min] 100, 200, 400
Pulsatility [] none, medium, high
Heart Frequency [beats/min] 60
Injection:
Injection duration [180/55 s] 0.5, 0.75, 1
Injection flow [ml/s] 50,100,200
Iodine concentration [mg/ml] 370
Acquisition:
Tube voltage [kV] 70
Tube current [mA] 125, 250
Radiation time [ms] 2.61
Max rotation (primary) [◦] 210, 305
Max Rotation (secondary) [◦] 110
Start angle [◦] 0, 90
Frame rate [frames/s] 30
Rotation speed [◦/s] 55
Detector Size (portrait) [mm] 300x387
Detector Size (zoom) [mm] 160x160
Patient Movement:
Rotation (medial axis) [◦] 0, 1
Translation [mm] (0,0,0), (1,1,1)
Table Position:
Rotation [◦] 20
Translation [mm] (0,0,0), (0,40,0)
between the measured radius and the ground truth radius was determined. Finally, errors were
averaged along the centreline.
For the datasets from the computer simulation, the overall mean absolute error of the
reconstructed 3D centreline was 0.44 mm with a standard deviation of 0.11 mm. The overall
mean absolute error of the reconstructed 3D radius was 0.25 mm with a standard deviation
of 0.06 mm. For an example dataset, the reconstructed and ground truth radius are shown in
Figure 6.11(a) and the reconstructed and ground truth centreline are shown in 6.11(b).
An overview of the influence of the flow and injection parameters is given in Figure 6.12(a)
and an overview of the influence of the acquisition parameters is given in Figure 6.12(b).
It was observed that the pulsatility of blood flow had no negative influence on the results;
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(a) Manual selection of centreline points with help of an epipolar line and given
start and end points.
(b) Results of manual selection of centreline points.
Figure 6.9: Manual centreline selection from orthogonal projection views.
Figure 6.10: Selection of points from orthogonal slices of 3DRA volume.
on the contrary, the average error for datasets with high pulsatility was slightly lower than for
datasets with steady flow.
The angular difference of the rotating system during the period in which a vessel segment
contained contrast agent imposed the main influence on the quality of the reconstruction result.
This period depended on the duration of the contrast agent injection and the rotation speed of
the x-ray system. It was possible to perform a reconstruction if every segment was enhanced
over the duration that corresponds to a rotation of 90◦, but this case had the highest error and
visual inspection showed that one vessel segment was missed in some cases. Reliable results were
obtained if every vessel segment was enhanced over the duration that corresponds to a rotation
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of 135◦. It is important to note that it was not necessary for all segments to be enhanced at the
same time.
The blood flow had a similar influence as the injection duration. If the flow was higher, the
complete vessel tree was enhanced earlier. This improved the results.
The signal to noise ratio decreased as the radiation time, the amperage, or the amount of
contrast agent decreased. Figure 6.12 shows that the error in the radius increased slightly in
these cases, but the quality of the centreline was not affected.
Subtraction artefacts due to patient motion between scans increased both errors slightly,
but visual inspection showed that the segmentation was still successful. A translation of the
head had a bigger influence on the result than rotation of the head. The latter artefact should
happen more often in reality.
A longer rotation did not improve the results significantly as long as the injection duration
was not increased as well. However, results were improved if the rotation started at 90◦ instead
of 0◦. The starting angle was most important for short injections. In the case of a injection
duration that corresponds to a 90◦ rotation and a rotation range from 0◦ to 205◦, the carotids
overlapped each other for most of the time while they were enhanced. This was not the case for
a rotation range from 90◦ to 295◦, and the results were much better.
In most cases, the reconstruction of common carotid, internal carotid, external carotid,
middle cerebral and pericallosal arteries took 60 s and the reconstruction of vertebral, basilar
and anterior cerebral arteries took 40 s on a 3 GHz Xeon processor. In some cases, if the fast
marching algorithm leaked, the number of analysed voxels increased and the reconstruction time
went up to 120 s. This had no negative influence on the reconstruction result.
For the datasets from the experimental setup, the overall mean error of the 3D centreline
localisation estimation was 0.45 mm. Figure 6.13 shows an example of the reconstructed cen-
treline projected onto the x-ray image. The phantom contains two aneurysms. The first one
did not hinder the segmentation, although it overlapped or kissed the feeding vessel in most
images. The second aneurysm led to an error in the segmentation, but the manual segmentation
of the vessels around this aneurysm was only possible with knowledge of the geometry as well.
If the part with the second aneurysm is excluded, the mean absolute error is 0.35 mm. The
mean absolute difference between a manual segmentation from orthogonal views and from the
3DRA volume was 0.33 mm after registration. The mean reconstruction time for the method
was 80 s. A manual segmentation from orthogonal views took 60 min and from 3DRA volume
it took 40 min.
6.4 Discussion
In this chapter, I have shown how it is possible to extract flow information and 3D vessel
geometry from rotational angiography sequences that exhibit both inflow and outflow of contrast
agent. The reconstruction accuracy is promising. This shows that flow information in the form
of the BAT is suitable to support the vessel reconstruction algorithm. As BAT definitions from
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Figure 6.11: Example results from computer simulations (Waechter et al., 2008c).
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Figure 6.12: Overview of influence of different parameters (Waechter et al., 2008c).
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Figure 6.13: Reconstructed centreline back-projected onto the x-ray image. This image shows
two examples of how the centreline could be extracted in the case of a kissing vessel. The
centreline in the aneurysm is not well defined (Waechter et al., 2008c).
the literature fail in the case of rotational data because of errors due to overlapping vessels and
vessel foreshortening, I have proposed a new BAT criterion, which is robust to errors introduced
by the rotation of the c-arm.
The validation included all cases which could lead to problems with real patient images, i. e.
stenoses; aneurysms; kissing vessels; vessels which appear overlapping in many x-ray projections;
vessels pairs that are orthogonal to each other and to the rotation axis; tortuous vessels; and
small vessels with a diameter down to 1.5 mm. The images obtained in this study were of similar
quality as patient images, and were subject to noise, scatter and beam hardening.
One advantage of this method is that it can determine the radius of the vessel from pro-
jection images, where the edges of the vessel are better defined than in a standard 3DRA
reconstruction. The existing error of the radius estimation is partly due to the fact that the
radius is ill-defined at the bifurcation in the model of the computer simulation. Directly after
the bifurcation, the two branches overlap (in 3D) and appear as one vessel with a larger radius.
Therefore, the estimated radius increases at the bifurcation, but the ground truth radius does
not increase. Figure 6.11(a) illustrates this problem. A mean error of 0.25 mm is sufficiently
small as, for example, in the selection of an arterial stent, the required maximal error is about
0.5 mm. An advantage over the extraction from orthogonal views is that errors in the radius
estimation when vessels overlap can be compensated for, because views from many directions
are available. A further advantage is that the method needs very little user interaction compared
with biplane reconstructions.
In the literature, it is stated that BAT methods are not suitable for determining volumetric
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blood flow rates under pulsatile flow conditions (Shpilfoygel et al., 2000; Rhode et al., 2005).
Here however, I use the flow information to support vessel reconstruction and have shown that
the pulsatility does not decrease the accuracy of it.
Currently, the inflow or outflow of contrast agent present a problem for accurate vessel
reconstruction from rotational angiography. In this approach, the presence of contrast agent
inflow and outflow is used as a feature to aid the reconstruction. This has the following benefits:
Firstly, it is not necessary that the complete vessel tree is enhanced during the complete acqui-
sition, so the amount of required contrast agent can be reduced. This results in a lower risk due
to contrast-agent toxicity for the patient. Secondly, contrast agent inflow gives extra informa-
tion, which can be used to solve the kissing vessel problem. This is described in more detail in
Waechter et al. (2008c). Finally, it enables the flow quantification which will be described in
the next chapter.
A satisfactory reconstruction and segmentation accuracy (mean error centreline 0.5 mm,
mean error radius 0.29 mm) was achieved when every vessel segment was filled with contrast
agent over 135◦. As a standard c-arm can rotate 205◦, typically about one third of the acquisition
can show inflow or outflow of contrast agent. This makes quantitative flow estimation feasible,
since most flow information is present if inflow and possibly outflow of contrast agent is visible
during the sequence.
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7
Model-based flow quantification
7.1 Introduction
The quantification of blood flow from planar angiography already is a challenging task and
different approaches were presented in the literature review in Section 2.6. The task becomes
even more difficult for rotational angiography because of artefacts due to the rotation of the
c-arm.
In this section, a method for blood flow quantification is proposed and validated which
uses a model of blood flow and contrast agent transport, and employs a method to overcome
problems due to rotational artefacts.
This chapter is the core part of this thesis. The proposed method uses the flow model
described in Chapter 3. Images from the experimental setup described in Chapter 4 are used for
the validation. The approach assumes that an attenuation calibration and a geometry calibration
as described in Chapter 5 were done beforehand. Finally, it assumes that the vessel centreline
and radii were determined as described in Chapter 6.
7.2 Method
Before the flow quantification, the vessel tree is divided into segments and for each segment the
centreline and radii are determined. Then, for each segment, the so-called reliability map and
flow map are extracted. The flow map and its characteristics were described in Section 2.6.
Since the observed flow maps were extracted from an image sequence, they will be referred to
as extracted flow maps.
For flow quantification, a simulated flow map is fitted to the extracted flow map. Therefore,
this process is referred to as flow map fitting. The simulated flow map is generated using a model
based on the physics of blood flow and contrast agent transport. During the fitting process, the
optimal parameters of the model, including the blood flow waveform, and for the contrast agent
injection are determined. An overview of the algorithm is given in Figure 7.1. All components
are described in detail in the following sections.
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Figure 7.1: Overview of the flow map fitting algorithm.
7.2.1 Extraction of flow maps and reliability maps
The inputs for the flow quantification algorithm are rotational angiographic images which are
preprocessed to give quantitative information about the density of iodine on the x-ray path. This
is done by digital subtraction of a mask sequence and an attenuation calibration. A sequence
consists of M preprocessed images I(x, y, t), each acquired at the time steps t ∈ {ti | ti =
i · TA/M, i ∈ {1, 2, . . . ,M}} at different geometric configurations G(t) of the rotating c-arm,
where TA is the duration of the image acquisition and M is the total number of images. A
geometric calibration, as described in Section 5.2, is used beforehand to determine G(t).
The 3D vessel centreline and radii are determined from the rotational angiographic sequence
as described in Chapter 6. To initialise the geometry reconstruction, the user has to indicate
the start and end point of each segment considered in the flow quantification. In the following,
the segment number is indicated by the subscript j. If l represents the length along the vessel
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Figure 7.2: Determination of the distance map.
segment and Lj is the total length of the vessel segment, its centreline is given by a set of Kj
3D points pj(l), l ∈ {li | li = i · Lj/Kj , i ∈ {1, 2, . . . ,Kj}} and for each point the corresponding
radius is given by Rj(l).
In the next step, the so-called distance map Dj(l, t) is determined, which is later used
for the distance-correction of the flow map. Dj(l, t) gives the distance which the x-ray beam
transverses through the vessel. To determine the distance map, the vessel tree is modelled by the
bounding surface of a set of spheres. The centre and radii of the spheres are given by pj(l) and
Rj(l), respectively. For each centreline point pj(l) and each geometric configuration G(t), the
path of the x-ray beam from the focus pfoc(t) through pj(l) is determined. Then, the nearest
intersection points pint,1,j(l, t) and pint,2,j(l, t) of the x-ray beam and the vessel tree represented
by the set of spheres are determined. This is illustrated in Figure 7.2. As pj(l) lies in the centre
of one of the spheres, two intersection points must exist. The distance map is then given by
Dj(l, t) = ‖pint,1,j(l, t)− pint,2,j(l, t)‖ . (7.1)
To avoid discretisation errors the sampling of the centreline points is increased for the determi-
nation of the distance map.
Now, the flow map can be determined. The uncorrected flow map (FU ) of the segment j is
given by the image intensities at the projection points of all centreline points as expressed by
FU,j(l, t) = I(Π(pj(l), G(t)), t), (7.2)
where Π(v, G(t)) is the projection function as defined in Section 5.2.3. The extracted flow map
(FE) of the segment j is given after distance-correction by
FE,j(l, t) =
I(Π(pj(l), G(t)), t)
Dj(l, t)
. (7.3)
If an attenuation calibration has been done beforehand, the image intensities give the line
integral of the iodine density. After division by the respective entries of the distance map, the
flow map contains quantitative information about the spatial and temporal progression of the
mean density of iodine in the vessel. The mean is determined across a line through the centre
of the vessel. Without an attenuation calibration, the flow map contains information about the
mean attenuation of the vessel.
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Figure 7.3: Determination of the reliability map, example for RF,j(l, t) = 0.
The last prerequisite step of the flow quantification is the determination of a reliability map.
The reliability map gives the reliability of each entry of the flow map. Due to the rotation of the
c-arm, two artefacts can occur in the flow map: artefacts due to foreshortening and artefacts
due to overlapping vessels (Chen et al., 2002). In addition to that, subtraction artefacts due
to motion between the CA scan and the mask scan can occur. The first two can be detected
automatically. The reliability map is defined as follows:
RF,j(l, t) =

0 , if overlap or foreshortening is detected
0 , if indicated by the user
1 , otherwise,
(7.4)
where the condition for overlap or foreshortening is satisfied if and only if the following is true
∃i, k : |pj(l)− pi(k)| > a · (Rj(l) +Ri(k)) ∧
|Π(pj(l), G(t))−Π(pi(k), G(t))| < b · (Π(Rj(l), G(t)) + Π(Ri(k), G(t))),
(7.5)
where Π(R(l), G(t)) gives the projected length of the radius, and a and b are scalar parameters.
When a = b = 1, overlap or foreshortening is detected for the centreline point pi(l), if another
centreline point pi(k) exists which is further away than the sum of the radii (first condition
of Equation 7.5) but its projection point is nearer than the sum of the projected radii (second
condition of Equation 7.5). An illustration of this is shown in Figure 7.3. For a = b = 1,
most entries in the flow map would be unreliable as both conditions would be true for most
neighbouring centreline points. The lower the value of b and the higher the value of a is, the
more entries are marked as reliable. Reasonable choices for a and b were found empirically to
be a ∈ [1.1, 1.5] and b ∈ [0.6, 0.9].
7.2.2 Simulation of flow maps
The blood flow and contrast agent propagation model from Chapter 3 gives the spatial and
temporal distribution of the contrast agent concentration Cj(r, l, t) . The required geometric
description of the vessel tree can be determined from the centreline and radius representation
of the vessel tree. The other input parameters are either determined from the protocol (for
example, the frame rate or the maximum injection flow), from the literature (such as the diffu-
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sion coefficient), or they are estimated during the fitting process (for example, the blood flow
parameters).
The simulated flow map FS,j(l, t) for segment j can be determined from its concentration
map Cj(r, l, t) by
FS,j(l, t) = ρI ·
N∑
n=1
Cj(rn, l, t), (7.6)
where ρI is the density of iodine in the contrast agent. All flow maps of one vessel tree are
denoted by FS . The simulated flow maps can then be used for the flow map fitting.
7.2.3 Flow map fitting
For the flow map fitting, the simulated flow maps FS are fitted to the extracted flow maps FE .
The appearance of the simulated flow maps is determined by the different flow parameters. The
flow parameters which give the best fit are assumed to approximate the flow in the blood vessel.
The vector of all variable flow parameters is denoted by q and the flow maps which are
simulated using these parameters are denoted by FS(q). The flow map fitting can then be posed
as an optimisation problem:
min
q∈Rn
E(FS(q)), ql ≤ q ≤ qu (7.7)
where E(FS(q)) is the error measure and the vectors ql and qu contain the lower and upper
bounds of the variables within q. The error measure is a dissimilarity measure between the flow
maps that were simulated with the parameters q and the extracted flow maps, and is given by
E(FS(q)) =
J∑
j=1
Lj∑
l=l1
TA∑
t=t1
[a · E1j(l, t) + b · E2j(l, t)] ·RF,j(l, t),
(7.8)
with
E1j(l, t) = [f · FS,j(l, t)− FE,j(l, t)]2 , (7.9)
E2j(l, t) =
[
∂
∂t
(f · FS,j(l, t))− ∂
∂t
(FE,j(l, t))
]2
, (7.10)
where a and b are weighting factors, which are normally set to one, and f is the attenuation
calibration factor. The reliability map R serves the purpose of excluding potentially corrupted
values from the error computation.
The attenuation calibration factor relates the intensities in the simulated flow maps to the
intensities in the extracted flow maps. It can be determined at every step of the fitting process
by
f =
P90(FE)
P90(FS)
, (7.11)
where P90 is the 90th percentile of all values within the flow map. The mean or the median cannot
be used for the following reason: During the first iterations of the flow map fitting, the start and
duration of the injection might not be correct. This would lead to a substantial difference in the
number of entries in the flow map where the concentration is zero. This introduces a difference
in the mean and therefore an error in the determination of the attenuation calibration factor,
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which can prevent convergence of the flow map fitting. Without noise the maximum of both flow
maps could be used to determine the attenuation calibration factor. The 90th percentile was
used as a compromise in the effort to reduce the influence of noise and to reduce the influence
of a different quantity of zero-elements. If an attenuation calibration was done beforehand, f
can be set to one.
Different configurations for the error function were evaluated at the beginning of this work.
It was found that using the differences of the temporal gradients in addition to the differences of
both flow maps, improved the convergence of the flow map fitting. Using the spatial gradients
of both flow maps did not improve the flow map fitting. The reason for this probably is that the
spatial gradients are much smaller than the temporal gradient. This is apparent in Figure 2.10.
This optimisation problem has the following properties: The error measure is a multi-
variable, non-linear, and reasonably smooth function and the variables are subject to bounds.
As it is reasonably smooth, a derivative-based approach is possible. Normally, the error measure
would consist of two equations per entry of the flow map (see Equation 7.9 and 7.10). This
would lead to a heavily overdetermined optimisation. With the formulation in Equation 7.8, the
best fit in the least squares sense is searched for.
For this work, the Matlab optimisation toolbox (Matlab R2007a, The Mathworks Ltd, Cam-
bridge, UK) was available. Of the optimisation algorithms provided by this toolbox, only one
algorithm is applicable for a problem with the properties described above. The used algorithm
is the subspace trust region method which is based on the interior-reflective Newton method
described by Coleman and Li (1994, 1996).
Besides the fact that an implementation of this optimisation algorithm was readily available,
further advantages are the following (Coleman and Li, 1994): the number of iterations grows
very slowly when the number of variables is increased, a special line search technique is used
to accelerate convergence, and all iterates are strictly within the bounds. The first two are
important as each evaluation is computationally expensive. The last is important as for some
variables the simulation of the flow map is not possible when these have values outside the
bounds.
The result of the flow map fitting are the different flow parameters q and in particular, the
waveform parameters α, β, γ, and δ and the mean volumetric flow rate Qb.
7.3 Evaluation setups and results
The proposed method was evaluated using flow maps from rotational angiographic images ob-
tained from phantom experiments and using simulated flow maps. The experimental setup was
described in Chapter 4. For each dataset, the flow map and reliability map were determined as
explained above. The simulated flow maps were determined as explained in Section 7.2.2, but
with small variations in the model as explained in Section 3.7. The values of the reliability map
are set equal to one for all entries in this case.
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7.3.1 Evaluation setups
In the basic configuration of the flow map fitting, the mean volumetric flow rate QB , the baseline
flow parameter α, the waveform shape parameters β, γ, δ, the flow profile parameter k, the start
of the injection TS , the duration of the injection TD, and the lag time of the injection TL are
estimated.
The following parameters were assumed to be known: the start time of the cardiac cycle,
the duration TH of the cardiac cycle, the maximum flow of injection Q˜I , the diffusion constant
D, the resistance factor m, the density of iodine in contrast agent ρI , the duration of acquisition
TA, the total number of images M and the distance between the injection site and the first
observation point.
For all of the unknown parameters, an initial value and lower and upper limits were set.
Table 7.3.1 shows for all relevant parameters either their initial values and their limits or in
the case of known values their fixed values. The mean flow was initialised at half of its ground
truth value and the waveform parameters were initialised with the parameters of a non-warped
cosine-function (more precisely 2 + cos). In the case of the flow map from the experimental
setup, the duration and maximum flow of the injection were determined from the display of the
injector. In the case of the simulated flow maps, this information is given by the input of the
simulation.
To support the flow map fitting, additional information can be used. Two possible ways
will be evaluated here: The first one is to set the attenuation calibration factor to a fixed value
and the second one is to set some parameters from the flow model to a fixed value and to exclude
them from the optimisation. Three different configurations were used as follows:
• The basic configuration as described above. This will be referred to as ‘no constraints’.
• The start time of the injection was fixed. The time was determined from the EMF signal.
This will be referred to as ‘fixed injection’.
• The attenuation calibration factor was set to 1. This configuration is only possible if
an attenuation calibration has been done beforehand and the images were preprocessed
accordingly. This will be referred to as ‘fixed calibration’.
The setup with fixed injection and fixed attenuation calibration gave the same results as the
setup that used only a fixed calibration (Waechter et al., 2008b). Therefore, the results for this
setup are not shown here.
All flow maps were used to determine the mean volumetric flow rate and the flow waveform
using the flow map fitting method. The resulting flow estimates of the method were compared
to the ground truth flow. In cases where flow maps were determined from images from the
experimental setup, the ground truth was given by the EMF. In the cases of simulated flow
maps, the ground truth was given by the input of the simulation. The relative error of the mean
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Symbol Value Initial Lower Upper Unit
value limit limit
Acquisition
Number of images M 120 []
Duration TA 4 [s]
Injection
Max flow Q˜I a.t.s. [ml/min]
Start TS -0.5 -1 1 [s]
Duration TD a.t.s. 1 4 [s]
Lag time TL 0.2 0.1 0.7 [s]
Density iodine ρI a.t.s. [mg/ml]
Diffusion D 10−6 [m2/s]
Resistance factor m 1 []
Blood flow
Mean flow Q̂B a.t.s. 50 400 [ml/min]
Baseline flow α 2 1.2 5 []
Shape parameter β 0.5 0.5 0.9 []
Shape parameter γ 0.25 0.01 0.49 []
Shape parameter δ 0.25 0.01 0.49 []
Duration cardiac cycle TH 0.8 [s]
Flow profile k 5 2 10 []
Algorithm
Number of laminae N 10 []
Weighting parameter a 1 []
Weighting parameter b 1 []
Table 7.1: Parameters used in the flow model for flow map fitting. Depending on the way the
flow map fitting uses the parameter, the actual value or the initial value and its limits are given.
a.t.s. means ‘according to setup’. All parameters were explained in Chapter 3.
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volumetric flow rate is given by
EM (QB,Est) =
QB,Est −QB,GT
QB,GT
, (7.12)
and the relative error of the instantaneous volumetric flow rate is given by
EW (QB,Est) =
√√√√ 1
M
M∑
m=1
(
QB,Est(tm)−QB,GT (tm)
QB,GT
)2
(7.13)
where QB,Est is the estimated volumetric flow rate and QB,GT is the ground truth volumetric
flow rate. Hereafter, EM (QB,Est), and EW (QB,Est) are referred to as mean flow error and
waveform error, respectively.
In the evaluation below, different properties are analysed and all error measurements from
one category (one noise level, one length, one configuration of the flow map fitting) are averaged
over all datasets and expressed as a percentage. As the mean flow error is signed, averaging
only gives information about an estimation bias. The variability of the estimation is expressed
by the standard deviation. The waveform error gives information about how well the shape of
the waveform is approximated.
7.3.2 Evaluation using computer simulation
The evaluations with flow maps from the computer simulation were carried out before the
evaluation of the data from the phantom experiments to ensure under known conditions that
the flow map fitting can give appropriate results. Although more issues were evaluated (see
Waechter et al. (2008a)), mainly the ones which were difficult or impossible to repeat with
phantom experiments are discussed below.
In the following, the default setup is given by the following baseline experiment: Flow maps
were generated using all four example waveforms shown in Figure 3.7, a constant flow profile and
the example parameters shown in Table 7.2. The acquisition parameters were chosen to reflect
those that might be chosen for a clinical protocol and the flow parameters represent typical
patient values. A moderate level of noise was added to the flow maps (PSNR levels 21.0 dB or
18.0 dB). These flow maps were used as extracted flow maps during the validation.
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Symbol Value Unit
Acquisition
Number of images M 120 []
Duration TA 4 [s]
Injection
Max flow Q˜I [50, 100, 150] [ml/min]
Start TS 0 [s]
Duration TD 3 [s]
Lag time TL 0.1 [s]
Density of iodine in contrast agent ρI 300 [mg/ml]
Diffusion D 10−6 [m2/s]
Resistance factor m 1 []
Flow
Mean flow QB 100, 200, 300 [ml/min]
Duration of heart cycle TH 0.8 [s]
Flow profile k 2, 5, 10 []
Algorithm
Number of laminae N 10 []
Table 7.2: Parameters used in the flow model for simulation of flow maps for validation. All
parameters were explained in Chapter 3.
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Figure 7.4: Plots of error function.
Analysis of error function
In the first part of the evaluation of
the flow map fitting method, the er-
ror function was analysed. One of the
simulated flow maps was used as the
extracted flow map. This flow map
was simulated with a mean flow of
QB = 200 ml/min and with a flow
profile of k = 5. The error function
was evaluated for different values of the
mean flow and the flow profile. First,
the attenuation calibration factor was
fixed then it was flexible. All other
parameters were hold at the optimal
value.
The shape of the error function de-
pends on the configuration of the flow
map fitting. If the attenuation calibra-
tion factor is fixed, the error function
is much steeper compared to the case
when it is flexible. Examples for both
cases are shown in Figure 7.4. Fixing
the injection does not change the error
function; it only reduces the number of
variables which are optimised. In case
of the flexible calibration, the value of
the mean flow which gives the best fit
depends on the value of the flow pro-
file. The reason for this is that the flow
appears to be faster if the flow profile
is more parabolic.
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(b) Direct fit.
Figure 7.5: Influences of the waveform model.
Waveform model
In Section 3.2 and 3.7, three differ-
ent waveform models were described:
the 2-parameter warped cosine model,
the 4-parameter warped cosine model,
and the Laplace model. The goal of
this experiment was to find the wave-
form model which is best suited to be
used during the flow fitting. A model
with fewer parameters, will reduce the
degrees of freedom during the optimi-
sation, while a more complex model
might be able to represent the wave-
form more accurately.
Flow maps were generated using
the default configuration with all four
waveforms. Then, the flow map fitting
with fixed calibration was applied using
all three waveform models. In addition,
all three waveform models were fitted
directly to the waveforms for compari-
son. For all cases, the waveform error
was determined.
An overview of the results is given
in Figure 7.5. In general, the errors of
the direct fit were only slightly lower
than the errors of the flow map fitting.
In both cases, the errors strongly de-
pended on the waveform and the wave-
form model. The 2-parameter warped
cosine model only gave good results for
the simple (1st) waveform. Overall, the
4-parameter warped cosine model gave
lowest errors. In the following, only
this waveform model is used.
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(a) Influence of waveform shape.
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(b) Influence of Womersley number.
Figure 7.6: Influences of the Womersley profile.
Womersley profile
For pulsatile flow, the flow profile is
also varying with time. My flow model
ignores these variations. The goal of
this experiment was to evaluate the in-
fluence of this simplification.
Flow maps were generated with a
time dependent flow profile according
to the Womersley solution (see Sec-
tion 3.7.3). The Womersley number
was varied using the values 0.5, 1, 2, 4,
and 8. Then, the flow map fitting with
fixed calibration was applied. The av-
erage error of the waveform was deter-
mined for each example waveform and
for each value of the Womersley num-
ber.
All results are presented in Fig-
ure 7.6. In Figure 7.6(a) the results
are compared to the results which were
obtained using a steady profile. For
the first two waveform examples (which
were less pulsatile), the introduction
of the Womersley profile had almost
no influence on the results. For the
third and the fourth, the errors were in-
creased. In these cases, the changes of
the Womersley profile with time were
more apparent. In Figure 7.6(b) the re-
sults are shown for the different Wom-
ersley numbers. Surprisingly, the er-
rors did not increase as the Womersley
number increased.
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(a) No constraints.
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(b) Fixed injection.
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(c) Fixed calibration.
Figure 7.7: Influences of contrast agent distri-
bution at injection site.
It is not known how the contrast agent is dis-
tributed over the vessel cross section at the
injection site. My flow model assumes that
the contrast agent is initially distributed uni-
formly over the vessel cross section. The goal
of this experiment is to determine the impact
of this assumption if the mixing is not uniform
at the injection site.
Flow maps were generated with a vary-
ing distributions of contrast agent at the in-
jection site. The injection profile constant k
was set to 0, 0.25, 0.5, 0.75, and 1.0 (see Sec-
tion 3.7.4). Also the molecular diffusion co-
efficient was varied (D = 10−6, D = 10−7).
Then, the different configurations of the flow
map fitting were applied. The mean flow er-
ror was averaged for each injection profile con-
stant and each diffusion coefficient.
In the ‘Fixed injection’ case, the non-
uniform concentration introduced a positive
bias. For a higher value of the injection pro-
file constant, the concentration in the central
laminae, where the velocities are higher, in-
creases. Therefore, the flow appears to be
higher. In the ‘Fixed calibration’ case, the
non-uniform concentration at the injection
site introduced a negative bias. This could
be explained by the following: The values of
the flow map are averaged along the centreline
and each lamina is weighted equally. The lam-
inae have the same thickness but not the same
volume. That is why the concentrations in the
flow map increase, when the injection profile
constant is increased. In the fixed calibration
mode, higher concentrations correspond to a
lower flow.
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(a) No constraints.
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(b) Fixed injection.
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(c) Fixed calibration.
Figure 7.8: Influence of frame rate.
Frame rate
The blood is moving very fast. There-
fore, a high frame rate is required
for most flow quantification methods.
The higher the frame rate, the smaller
is the contrast agent’s shift between
consecutive frames and the better the
kinematic information can be extracted
from the sequence. This experiment
analyses the impact of the frame rate
on the flow map fitting method.
Flow maps were generated with
varying frame rates using 15 fps, 30 fps,
45 fps, 60 fps. Then, all three config-
urations of the flow map fitting were
applied. For each frame rate and
each configuration the results were av-
eraged.
In case of flow map fitting with-
out constraints, the frame rate of the
acquisition had an important influence
on the results. The higher the frame
rate, the more accurate was the flow
map fitting: The bias and the variabil-
ity of the mean flow and the waveform
error decreased. For the flow map fit-
ting with fixed injection, increasing the
frame rate also improved the accuracy.
In case of fixed calibration, the frame
rate had almost no influence. All re-
sults are shown in Figure 7.8.
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(a) No constraints.
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(b) Fixed injection.
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(c) Fixed calibration.
Figure 7.9: Influence of different noise levels.
Sensitivity to noise
A problem with previously proposed
methods, in particular optical flow meth-
ods, is that they are sensitive to noise.
The following experiment was conducted
to evaluate the influence of noise on the
flow map fitting method.
Flow maps were generated as de-
scribed above and different levels of
Gaussian noise were added. The noise
level is quantified using the peak signal
to noise ratio (PSNR) given by
PSNR = 10 · log
(
MAX2
MSE
)
, (7.14)
where MAX is the maximum intensity of
the simulated flow map and MSE is the
mean squared error of the flow map with
additional noise compared to the original
flow map. PSNR levels were determined
to be∞, 27 dB, 21 dB, 17 dB, and 14 dB.
The noise level in a real flow map should
be in the covered range. It depends on
the ratio of the injection flow to the flow
in the circulation, on the amperage of the
x-ray tube, on the diameter of the vessel
and on the thickness of the surrounding
material.
The results are presented in Fig-
ure 7.9. For the flow map fitting without
constraints, the variability of the mean
flow estimates and the waveform error in-
crease substantially as the PSNR is de-
creased. This is also observed for the flow
map fitting with fixed injection, but to a
lesser extent. For the flow map fitting
with fixed calibration, the noise had al-
most no influence on the accuracy.
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7.3.3 Evaluation with straight, tubular parts of phantoms
For the experiments in this section, data from the straight tube phantom and data from the
straight part of the bifurcation phantoms were used. This resulted in 28 datasets in total. The
experiments were conducted for the following reasons:
• to estimate the overall accuracy of the flow map fitting;
• to evaluate the differences between the three configurations of the flow map fitting;
• to analyse the influence of the length of the flow map;
• and to find out whether the inflow phase has to be visible in the sequence.
For the first experiment, all 28 datasets were used. All three configurations of the flow map
fitting were applied and for each configuration the averaged errors were determined.
Figure 7.10 gives an overview of the results. Detailed results are presented in Appendix A.2.
The configurations of the algorithm with constraints gave better results than the configuration
without constraints. The flow map fitting with fixed injection gave the smallest bias, but the
overall accuracy was similar for both configurations with constraints. Examples of typical results
and the corresponding errors are shown in Figure 7.11.
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Figure 7.10: Overview of results.
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(a) Mean flow error 4%, wave-
form error 5%.
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(b) Mean flow error 9%, wave-
form error 9%.
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(c) Mean flow error 2%, wave-
form error 15%.
Figure 7.11: Examples of results (Waechter et al., 2008b).
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(a) No constraints.
-30
-20
-10
0
10
20
30
0 20 40 60 80 100
Length of flow map  [mm]
Pe
rc
en
ta
ge
 
er
ro
r 
[%
]  
 
 
 
 
 
 
 
 
 
Mean flow error Waveform error
(b) Fixed injection.
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(c) Fixed calibration.
Figure 7.12: Influence of flow map length.
Length of flow map
A further problem with previously pro-
posed methods is that they require long
vessel segments. This may especially
be a limitation in the clinical setup
where the patient’s vessel tree bifur-
cates rapidly in many regions. The
following experiment was conducted to
evaluate the influence of the length of
the flow map on the flow map fitting
method.
For these experiments only a lim-
ited length of the flow maps were used.
The shortest of the flow maps was 8 cm
long. Therefore, segments of the fol-
lowing lengths were used: 1 cm, 2 cm,
4 cm, 6 cm, and 8 cm. For many ves-
sels of a patient, the length would lie
within this range. Results were aver-
aged for each segment length and for
each configuration of the flow map fit-
ting algorithm.
The results are presented in Fig-
ure 7.12. For the flow map fitting with-
out additional constraints, a negative
bias was introduced as the length of the
flow map decreased. For the flow map
fitting with fixed injection, the variabil-
ity of the mean flow estimate increased
only moderately as the length was de-
creased. For the flow map fitting with
fixed calibration, the errors were not
influenced.
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(a) No constraints.
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(b) Fixed injection.
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(c) Fixed calibration.
Figure 7.13: Influence of the visibility of the inflow
phase.
Visibility of the inflow phase
The part of the flow information which
is directly visible to the human ob-
server is contained in the inflow phase.
One can see how fast the contrast agent
fills the vessel. However, if the ro-
tational angiographic sequence should
also be used for volume reconstruction,
it is beneficial if the injection is timed
in a way that no inflow is visible in the
sequence. In this experiment, I analyse
how the results of the different versions
of the flow map fitting method change
if the inflow phase is not visible or only
part of the inflow phase is visible in the
sequence.
For this experiment, the first
0 frames, 10 frames, 20 frames, or
30 frames were removed from the flow
maps. When 30 frames were removed,
the inflow phase was removed from all
datasets. Results are averaged for each
start time and for each configuration
of the flow map fitting.
The results are presented in Fig-
ure 7.13. For the flow map fitting with-
out additional constraints, the errors
changed only slightly and no trend is
recognizable. For the flow map fit-
ting with fixed injection, the wave-
form errors and the variability of the
mean flow rose to the same level as in
the flow map fitting without additional
constraints when the inflow phase is
not visible. For the flow map fitting
with fixed calibration, the errors were
not influenced.
7.3. Evaluation setups and results 148
-30
-20
-10
0
10
20
30
-3 -2 -1 0 1 2 3
Shift in start time  [Frames]
Pe
rc
en
ta
ge
 
er
ro
r 
[%
]  
 
 
 
 
 
 
 
 
 
Mean flow error Waveform error
(a) Inaccurate injection start time (fixed in-
jection).
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(b) Inaccurate attenuation calibration (fixed
calibration).
-30
-20
-10
0
10
20
30
-3 -2 -1 0 1 2 3
Shift in start time  [Frames]
Pe
rc
en
ta
ge
 
er
ro
r 
[%
]  
 
 
 
 
 
 
 
 
 
Mean flow error Waveform error
(c) Inaccurate injection start time, but accu-
rate attenuation calibration (both fixed).
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(d) Inaccurate attenuation calibration, but
correct injection start time (both fixed).
Figure 7.14: Influence of inaccurate constraints.
Accuracy of constraints
The experiments above have shown
that it is possible to improve results by
introducing additional constraints. In
this experiment, I analyse how the re-
sults from the flow map fitting change
if inaccurate information is used to con-
strain the flow map fitting.
The flow map fitting with fixed
injection time was used with vary-
ing injection start time. An offset
of −2 frames, −1 frames, 0 frames,
1 frames, or 2 frames was added to the
injection start time. The flow map fit-
ting with fixed calibration factor was
used with varying calibration factor.
The calibration factor was set to 0.8,
0.9, 1.0, 1.1, or 1.2. Finally, the flow
map fitting with fixed injection and
fixed calibration was used with both
variations.
The results are presented in Fig-
ure 7.14. An inaccurate injection start
time was found to introduce a bias to
the mean flow estimation. An inaccu-
rate calibration factor was also found
to introduce a bias to the mean flow
estimation. An almost linear relation-
ship can be observed. The percentage
error of the mean flow is about twice
the percentage error of the calibration.
If the injection time is inaccurate but
the calibration factor is accurate, the
bias is removed. The converse is not
true, however: if the calibration factor
is inaccurate but the injection time is
accurate, the bias remains.
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7.3.4 Evaluation with a spiral phantom
The spiral phantom consists of a long tube which was formed to a spiral with a radius of about
5 cm. The spiral phantom was used for the following reasons:
• to test whether the flow model is applicable over long distances;
• to test whether the flow model is applicable for bending vessels;
• to demonstrate the effect of the reliability map;
• and to test the flow map fitting at different distances from the injection site.
An example of the spiral flow map is shown in Figure 7.15. The flow map contains both
overlapping parts and foreshortening. These artefacts make it difficult to observe the normal
flow pattern in the flow map. If the unreliable parts of the flow map are masked, the normal
flow pattern becomes apparent again.
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Figure 7.15: Flow map from the spiral phantom: Illustration of the effect of the reliability map
Waechter et al. (2008b).
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Figure 7.16: Results from flow map fitting using
the acquisitions of the spiral phantom.
Applicability of the model
Bends in the spiral phantom cause a change of
the flow profile. The flow profile gets skewed
and the flow is no longer axially symmet-
ric. Therefore, one of the assumptions of the
model is no longer valid. One goal of this ex-
periment was to find out whether this has an
impact on the flow quantification. The second
goal was to analyse whether the flow model
is applicable over long distances and whether
the choice of the diffusion coefficient has an
impact on the flow quantification. At points
which are far away from the injection site, dif-
fusion has a greater impact on the appearance
of the flow map. The diffusion coefficient is
not known and values in the literature vary
substantially (10−5 m2/s to 10−9 m2/s).
For this experiment, the complete spiral
flow map was used. Overall, 12 datasets were
used and all three configurations of the flow
map fitting were applied.
An overview of the results is presented
in Figure 7.16. Detailed results are presented
in Appendix A.2. Accurate results were ob-
tained with all three configurations of the al-
gorithms. In particular, the flow map fitting
without constraints gave more accurate re-
sults compared to the experiments with the
straight tube. This configuration particularly
benefits from the long length of the spiral.
The choice of the diffusion coefficient was ob-
served not to influence the results.
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(b) Without reliability map.
Figure 7.17: Influence of reliabilty map.
Reliability map
Overlapping vessels and foreshortening
cause artefacts in the flow map. The
reliability map is used to reduce the in-
fluence of these artefacts on the flow es-
timation. The goal of this experiment
was to analyse how the method per-
forms if no reliability map is used.
For this experiment, a 15 cm seg-
ment of all spiral flow maps was se-
lected. Then, all three configurations
of the flow map fitting were applied,
once with the reliability map and once
without the reliability map.
The results for both cases are pre-
sented in Figure 7.17. The waveform
error increases for all configurations of
the flow map fitting when the relia-
bility map is removed. For the flow
map fitting with fixed calibration the
the bias of the mean flow error also in-
creases.
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(a) No constraints.
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(b) Fixed injection.
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(c) Fixed calibration.
Figure 7.18: Influence of distance of flow map from
injection site.
Distance from the injection
site
For optical flow methods and DIC
methods, it was shown that flow es-
timates depend strongly on the dis-
tance between the observation and the
injection site. The goal of this experi-
ment is to analyse the influence of the
distance between the beginning of the
flow map and the injection site on the
three versions of the flow map fitting.
15 cm long pieces were cut at
different distances from all flow maps
from the spiral phantom. The distance
was varied from 2 cm, 5 cm, 10 cm, to
15 cm. Then, all three versions of the
flow map fitting were applied. Results
were averaged for each distance and for
each version of the flow map fitting.
The results are presented in Fig-
ure 7.18. The errors of the flow map
fitting without constraints and of the
flow map fitting with fixed injection de-
crease as the distance from the injec-
tion site increases. The accuracy of the
flow map fitting with fixed calibration
does not depend on the distance from
the injection site.
7.3. Evaluation setups and results 153
7.3.5 Evaluation with bifurcation phantoms
The goals of the experiments using the bifurcation phantoms were:
• to test the flow model with more complex geometries;
• to analyse how accurately the flow division at the bifurcation can be estimated;
• and to analyse the influence of the stenosis and the widening which is characteristic for
the carotid artery bulb.
Three different bifurcation phantoms were used: the carotid bifurcation with the enlarged
carotid bulb, the carotid bifurcation with stenosis and the simple compliant bifurcation.
(a) Vessel tree. (b) Centreline 1. (c) Centreline 2.
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(e) Reliable parts of flow map 2.
Figure 7.19: Extraction of flow map and reliability map (Carotid - with bulb).
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(a) Vessel tree. (b) Centreline 1. (c) Centreline 2.
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Figure 7.20: Extraction of flow map and reliability map (Carotid - with stenosis).
(a) Vessel tree. (b) Centreline 1. (c) Centreline 2.
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Figure 7.21: Extraction of flow map and reliability map (simple bifurcation).
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Figure 7.22: Results from the flow division estimation for three different bifurcation phantoms.
The centreline and radii were determined and this information was used to determine the
flow map and reliability map for all datasets. Examples of the reconstructed vessel tree, the
centrelines and the reliable parts of the corresponding flow maps of all three bifurcation phantoms
are shown in Figures 7.19 - 7.21. Then, the three configurations of the flow map fitting were
applied. In addition to the mean flow and the flow waveform, the flow division was estimated.
As the former quantities were already assessed in the previous experiments, I concentrate on
the results of the flow division estimation here. For the error estimation of the flow division, the
absolute difference between the ground truth value and estimate is determined. Results were
averaged for each phantom and for each configuration of the flow map fitting.
An overview of the results is presented in Figure 7.22. Detailed results are presented in
Appendix A.2. The choice of the configuration of the flow map fitting had only a small influence
on the accuracy of the results. However, results varied for the different phantoms. Results
were most accurate for the carotid bifurcation with stenosis and least accurate for the carotid
bifurcation with the carotid bulb.
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7.3.6 Evaluation with Circle of Willis phantom
The goal of the experiments with the Circle of Willis phantom was to analyse the general
feasibility of the flow map fitting algorithms for complex vessel geometries. The main question
was whether suitable flow maps can be extracted and whether enough parts are reliable to
quantify the blood flow in realistic cerebral vessels. A quantitative analysis was not possible, as
the phantom has six outlets and only one EMF was available.
For most datasets, the right and the left side of the cerebral vasculature were filled with
contrast agent. This generally does not happen in the clinical case: normally only one side is
enhanced. The enhancement of both sides results in a lot of vessel overlap and therefore many
unreliable parts in the flow map.
In the following, a case is analysed where only one side was enhanced. Figure 7.23 shows
the extracted vessel tree. Figure 7.24 shows three different paths of vessel centrelines and the
corresponding flow maps. In Figure 7.25 the different intermediate results of the flow map
extraction are shown in detail for another path. The horizontal black lines indicate the borders
of the different segments. The uncorrected flow map shows many artefacts. The influence
of artefacts due to foreshortening and variations of the radii is reduced after the distance-
correction. Masking with the reliability map removes most corrupt parts of the flow map. Even
after distance-correction and masking, the flow pattern in the small vessel segments is difficult
to distinguish.
The flow map fitting was applied and besides the flow rate at the inlet all flow division factors
were determined. Using all flow division factors, the volumetric flow rate can be determined for
all segments. As explained in Section 3.6.2, the flow conservation is enforced, which means that
the flow at the inlet has to equal the sum of the flows at all outlets. The resulting flow rates for
different vessel segments are shown in Figure 7.26. For some segments only small parts of the
flow map were reliable. In this case the result is unlikely to be reliable.
(a) Frontal view. (b) Lateral view.
Figure 7.23: Reconstructed vessel tree of Circle of Willis phantom.
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(a) Centreline 1.
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(b) Flow map 1.
(c) Centreline 2.
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(f) Flow map 3.
Figure 7.24: Flow maps of Circle of Willis phantom.
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(b) Uncorrected flow map.
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(d) Distance-corrected flow map.
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(f) Reliable parts of flow map.
Figure 7.25: Intermediate results of flow map extraction for one path through the Circle of
Willis phantom.
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Figure 7.26: Results from the flow quantification in the Circle of Willis phantom.
7.3.7 User interaction and required time for computations
The required time for user interaction and computation of flow parameters depends on the
complexity of the vessel tree.
If the flow is to be determined just in one segment, the user only has to indicate the start
and the end point of that segment. The precision of the point selection is not important provided
the point lies within the corrected vessel segment. This should take only a few seconds. For
such a case, the flow map fitting took between 4 and 8 minutes on a PC with an Intel Xeon, 3
GHz processor.
If the flow before and after a bifurcation is to be determined, the user must select at least 3
points. More than 3 points are required if the user wants to divide the branches into segments
which is necessary for the analysis of a stenosed vessel, for example. In such a case, a sufficient
number of points can be defined within a minute. The division into segments could also be done
automatically. For bifurcations, the flow map fitting took between 15 and 20 minutes on a PC
with the specification given above.
If the flow is to be determined in a complex vessel tree like the Circle of Willis phantom,
the required user interaction is considerable. All bifurcation points and end points have to be
selected and the connectivity has to be defined. For this case the flow map fitting took about
30 minutes on a PC with the specification given above.
In this work, the flow map fitting algorithm was implemented in Matlab and was not
optimised for speed. However, a considerable speed-up should be possible using a more efficient
implementation.
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7.4 Discussion
In this chapter, I have presented a method for estimating a blood flow waveform and the mean
volumetric blood flow rate from rotational angiography. Any method for estimating blood flow
from rotational angiography needs to be more robust than for planar angiography because of
artefacts due to changing foreshortening and overlapping vessels introduced by the rotation of the
c-arm. To achieve this, I proposed a novel approach which utilises a flow model in conjunction
with a reliability map.
To the best of my knowledge, this is the first study to present quantitative results for flow
estimation from rotational angiographic images. Therefore, I am unable to directly compare my
results to those obtained by other methods. However, I have investigated and addressed known
limitations of optical flow and DIC-based methods which work on planar angiographic images.
A major advantage of my method is that it uses an explicit model for the flow and contrast
agent propagation. In this case, a simple convective dispersion model with laminar flow was
used. The framework adopted for the flow map fitting algorithm is such that the model can be
readily replaced with an alternative, more sophisticated model if required.
The convective dispersion model used in my study can account for changes in the appearance
of the flow map at different distances from the injection site and at different times after the start
of the injection. Therefore, information from the inflow or outflow phase can be used without
introducing a bias, which is known to exist for methods based on optical flow and DICs (Huang
et al., 1997a; Rhode et al., 2005).
A further advantage is that the model allows the use of additional information, for example
information about the injection or information from the attenuation calibration. On the other
hand, if this information is not available, the method can still give quantitative flow estimates.
Unknown injection and calibration parameters can be estimated during the fitting process.
Depending on the amount of prior information available, the characteristics of the flow map
fitting algorithm change. The main reason for this is that the method can use two different kinds
of information from the flow map: kinematic and densitometric information. The kinematic
information is contained in the gradients of the pattern of the flow map. The densitometric
information is contained in the absolute or relative magnitude of the intensities of the flow map.
To the best of my knowledge, this is the first method which used both pieces of information
concurrently.
The basic version of the flow map fitting uses kinematic information for the determination of
the mean flow and kinematic and relative densitometric information to determine the waveform.
During systole, the resulting iodine density is relatively low. During diastole, the resulting iodine
density is relatively high. The pulsatility determines the difference in density. Therefore, the
information about the shape of the waveform is encoded in the pulsatile pattern.
If the start time of the injection is fixed, the same kind of information is still used. It is
more reliable for the following reason: A longer flow map often results in a better flow estimate.
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If the start time of the injection is fixed, the point of the injection site can be seen as virtual
first line of the flow map and the virtual flow map length can be extended from the position of
the injection site to the start of the flow map.
If the attenuation calibration factor is fixed, additional densitometric information for the
mean flow estimate is available. The attenuation gives the absolute magnitude of the density of
iodine, which is proportional to the concentration of contrast agent; the mean concentration of
contrast agent gives the mean volumetric flow rate of the circulation (provided the flow rate of
the injection is known).
In theory, the model based approach, in particular the mixing model, together with the
attenuation calibration makes it feasible that the volumetric flow rate can be determined from
one row of the flow map (TIC): the mean flow rate is given by the mean of the TIC, whereas
the shape of the waveform is given by the shape of the pulsatile pattern. In reality, one TIC is
not sufficient because of noise and artefacts. The influence of these is reduced, the longer the
flow map is. Additionally, the kinematic information can only be used if the flow map has a
certain length. If kinematic and densitometric information is used concurrently, a redundancy
is established which can help to avoid inaccuracies.
If the calibration factor was set to an accurate value, the flow map fitting with fixed cal-
ibration was superior. Inspection of the error function shows that the minimum of the error
function is well defined in this case. Therefore, convergence should be good. This is confirmed
by small standard deviations in most experiments with fixed calibration. In this case, the flow
map fitting was also found to be very robust against noise, the frame rate, the length of the flow
map and the distance from the injection site to the beginning of the flow map did not influence
the accuracy, and it was not necessary that inflow phase of contrast agent was visible in the
image sequence.
Fixing the calibration factor to an inaccurate value, however, introduced a bias. A bias
in the radius estimation, increased background attenuation at the end of the sequence due to
perfusion, or an error in the attenuation calibration correspond to an inaccurate calibration
factor. Additionally, for clinical applications, the attenuation calibration could require changes
to the clinical workflow, which might not be desirable.
The flow map fitting with fixed injection was almost as robust as the flow map fitting with
fixed calibration: only for the highest level of noise and the shortest length of the flow map did
the accuracy decrease. A drawback of this version is that the inflow phase must be visible in the
image sequence. This can be a limitation as this can hamper the volume reconstruction from
rotational angiography. If the injection site is in the field of view, it is easy to determine the
start of the injection, otherwise a synchronisation signal of x-ray acquisition and injection must
be recorded.
The flow map fitting without constraints was not as robust as the other versions. The results
showed that the accuracy depended on the signal to noise ratio, length of the flow map and the
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frame rate. However, results were still acceptable. In many experiments without constraints, a
negative bias can be observed. To understand this, it is important to remember that the mean
flow was initialised with a value half as great as the expected mean flow. Therefore, a negative
bias indicates that the optimisation did not converge.
For the case of the spiral phantom, it was shown that the reliability map improved the
results. Without the reliability map, it is more difficult to determine the shape of the waveform
because the pattern due to pulsatility in the flow map is obscured by artefacts of overlapping
and foreshortening. Because of the overlapping vessels, the mean intensity of the flow map
is higher and therefore the estimate of the mean volumetric flow rate has a negative bias in
case of the flow map fitting with fixed calibration. However, quantitative flow estimates were
still possible without the reliability map, which shows the robustness of the method. This is
an advantage because in a clinical setup it might not be possible to mark all areas which are
unreliable without user interaction.
This effect can also be seen in the evaluation with the Circle of Willis phantom: Not all
corrupted areas were marked as unreliable. Possible reasons for remaining artefacts are missing
segments in the reconstruction (segments after the selected end points) and small errors in the
vessel reconstruction. The evaluation with the Circle of Willis phantom showed that it is possible
to determine flow maps for a complex vessel tree and that it is possible to estimate the flow in
the vessel tree. However, many parts of the flow map in the distal vessels are not reliable and
the flow pattern is quite weak. Therefore, the accuracy of the flow estimates is questionable.
The chosen flow model is very simple compared to state-of-the-art computational fluid
dynamics (CFD) models. I have chosen this simple model because it is computationally efficient
while being still able to approximate blood flow in the large arteries. The former is important
because it has to be applied iteratively in the fitting process. The phantom experiments showed
that the flow model was able to explain the real transport of contrast agent in a flowing medium.
In a bend, at a bifurcation, or at a stenosis, the assumption of the model that the flow is laminar
and axially symmetric does not hold. Nevertheless, I was able to use the model to compute
quantitative flow estimates. The largest errors were observed at the carotid bulb. I believe that
these errors are due to secondary flow in the carotid bulb. Further investigations are necessary to
determine how the flow map fitting method performs for more complex vessel geometries, such
as that found in the distal carotid arteries or around an aneurysm, where more complicated
haemodynamics might be present.
Three different waveform models were compared using different patient waveforms: the 2-
parameter warped cosine model, the 4-parameter warped cosine model, and the Laplace model.
The 2-parameter warped cosine model was not powerful enough to explain the observed vari-
ations. The Laplace model, which should be able to explain 90% of all patient waveforms
(Skidmore and Woodcock, 1978), also exhibited problems. Best results were obtained with the
4-parameter warped cosine model. Therefore, this waveform model was used for all other ex-
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periments. Although this model is more restrictive than a principal component model (Rhode
et al., 2005), I conclude that it is not necessary to invest in the training of such a model at this
stage of the work.
The flow model cannot be used to describe flow in aneurysms. Nevertheless, the flow map
fitting method might be usefully applied in the assessment of aneurysms by providing patient
specific boundary conditions for CFD simulations, such as those described by Steinman et al.
(2003) and Castro et al. (2006). In these studies, rotational angiography was used to determine
a patient specific mesh of the vessel lumen, but flow boundary conditions were determined from
sex and age matched volunteers. Therefore, it would be beneficial if rotational angiography
could also be used to determine patient specific flow boundary conditions.
In most cases, relative errors between 5% and 10% for the volumetric mean flow rate and
between 10% and 15% for the blood flow waveform could be obtained. The manual interactions
took at most 1 min and the computational time for the flow map fitting was between 4 and 20
minutes on a PC.
To apply the method to clinical images, some changes should be applied to standard rota-
tional angiography protocols. From the experience with images from the experimental setup, I
consider the following issues to be important:
• Ideally, only one injection of contrast agent should be used for flow quantification and vessel
reconstruction. For a standard rotational angiography protocol, the injection duration is
chosen to be longer than the x-ray acquisition to ensure that the vessel tree is completely
filled during the x-ray acquisition. For the flow map fitting, it is beneficial that the inflow
phase of the contrast agent is visible in the rotational angiographic sequence.
• In standard rotational angiography protocols, the volumetric flow rate of the injection is
sometimes so high that the contrast agent replaces the blood. In order to measure blood
flow and not contrast agent flow, the injection flow rate has to be reduced.
• The flow map fitting method requires either the catheter to be in the field of view or that
the ECG of the patient is recorded. When the catheter is in the field of view, the first
TIC can be extracted and utilised to determine the start of the injection and start and
duration of the heart cycle.
• A mask scan is required for the background subtraction. This is part of some rotational
angiography protocols.
• An attenuation calibration and a geometry calibration should be done beforehand.
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Clinical application
In this chapter, first tests of the flow map fitting on clinical images are presented. The clinical
images were acquired at the University Hospital of Geneva by members of the group of Prof.
Ruefenacht. The acquisitions were similar to those done for the Aneurist project (Frangi et al.,
2007) and therefore they could be covered by an addendum to the ethics approval of the Aneurist
project. It is important to note that for the application of the flow quantification method, special
requirements have to be fulfilled. Recommendations for the acquisition protocol and injection
protocol were given in the previous chapter. Additionally, information about the acquisition
(e.g. the frame rate), the injection (e.g. the volumetric flow rate) and the patient (e.g. the
heart rate) must be provided. Therefore, it is not possible to evaluate the flow map fitting
method using arbitrary existing angiographic sequences.
8.1 Rotational angiography
8.1.1 Clinical protocol
In the last chapter, I have given recommendations for a clinical protocol. Unfortunately, it was
not possible to change the x-ray protocol or the injection protocol in this clinical study because
this would require a dedicated ethics approval. Therefore, some recommendations, as detailed
below, could not be implemented.
For each patient, two rotational angiographic sequences were acquired with the standard
x-ray protocol: one with contrast agent (CA sequence) and one without contrast agent (mask
sequence). 120 images were acquired in 4 seconds during which the c-arm rotated 205◦. The
peak voltage was 75 kV and the amperage was adapted during the first frames by the x-ray
system according to the patient thickness. The injection flow rate was 3 ml/s, the duration was
6 s and it was started 2 s before the acquisition. The catheter was in the field of view.
Before the patient acquisitions, a geometry calibration and an attenuation calibration were
performed. The geometry calibration was successful, meaning that error during the calibration
was less than half a pixel. However, during the evaluation of the images from the attenuation
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calibration, it was discovered that the clinical protocol uses a dose level at which the detector
is overexposed in areas of direct radiation. This fact, together with the fact that the amperage
was not fixed, made it impossible to perform an attenuation calibration beforehand.
As the catheter was in the field of view, an ECG signal was not required. However, it
was not possible to change the injection timing to see the contrast agent inflow phase in the
acquisition or to decrease the injection flow, as this might introduce artefacts in the 3DRA
reconstruction. The clinical indication for obtaining these images was the reconstruction of the
3D vasculature using the 3DRA, therefore it was not acceptable to decrease the quality of the
3DRA intentionally.
The main difference from the standard 3DRA protocol was that an additional mask sequence
was acquired. This is required for the flow quantification and also for the vessel reconstruction
method described in this thesis.
8.1.2 Results
Two patient datasets were acquired. Unfortunately, the first patient moved considerably between
the CA sequence and the mask sequence. This led to severe subtraction artefacts as shown in
Figure 8.1. Compensation for the motion was tried using a rigid 2D registration using mutual
information as a similarity measure and a brute force search. This worked reasonably well
for images from the lateral view as the motion in these images could be described by a rigid
transformation (see Figure 8.2(a)). For images from the anterior-posterior view, however, it
did not give satisfactory results (see Figure 8.2(b)) as in this case the 3D motion could not be
described by a 2D transformation. For the second patient, a better subtracted sequence could
be obtained with only minor subtraction artefacts as shown in Figure 8.3.
For both datasets, the flow map and reliability map were determined as described in Chap-
ter 7. As it was not possible to change the injection timing, neither flow maps show the inflow
phase of the contrast agent. In the flow map from Patient 1, no flow pattern can be recognised
(see Figure 8.4). The variations in the image intensities caused by artefacts in the subtraction
are higher than the expected variations due to the pulsatile pattern. In the flow map from
Patient 2, a weak flow pattern can be recognised (see Figure 8.5). In Figure 8.5(c) the troughs
of the pulsatile pattern in the flow map are indicated.
8.1.3 Discussion
It was not possible to obtain flow maps from rotational angiographic sequences which were
suitable for flow quantification with the flow map fitting method. The main reason for this is
the weak flow pattern in the flow map. The most likely cause of which is that the flow rate
of the contrast agent injection was too high. In this case, the following can happen: During
diastole a considerable amount of the contrast agent moves upstream, whereas during systole,
when the concentration should be low, it is transported downstream again and increases the
concentration. The second reason are subtraction artefacts due to the motion of the patient
between the CA sequence and the mask sequence.
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(a) Lateral view. (b) Anterior-posterior view.
Figure 8.1: Patient 1 - subtraction image before registration.
(a) Lateral view. (b) Anterior-posterior view.
Figure 8.2: Patient 1 - subtraction image after registration.
(a) Lateral view. (b) Anterior-posterior view.
Figure 8.3: Patient 2 - subtraction image without registration.
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(a) Uncorrected flow map.
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(b) Corrected flow map.
Time [s]
D
ist
an
ce
 
[m
m
]
0 1 2 3
20
40
60
80
100
D
ist
an
ce
 
[m
m
]
(c) Corrected flow map with
unreliable parts masked out.
Figure 8.4: Flow map of patient 1.
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(a) Uncorrected flow map.
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(b) Corrected flow map.
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(c) Corrected flow map with
unreliable parts masked out
and marked flow pattern.
Figure 8.5: Flow map of patient 2.
This section only showed results of an initial trial of the flow map fitting method applied to
clinical rotational angiography. Although it was not possible to use the obtained flow maps for
flow quantification, I am still convinced that this would be possible with small changes in the
clinical protocol. In particular, the flow rate and duration of the contrast agent injection should
be decreased. Additionally, the x-ray protocol should be changed to give a constant voltage
and amperage and no overexposure. These changes however, would require a dedicated ethics
approval and therefore further trials were beyond the scope of this thesis.
8.2 Planar angiography
As it was not possible to obtain suitable clinical rotational angiographic images, the applicability
of the flow model and the flow map fitting for real blood flow was analysed on a combination of
rotational and planar angiographic sequences.
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8.2.1 Clinical protocol
For each patient, a rotational angiography was acquired using the standard protocol, as explained
above. However, this time no mask sequence was acquired. The CA sequence was used to
reconstruct the 3DRA volume. Care was taken that the catheter appeared in the field of view.
Then, for each patient, between one and three planar acquisitions were made (flow se-
quence). This time, amperage and voltage were kept constant. The ECG signal was recorded
for each frame of the flow sequence. The injection flow was 2 ml/s. The duration of the acqui-
sitions was 6 s, the duration of the injection was 3 s, and the injection was started about 1 s
after the acquisition. Therefore, the first images can be used as mask images to obtain the DSA
sequence. If possible, the catheter tip was placed in the field of view. In this case, this was more
difficult as the field of view was smaller. If multiple acquisitions were made, the orientation of
the c-arm was changed for some patients. Before or after the intervention, the volumetric blood
flow in the main internal carotid artery was estimated with transcranial colour Doppler (TCCD,
see Section 2.4.4).
Overall, this protocol agrees much better with the recommendations given in the previous
chapter compared with the protocol for rotational angiography. The injection flow is lower and
the duration of the acquisition and injection allowed imaging of the inflow and outflow phase.
Also, the x-ray protocol was tailored to flow quantification.
However, as this is a complex protocol, it could not be followed strictly for all patients. For
some patients for example, the ECG signal was not recorded due to technical difficulties. For
some patients, it was not possible to place the catheter in the field of view, because it would
have been too near to an aneurysm, which might rupture due to the pressure of the injection.
For some patients, TCCD measurements were not possible because the sonographer was not
available or because it was a surgical case. During surgery, TCCD cannot be applied because
of sterility issues and after surgery, it is difficult because the inflammation of soft tissue could
disturb the signal.
8.2.2 Processing
The 3DRA datasets were utilised to determine the 3D centrelines and radii. The vessels were
divided into segments according to their radius. Then, an interactive 2D-3D registration was
used to determine the geometric parameters of the c-arm during the acquisition of the flow
sequence with respect to the 3DRA dataset. They were required to project the 3D centreline
onto the flow sequence. With all this information, the flow- and reliability maps could be
determined in the same way as described in Chapter 7.
For this setup, no attenuation calibration was available. Therefore, the flow map fitting
could not be applied in the ‘Fixed Calibration’ mode (see Section 7.3.1). If the catheter was in
the field of view of the flow sequence, the start and duration of the injection were determined
from the first TIC. Otherwise, they were determined manually. Then, the flow map fitting could
be applied in the ‘Fixed Injection’ mode (see Section 7.3.1).
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Several parameters also had to be set beforehand: If the catheter was in the field of view,
the time of systole and the heart rate were also determined from the first TIC. Otherwise, they
were determined from the ECG signal. The diffusion coefficient was set to 10−6m2/s and the
resistance factor was set to 0.5. The distance to the injection site was measured from the 3DRA.
For each flow sequence, the flow map fitting was repeated with 24 different combinations of
initial values: The initial values for the mean flow, for the shape of the waveform, and for the
flow profile were varied. Then, the best fit (the result with the lowest value of the optimization
function) was determined for each flow sequence.
8.2.3 Results
Data from 10 different patients was available for this evaluation and, overall, 17 flow sequences
were available. Table 8.1 gives a summary of the data which was available for each patient.
During the evaluation, the flow in the main vessel was determined: In most cases, this was
the internal carotid artery, but for Patients 9 and 10, this was the vertebral artery. All 17
flow sequences were analysed. Detailed intermediate results, however, are only shown for one
acquisition per patient. The resulting flow estimates are later shown for all acquisitions.
In Figures 8.6(a) - 8.15(a), the projected centrelines are indicated in maximum intensity
images for all patients. In Figures 8.6(b) - 8.15(b), the reconstructed geometric models of the
vessels are shown for all patients. The different segments are indicated by different colors. In
Figures 8.6(c) - 8.15(c), the extracted flow maps are shown. The parts of the flow map which
are unreliable are masked out. In many cases, the first part of the flow map is missing, because
the corresponding part of the vessel was not in the field of view.
In Figures 8.6(d) - 8.15(d), the simulated flow maps which gave the best fit are shown. In
Figures 8.6(e,f) - 8.15(e,f), extracted and fitted TICs are displayed together to show the quality
of the fit. They were averaged over one segment. As the length of the segment varied, the noise
level in the extracted TICs varied.
It was possible to apply the flow map fitting, for nine out of ten patients. Only for Patient 10
it was not possible to apply the fow map fitting, as no pulsatile pattern was visible in the flow
map. For the others, the quality of the best fit was judged through visual inspection. The
criterion is the agreement of the extracted and fitted TICs. A very good fit was achieved for
Patient 3 and 5. Good fits were achieved for Patient 1, 7, 8, and 9. Problems could be observed
for Patients 4, 6, and 10, these will be discussed later.
The resulting flow estimates are given by the flow parameters of the best fit of the flow map
fitting method. They are shown in Figure 8.16. If more than one flow sequence was availiable,
one estimate is shown for each flow sequence. Although only data from ten patients was available
for this evaluation, these patients cover quite a wide range of different blood flow patterns. The
mean flow varied between 75 ml/min and 230 ml/min (mean 167 ml/min). The pulsatility index
([max(QB(t))−min(QB(t))]/QB) varied between 0.51 and 1.45 (mean 0.78). The shape of the
waveform also varied substantially between the patients. These variations are reflected by the
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Patient 1 Patient 2
Case: Anterior communicating Case: Middle cerebral artery aneurysm
artery aneurysm
Type of procedure: Follow up Type of procedure: Diagnostic
Treatment: Already clipped Treatment: Clipping
Number acquisitions: 3 Number acquisitions: 1
First TIC available: Yes First TIC available: Yes
TCCD available: Yes TCCD available: No
ECG available: Yes ECG available: No
Patient 3 Patient 4
Case: Cavernous internal carotid Case: Haemoraged, sub-giant,
artery aneurysm middle cerebral artery aneurysm
Type of procedure: Interventional Type of procedure: Diagnostic
Treatment: Coiling Treatment: Clipping
Number acquisitions: 1 Number acquisitions: 1
First TIC available: No First TIC available: Yes
TCCD available: No TCCD available: Yes
ECG available: No ECG available: No
Patient 5 Patient 6
Case: Carotidophtalmic aneurysm Case: Middle cerebral artery aneurysm
Type of procedure: Follow up Type of procedure: Diagnostic
Treatment: None Treatment: Clipping
Number acquisitions: 1 Number acquisitions: 2
First TIC available: No First TIC available: Yes
TCCD available: Yes TCCD available: No
ECG available: No ECG available: No
Patient 7 Patient 8
Case: Internal carotid artery aneurysm Case: Middle cerebral artery aneurysm
Type of procedure: Interventional Type of procedure: Diagnostic
Treatment: Stenting Treatment: Clipping
Number acquisitions: 2 Number acquisitions: 2
First TIC available: No First TIC available: No
TCCD available: Yes TCCD available: No
ECG available: Yes ECG available: Yes
Patient 9 Patient 10
Case: Basilar tip aneurysm Case: Vertebro-basilar fusiform aneurysm
Type of procedure: Diagnostic + interventional Type of procedure: Diagnostic
Treatment: Coiling Treatment: Stenting
Number acquisitions: 2 Number acquisitions: 2
First TIC available: No First TIC available: No
TCCD available: No TCCD available: Yes
ECG available: Yes ECG available: No
Table 8.1: Summary of information which is available for different patients.
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Figure 8.6: Overview patient 1.
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Figure 8.7: Overview patient 2.
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Figure 8.8: Overview patient 3.
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Figure 8.9: Overview patient 4.
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Figure 8.10: Overview patient 5.
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Figure 8.11: Overview patient 6.
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Figure 8.12: Overview patient 7.
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Figure 8.13: Overview patient 8.
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Figure 8.14: Overview patient 9.
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Figure 8.15: Overview patient 10.
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Figure 8.16: Results of flow quantification using the flow map fitting method. Estimates from
different angiographic runs are shown in different colours.
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Patient number Mean flow error [%] Waveform error [%]
1b -5.4 8.6
1c 4.0 14.3
6 12.8 13.3
7 -1 3.4
8 11.6 11.6
9 9.3 11.6
Table 8.2: Reproducibility study: comparison between estimates from flow map fitting from
repeated acquisitions.
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Figure 8.17: Comparison of results from flow map fitting with TCCD measurements, for patients
with a good fit. Estimates from the flow map fitting are presented as solid lines, measurements
from TCCD are presented as dashed lines, repeated measurements are shown in different colors.
variations of the patterns in the flow map.
For the patients, where multiple flow sequences were available the reproducability can be
analysed. For this analysis the flow estimate of the first sequence is considered as ground truth.
Then, the mean flow error and the waveform error error were determined using Equations 7.12
and 7.13, respectively. Table 8.2 shows the results.
For some patients, TCCD flow measurements were obtained beforehand. If TCCD mea-
surements were available, they were used for comparison. The resulting flow estimates of the
best fit of the flow map fitting are shown together with the TCCD flow measurements in Fig-
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Figure 8.18: Comparison of results from flow map fitting with TCCD measurements, for patients
where problems were apparent during the fitting. Estimates from the flow map fitting are
presented as solid lines, measurements from TCCD are presented as dashed lines.
Patient number Mean flow error [%] Waveform error [%]
1a -12.3 15.5
1b -18.4 23.3
1c -7.7 13.8
5 -16.0 26.0
7a -9.8 19.3
7b -11 18.6
Table 8.3: Comparison between estimates from flow map fitting and TCCD measurements for
patients where no problems were apparent during the fitting.
ure 8.17 and Figure 8.18. The former contains the results for the patients where no problems
were apparent during the fitting, the later contains the results for the remaining patients.
For the patients, where TCCD was available the mean flow error and the waveform error
were determined using Equations 7.12 and 7.13, respectively, with the TCCD as the ground
truth. Table 8.3 shows the results for the patients where no problems were apparent during the
fitting. Table 8.4 shows the results for the remaining patients.
8.2.4 Discussion
In this section, the flow map fitting method was applied to clinical, planar DSA images. The
main questions were whether the extracted flow maps are suitable for the flow map fitting,
whether the flow model is capable of explaining blood flow and contrast agent transport in
Patient number Mean flow error [%] Waveform error [%]
2 7.0 29.0
4 -13.9 38.2
Table 8.4: Comparison between estimates from flow map fitting and TCCD measurements for
patients where problems were apparent during the fitting.
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patients, how reproducible the flow estimates are, and how the flow estimates compare with the
TCCD measurements.
Before the interpretation of the results, it is important to note that the TCCD measurements
do not necessarily present an accurate ground truth. Firstly, they were acquired about 30 min
before or after the intervention and, secondly, they might be inaccurate as volumetric flow
measurements with ultrasound are less reliable than velocity measurements. The sonographer
performing the TCCD scans stated that the radius can have an error up to 20%, which would
give an error up to 40% for the mean volumetric flow rate, assuming that the velocity can be
measured accurately. For Patient 1, two TCCD measurements are available and the mean flow
differs by 30% between these measuements.
For nine out of ten patients, flow maps which were suitable for the flow map fitting could
be extracted. A flow map is suitable for the flow map fitting if the flow pattern is visible. For
Patient 1 to 9 the flow pattern was clearly visible. Only for Patient 10, the flow map was not
suitable as no pattern was visible. A possible reason for this is the large distance between the
observed region and the injection site. The flow map from Patient 4 exhibits an irregular flow
pattern: where a second trough due to high flow during systole is expected, the intensities in
the flow map stay high. A possible explanation for this is an asystole. To make the flow map
fitting possible, this part of the flow map was regarded as unreliable.
To analyse whether the flow model can explain blood flow and contrast agent transport in
a patient, the quality of the fit was analysed. For all 9 patients it was possible to fit a simulated
flow map to the extracted flow map. Very good fits were obtained for two patients, good fits
were obtained for four patients. For Patient 2 and Patient 6 a good fit could be obtained in the
proximal part of the flow map but some problems with the fit were apparent in the distal part
of the flow map. Therefore, I conclude that the model is applicable for most patients. Further
analysis is required to find the reasons for the two case where problems were apparent.
For five patients, multiple angiographic acquisitions were available. For all five patients
the mean flow (mean flow error 5.2% ± 7.3%) and the shape of the waveform (waveform error
10.5%± 4%) were very similar for consecutive sequences, even when these were acquired using
different orientations of the c-arm. Therefore, I conclude that the flow estimates of the flow map
fitting method are reproducible.
For five patients, TCCD measurements were available. Overall the agreement was better
for the dataset where no problems were apparent during the flow map fitting. In this case, the
mean flow error was 12.5% ± 4.0% and the waveform error was 19.4% ± 4.6%. For Patient 1,
two TCCD measurements were acquired. The mean flow rate of both measurements, however,
differed by about 30%. The estimates from the flow map fitting agree resonably well with the
measurement with the higher mean flow rate. For Patients 5 and 7, the estimates from the
flow map fitting also agree reasonably well with the TCCD measurements. For the problematic
datasets, the shape of the TCCD waveforms and the estimated waveform differ more (waveform
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error 33.6%± 6.5%) . For Patient 4, this can be explained with the problems during the fitting.
For Patient 2, this can be explained by the irregular flow pattern. The mean flow estimates,
however, agree well with the TCCD measurements (mean flow error −3.1%± 14.3%).
The blood flow estimates of the flow map fitting depend on the resistance factor, which
describes how the physiological flow is disturbed by the injection. During the flow map fitting,
only the disturbed flow can be determined. The physiological flow is then determined according
to Equation 3.7. The resistance factor is zero if the injection does not disturb the blood flow
and it is one when the injection replaces the blood so that the total flow remains unchanged.
Its value depends on the ratio of the upstream and downstream resistances. Theoretically, the
value should be near to one as for an arterial injection the downstream resistance is much higher
than the upstream resistance. However it was reported in the literature that the total flow is
affected by the injection, which indicates that the resistance factor must be lower.
The sonographer, who conducted the TCCD measurements for this study, tried to measure
the flow before and during the injection to determine the resistance factor. However, in our
setup it was not possible to measure the flow during the injection with TCCD. During image
acquisition, only the disturbed flow can be observed. Therefore, the resistance factor cannot be
determined during the flow map fitting. Introducing the resistance factor as an optimisation
variable would create an underdetermined system and arbitrary flow results.
For this evaluation, the resistance factor was set to 0.5. The resulting estimate for the
physiological flow would be lower if the resistance factor had been lower. For patient 1, the
influence of the resistance factor on the blood flow estimate is shown in Figure 8.19(a). If the
flow rate of the injection can be reduced, the disturbance will be reduced as well. The theoretical
influence on the blood flow estimate of a reduced injection is shown in Figure 8.19(b).
In retrospect, the best overall agreement with TCCD would have been achieved with a
resistance factor of 0.29. When this resistance factor was used, the mean flow error could be
reduced to -0.25% ± 4.5% and the waveform error can be reduced to 15.3% ± 4.2%. This value
is in good agreement with a value that can be determined from the work of Jacobson et al.
(1981). The material presented in this work allows computation of the resistance factor for the
canine superior mesenteric artery. For an injection of half the blood flow rate, the resistance
factor was 0.36. For an injection with equal flow rate as the blood flow, the resistance factor was
0.29. For an injection of twice the blood flow rate, the resistance factor was 0.2. Although these
values are in good agreement, further research is required to determine the in-vivo resistance
factor and its dependence on the injection flow rate, on the artery where the catheter is placed,
and possibly on other factors.
For some patients, small changes in the model had to be made. For earlier patients, the
catheter was filled with contrast agent at the beginning of the acquisition and then the concen-
tration gradually increased. To model this, the rectangle function in the mixing model had to
be replaced by a ramp function. For some patients, small parts of the contrast agent moved
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(a) Influence of resistance factor on blood
flow estimate for an injection of 2 ml/s.
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Figure 8.19: Influence of resistance factor on blood flow estimate.
upstream and increased the concentration in the later frames, this was also incorporated in the
mixing model.
Although the flow map fitting was designed for flow quantification from rotational angiog-
raphy, it could successfully be applied to a combination of 3DRA and planar angiography. Many
concepts, which were developed to make the method robust enough for rotational angiography,
are also beneficial for planar angiography. One example is the reliability map: For no patient,
a complete flow map with neither foreshortening nor overlapping vessel could be extracted.
Therefore, some other methods would not be applicable. The reliability map together with the
model-based approach made it possible to use only observations which were not corrupted.
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Conclusions and future work
In this thesis, I have presented a system for the quantification of blood flow from rotational
angiography: First, the centreline and radii are determined from the rotational sequence. Using
this information and plus additional information from the geometry and attenuation calibration,
the flow map can be determined. During the flow map fitting, the volumetric mean flow rate
and the blood flow waveform are estimated. To achieve this, a simulated flow map, which was
generated using a model of blood flow and contrast agent transport, is fitted to the flow map
which was extracted from the angiographic images. The model parameters of the best fit give
the flow estimate.
For the flow quantification from rotational angiography, it is beneficial if the rotational
sequence shows inflow and outflow of contrast agent. This, however, hampers the standard
3D reconstruction. I have proposed a method for 3D vessel reconstruction, which uses flow
information to overcome this problem. A satisfactory reconstruction and segmentation accuracy
( centreline error 0.50 mm ± 0.12 mm, radius error 0.29 mm ± 0.05 mm) was achieved when
every vessel segment was filled with contrast agent over 135◦. As a standard c-arm can rotate
205◦, typically about one third of the acquisition can show inflow or outflow of contrast agent.
This makes it feasible that the vessel geometry and blood flow are determined from the same
angiographic sequence.
Compared with alternative state-of-the-art methods, the flow map fitting approach has the
following fundamental advantages: Firstly, it uses an explicit, physically-based model for the
contrast agent propagation to support the flow quantification. Secondly, it is capable of using
both kinematic and densitometric information from angiographic images concurrently; the con-
vection model enables the use of kinematic information, whereas the model of the mixing at the
injection site enables the use of densitometric information. Relative densitometric information,
given by the pulsatile pattern of the flow map, is used to determine the shape of the waveform.
Absolute densitometric information can be used to determine the mean volumetric flow rate.
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Because of these properties, several important improvements on state-of-the-art methods
can be achieved:
• The method is very robust to noise and artefacts because the whole flow map is used at
once.
• The method can be adapted to different scenarios. For example, if information from an
attenuation calibration or information about the timing of the injection is available, this
can be used to support the flow quantification. Missing information can be estimated.
• If additional information is available, the method can compute flow estimates from flow
maps that are very short (in the spatial dimension). This increases the clinical applicability
as the vessel length in patients is limited.
• As a convective dispersion model is used, the flow estimate does not depend on the distance
from the injection site, and overestimation during the inflow phase and underestimation
during the outflow phase, reported elsewhere, can be prevented.
• Because of the choice of representation of the vessel geometry, changes in vessel lumen
radius (for instance, at a stenosis) and bifurcations can be handled. Therefore, observations
from several vessel segments can be combined.
The flow map fitting algorithm was designed specifically for flow quantification from rota-
tional angiography, although the method is also applicable to planar angiography. On the one
hand, this has the advantage that the 3D geometry can be determined from the same sequence,
but, on the other hand, there is the disadvantage that the rotation introduces artefacts in the
flow map because of overlapping vessels and foreshortened vessels. Therefore, a method for flow
quantification from rotational angiography must be more robust against artefacts in the flow
maps than a method for planar angiography. This was apparent from the rotational flow maps
from the more complex phantoms used in the experimental work described in the thesis, and
in the rotational flow maps from the patient images. For this reason, a reliability map was
introduced to reduce the influence of artefacts. To the best of my knowledge, I have presented
the first quantitative results for flow estimation from rotational angiography. For most datasets
from the computer simulation and the experimental setup, the relative error was between 5%
and 10% for the volumetric mean flow rate, and between 10% and 15% for the blood flow wave-
form. From these results, I conclude that the flow map fitting has the potential to determine
flow from rotational angiography with an accuracy that is clinically useful. Importantly, the
analysis of the data from the computer simulation and the experimental setup have also led to
recommendations for a clinical protocol.
Unfortunately, the clinical injection and acquisition protocol of rotational angiography could
not be adapted without dedicated ethical approval, which could not be obtained within the
time-frame and resources available for this thesis. Therefore, some of the proposed protocol
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recommendations could not be met. As a result of this, the rotational flow maps from the
patient sequences were not suitable for the flow map fitting method. However, I believe that
application of the flow map fitting is possible if small changes in the rotational angiography
protocol are implemented (as detailed below).
The flow map fitting was also applied to flow maps from planar angiographic sequences of
patients. For nine out of ten patients, flow maps which are suitable for the flow map fitting
could be obtained from the angiographic sequences. A good agreement of the extracted and
the simulated flow map could be obtained for six out of nine patients, although some problems
were apparent for the remaining three patients. From this, I conclude that the flow model is
applicable to the majority of patients. Further improvements of the model might improve the
fit for the remaining patients.
For the patients where a good fit could be obtained, the resulting flow estimates agreed
reasonably well with the measurements from TCCD. For a resistance factor (which describes the
disturbance of the blood flow due to the injection) of 0.5, the mean flow error was 12.5%± 4.0%
and the waveform error was 19.4% ± 4.6%. Best agreement with TCCD was obtained with a
resistance factor of 0.29 (mean flow error −0.2% ± 4.5% and waveform error 15.3% ± 4.2%).
For some patients, no TCCD measurements were available, but flow map fitting on repeated
angiographic sequences showed that the results were reproducible (mean flow error 5.2%± 7.3,
waveform error 10.5% ± 4%). I, therefore, conclude that the quantification of blood flow using
the flow map fitting method is clinically feasible.
In this thesis, many ideas and solutions for the flow quantification from rotational angiog-
raphy were presented. However, to become clinically useful, some more problems have to be
solved. In particular, future work could address the following aspects:
• Design of a suitable clinical protocol for flow quantification from rotational
angiography: As explained in the previous section, a suitable clinical protocol should
contain a contrast agent injection with a lower flow rate, so that a pulsatile pattern can
develop, and a shorter duration, so that the inflow phase is visible in the sequence. The
x-ray protocol should allow for an attenuation calibration.
• Extension to more complex vessel trees and pathologies: When the flow map fitting
is applied to more complex vessel trees, it might be necessary to incorporate an elastic
model which describes the changes of the flow waveform in segments further away from the
injection site. Additionally, the flow map fitting should be evaluated on smaller vessels.
An important issue is the presence of aneurysms, since the flow model cannot describe
complex haemodynamics in aneurysms. However, it should be possible to describe the
flow before and after an aneurysm by modelling the aneurysm as a reservoir which takes
up contrast agent and releases it later. For the flow quantification at the Circle of Willis,
the flow model should be adapted to incorporate junctions.
• Extension to flow quantification in the coronary arteries: The flow quantification
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in the coronary arteries is of particular interest, but it is also particular challenging. To
extract the flow map, motion-compensated DSA and vessel tracking are required. The
contraction of the heart changes the blood flow, and, therefore, it might be necessary to
adapt the flow model.
• Analysis of disturbance of the blood flow due to the injection: The contrast agent
injection disturbs the blood flow. To accurately determine the physiological blood flow,
this has to be taken into account. The issue requires further in-vivo examinations and
probably an adaptation of the flow model.
• Validation with CFD simulations: For the validations which were based on simulated
flow maps, a very similar model was used as during the flow map fitting. This could be
replaced with a CFD simulation. The model which is used for the flow map fitting could
be replaced in the future when the required computational power is available.
• Utilisation of this work’s results to determine boundary conditions for CFD
simulations: Many CFD simulations determine the patient specific vascular geometry
from the 3DRA reconstruction but the flow boundaries are typically determined from
sex- and age-matched volunteers. It would be of interest to determine the flow boundary
conditions from the rotational angiographic sequence.
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Appendix
A.1 Overview of parameters for datasets from experimen-
tal setup
Ph
an
to
m
nu
m
be
r
M
ea
n
flo
w
ci
rc
ul
at
io
n
[m
l/
m
in
]
Pu
lsa
til
ity
[]
C
on
ce
nt
ra
tio
n
of
G
ly
ce
rin
e
[]
M
ax
im
um
flo
w
in
je
ct
io
n
[m
l/
s]
D
ur
at
io
n
in
je
ct
io
n
[s]
Fl
ow
di
vi
sio
n
at
bi
fu
rc
at
io
n
[]
1 100 0.7 0.3 2 3 -
1 150 0.7 0.3 3 3 -
1 250 0.7 0.3 5 3 -
1 200 0.7 0 4 3 -
1 200 0.7 0 2 3 -
1 200 0.7 0 3 3 -
1 200 0.7 0 4 3 -
1 200 0.5 0 4 3 -
3 300 0.6 0.3 3 3 0.5
3 300 0.7 0.3 3 3 0.5
3 300 0.8 0.3 3 3 0.5
3 300 0.6 0.3 3 3 0.5
3 300 0.8 0.3 3 3 0.5
Continued on Next Page. . .
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3 300 0.6 0 3 3 0.5
3 300 0.7 0 3 3 0.5
3 300 0.8 0 3 3 0.5
3 300 0.6 0 3 3 0.66
4 300 0.8 0.3 3 3 0.4
4 300 0.8 0.3 3 3 0.5
4 300 0.8 0.3 3 3 0.5
4 300 0.8 0.3 3 3 0.6
4 300 0.8 0.3 6 3 0.34
4 300 0.8 0.3 6 3 0.45
4 300 0.8 0.3 6 3 0.55
4 300 0.8 0.3 6 3 0.65
4 300 0.8 0.3 6 3 0.35
4 300 0.8 0.3 6 3 0.45
4 350 0.8 0.3 6 3 0.6
4 350 0.8 0.3 6 3 0.6
4 350 0.8 0.3 6 3 0.5
4 350 0.8 0.3 6 3 0.4
5 300 0.7 0 6 3 0.66
5 300 0.7 0 3 3 0.66
5 300 0.5 0 3 3 0.66
5 300 0.6 0 3 3 0.66
5 300 0.8 0 3 3 0.66
5 300 0.7 0 3 2 0.66
5 300 0.7 0 3 3 0.83
5 300 0.8 0 3 3 0.83
6 300 0.7 0 6 3 0.5
6 300 0.7 0 6 3 0.66
6 300 0.7 0 6 3 0.83
7 200 0.7 0.3 2 3 -
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7 200 0.7 0.3 3 3 -
7 200 0.7 0.3 4 3 -
7 200 0.5 0.3 4 3 -
7 200 0.9 0.3 4 3 -
7 200 0.7 0 2 3 -
7 200 0.7 0 3 3 -
7 200 0.7 0 4 3 -
7 150 0.7 0 3 3 -
7 250 0.7 0 5 3 -
7 200 0.5 0 4 3 -
8 100 0 0 2 3 -
8 100 0 0 2 3 -
8 150 0 0 3 4 -
8 150 0 0 4 6 -
9 200 0.8 0 4 3 -
9 200 0.8 0 4 3 -
9 150 0.8 0 3 3 -
9 250 0.8 0 5 3 -
Table A.1: Overview of variable parameters of experimental setup.
For the description of the setup, see Section 4.3.
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A.2 Tabulation of results of flow map fitting
Phantom EMF mean flow Estimated mean flow Waveform error Mean flow error
number [ml/min] [ml/min] [%] [%]
1 193.3 213.0 19.7 10.2
1 92.5 106.6 15.3 15.3
1 147.3 167.5 13.7 13.7
1 239.4 230.2 11.1 -3.8
1 191.1 205.3 13.9 7.4
1 189.2 199.4 11.6 5.4
1 192.4 201.5 11.0 4.7
1 195.7 233.3 22.6 19.2
1 197.8 230.2 16.4 16.4
3 278.6 247.4 11.5 -11.2
3 276.1 247.1 10.6 -10.5
3 282.3 258.0 10.3 -8.6
3 294.9 303.9 11.8 3.1
3 290.7 297.8 18.1 2.5
3 294.9 248.4 16.0 -15.8
3 297.1 249.0 17.8 -16.2
3 288.1 243.1 16.6 -15.6
5 303.3 333.8 13.1 10.1
5 303.7 311.2 5.3 2.5
5 295.2 315.9 7.7 7.0
5 300.7 307.3 7.3 2.2
5 304.7 300.8 7.8 -1.3
5 299.5 280.6 10.2 -6.3
5 295.4 277.5 8.5 -6.1
5 288.6 258.4 15.4 -10.5
6 281.4 300.0 22.9 6.6
6 297.5 290.8 14.3 -2.3
6 291.7 270.2 13.9 -7.4
7 192.3 167.4 13.0 -13.0
7 197.6 185.4 7.3 -6.2
7 191.6 193.1 10.7 0.8
7 247.8 245.4 6.6 -1.0
7 193.3 198.9 5.7 2.9
Continued on Next Page. . .
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Phantom EMF mean flow Estimated mean flow Waveform error Mean flow error
number [ml/min] [ml/min] [%] [%]
7 196.8 188.2 11.7 -4.4
7 191.3 176.5 7.9 -7.8
7 191.2 177.7 9.1 -7.1
7 191.6 189.3 9.3 -1.2
7 146.1 147.0 12.7 0.6
7 247.4 244.4 10.0 -1.2
7 198.0 195.5 8.0 -1.3
Table A.2: Results of flow map fitting with fixed calibration in main
branch of phantoms. For description of setup, see Section 7.3.3 and
7.3.4.
Phantom EMF mean flow Estimated mean flow Waveform error Mean flow error
number [ml/min] [ml/min] [%] [%]
1 193.3 175.5 11.3 -9.2
1 92.5 122.9 33.0 33.0
1 147.3 192.4 31.2 30.6
1 239.4 209.3 12.6 -12.6
1 191.1 209.6 17.2 9.7
1 189.2 200.0 13.3 5.7
1 192.4 199.5 15.8 3.7
1 195.7 174.1 14.0 -11.1
1 197.8 209.8 13.2 6.1
3 278.6 250.7 10.8 -10.0
3 276.1 261.6 7.4 -5.3
3 282.3 262.5 9.8 -7.0
3 294.9 251.9 16.4 -14.6
3 290.7 235.8 18.9 -18.9
3 294.9 284.2 11.9 -3.6
3 297.1 257.9 13.8 -13.2
3 288.1 211.9 27.2 -26.4
5 303.7 270.2 11.0 -11.0
5 295.2 311.9 6.9 5.7
Continued on Next Page. . .
191
Phantom EMF mean flow Estimated mean flow Waveform error Mean flow error
number [ml/min] [ml/min] [%] [%]
5 300.7 283.0 7.3 -5.9
5 304.7 325.0 11.9 6.7
5 299.5 253.6 15.3 -15.3
5 295.4 279.6 7.5 -5.4
5 288.6 294.4 6.2 2.0
6 281.4 286.9 19.1 2.0
6 297.5 294.9 11.8 -0.9
6 291.7 293.6 11.5 0.7
7 192.3 169.2 12.0 -12.0
7 197.6 196.6 8.8 -0.5
7 191.6 182.7 9.5 -4.7
7 247.8 226.1 12.2 -8.8
7 193.3 179.7 9.3 -7.0
7 196.8 178.6 15.2 -9.2
7 191.3 184.7 11.7 -3.5
7 191.2 186.2 10.2 -2.6
7 191.6 185.9 15.1 -3.0
7 146.1 141.9 13.7 -2.8
7 247.4 215.6 12.8 -12.8
7 198.0 182.0 9.6 -8.1
Table A.3: Results of flow map fitting with fixed injection in main
branch of phantoms. For description of setup, see Section 7.3.3 and
7.3.4.
Phantom EMF mean flow Estimated mean flow Waveform error Mean flow error
number [ml/min] [ml/min] [%] [%]
1 193.3 273.2 42.6 41.3
1 92.5 138.5 49.8 49.8
1 147.3 211.8 44.6 43.8
1 239.4 260.8 14.3 8.9
1 191.1 224.6 22.3 17.5
1 189.2 240.3 30.9 27.0
Continued on Next Page. . .
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Phantom EMF mean flow Estimated mean flow Waveform error Mean flow error
number [ml/min] [ml/min] [%] [%]
1 278.6 328.8 18.0 18.0
1 276.1 341.2 23.6 23.6
1 282.3 378.5 34.1 34.1
3 294.9 315.4 10.2 6.9
3 290.7 302.1 10.0 3.9
3 294.9 292.0 7.4 -1.0
3 297.1 295.6 13.8 -0.5
3 288.1 271.1 13.5 -5.9
3 303.3 274.4 9.6 -9.5
3 303.7 251.6 17.2 -17.2
3 295.2 275.2 9.9 -6.8
5 300.7 260.2 14.6 -13.5
5 304.7 251.6 19.7 -17.4
5 299.5 364.1 21.6 21.6
5 299.5 216.3 27.8 -27.8
5 295.4 372.7 26.2 26.2
4 295.4 374.6 26.8 26.8
5 288.6 334.8 16.2 16.0
5 288.6 296.0 6.7 2.6
6 281.4 309.4 21.0 10.0
6 297.5 264.5 11.9 -11.1
6 291.7 275.8 10.4 -5.4
7 192.3 180.5 7.0 -6.1
7 197.6 219.4 11.9 11.1
7 191.6 192.6 9.9 0.5
7 247.8 266.9 10.8 7.7
7 193.3 215.4 12.4 11.5
7 196.8 222.1 18.2 12.9
7 191.3 187.8 6.8 -1.8
7 191.2 161.6 15.5 -15.5
7 191.6 208.2 15.1 8.7
7 146.1 148.6 14.3 1.7
7 247.4 229.8 8.5 -7.1
7 198.0 205.7 9.2 3.9
Table A.4: Results of flow map fitting without constraints in main
branch of phantoms. For description of setup, see Section 7.3.3 and
7.3.4.
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3 0.50 0.58 139.3 145.9 139.3 105.6
3 0.50 0.58 138.1 140.7 138.1 101.9
3 0.50 0.60 141.2 146.7 141.2 97.8
3 0.50 0.46 147.5 130.2 147.5 152.9
3 0.50 0.43 145.3 117.8 145.3 156.2
3 0.50 0.56 147.4 145.4 147.4 114.2
3 0.50 0.58 148.6 146.0 148.6 105.7
3 0.50 0.57 144.0 145.2 144.0 109.6
5 0.34 0.37 103.1 117.2 200.2 199.5
5 0.34 0.27 103.3 83.4 200.5 225.5
5 0.34 0.36 100.4 106.2 194.8 188.7
5 0.34 0.30 102.2 87.7 198.4 204.7
5 0.34 0.35 103.6 103.3 201.1 191.8
5 0.34 0.34 101.8 99.0 197.7 192.2
5 0.17 0.15 50.2 40.2 245.2 227.6
5 0.17 0.15 49.1 39.9 239.5 226.0
6 0.50 0.44 140.7 127.3 140.7 162.1
6 0.34 0.30 101.1 87.5 196.3 204.1
6 0.17 0.20 49.6 56.2 242.1 224.7
Table A.5: Results of flow map fitting with fixed calibration at bi-
furcations of phantoms. For description of setup, see Section 7.3.5.
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3 0.50 0.58 139.3 150.5 139.3 109.0
3 0.50 0.60 138.1 156.2 138.1 104.1
3 0.50 0.58 141.2 146.1 141.2 105.8
3 0.50 0.47 147.5 118.1 147.5 133.2
3 0.50 0.43 145.3 122.0 145.3 161.8
3 0.50 0.58 147.4 138.8 147.4 100.5
3 0.50 0.54 148.6 174.6 148.6 148.7
3 0.50 0.58 144.0 154.7 144.0 112.0
5 0.34 0.28 103.1 96.7 200.2 248.5
5 0.34 0.30 103.3 90.6 200.5 211.5
5 0.34 0.29 100.4 87.9 194.8 215.1
5 0.34 0.28 102.2 75.6 198.4 194.4
5 0.34 0.34 103.6 109.2 201.1 212.0
5 0.34 0.30 101.8 103.5 197.7 241.4
5 0.17 0.13 50.2 36.7 245.2 245.5
5 0.17 0.15 49.1 42.3 239.5 239.9
6 0.50 0.38 140.7 135.1 140.7 220.4
6 0.34 0.26 101.1 85.7 196.3 243.8
6 0.17 0.17 49.6 55.0 242.1 268.6
Table A.6: Results of flow map fitting with fixed injection at bifur-
cations of phantoms. For description of setup, see Section 7.3.5.
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3 0.50 0.57 139.3 140.6 139.3 106.1
3 0.50 0.60 138.1 143.1 138.1 95.4
3 0.50 0.57 141.2 135.7 141.2 102.4
3 0.50 0.46 147.5 128.3 147.5 150.6
3 0.50 0.45 145.3 124.4 145.3 152.1
3 0.50 0.59 147.4 148.7 147.4 103.3
3 0.50 0.54 148.6 134.7 148.6 114.8
3 0.50 0.58 144.0 143.0 144.0 103.6
5 0.34 0.35 103.1 117.9 200.2 218.9
5 0.34 0.28 103.3 83.9 200.5 215.7
5 0.34 0.29 100.4 89.1 194.8 218.3
5 0.34 0.25 102.2 79.2 198.4 237.7
5 0.34 0.31 103.6 103.4 201.1 230.0
5 0.34 0.29 101.8 105.7 197.7 258.7
5 0.17 0.15 50.2 40.5 245.2 229.6
5 0.17 0.13 49.1 38.6 239.5 258.5
6 0.50 0.43 140.7 144.6 140.7 191.7
6 0.34 0.26 101.1 87.4 196.3 248.9
6 0.17 0.18 49.6 62.3 242.1 284.0
Table A.7: Results of flow map fitting without constraints at bi-
furcations of phantoms. For description of setup, see Section 7.3.5.
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